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From: Michael G. Cantaloub, NDA Scientist, Canberra Hanford
To: Joan Kessner, Bechte1233-S STR
Via: Bruce Gillespie, Canberra Hanford Project Manager /Sn, y
Date: 02APRIL02

SUBJ: SPREADSHEET UPDATE FOR DATA SUBMITTAL CH002

This letter addresses the change in the 233-S Item Analysis Spreadsheets Version 3.0b.

Batch data submittals CH002 (1000-122001-0001) and CH003 (1000-0100802-0001) contained
data for 55-gallon drums assayed using the ISOCS system. The data was reduced and final
results reported using the validated 233-S NDA data analysis spreadsheet, Version 3.0. Shortly
after CH003 submittal, the NDA data analysis spreadsheet was updated and Version 3.Ob
released. The Version 3.Ob spreadsheet contains a Pu (g) + 3 sigma TMU and Pu(g) + 3 sigma
calculation. The "3 sigma TMU' calculation includes all uncertainty estimates whereas the "3
sigma" calculation only considers the measurement uncertainty or counting statistics. Individual
item data originally showing under the Pu (g) + 3 sigma heading of the Version 3.0 spreadsheet
now shows up under the Pu (g) + 3 sigma TMU heading in the Version 3.Ob spreadsheet.

To keep the final NDA batch reports in uniform appearance and assure the same information is

available in each batch report, the individual drum assay data in CH002 and CH003 have been

`brought forward' into the Version 3.Ob spreadsheet.

Attached to this letter are NDA analysis results using the 3.Ob spreadsheet for Batch Data
submittal CH002. In addition to the individual printouts, a results summary table has been
provided. The individual item calibrations and raw data printouts are contained in the original
submittals. The final characterization results have not changed nor has the final waste
classification been altered as a result of bringing the data forward into the latest NDA data
analysis spreadsheet.
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ScANeaaRn
Summary of package assay results for Data Batch Report CH002 - Revised

Assay TRU TMU
Package or Item Weight TRU Act Uncert Pu Mass Pu Mass(g)

ID (kg) (nCtlg) (nCilg) (g) + 3 sigma

2335-01-0002 96.5 3.70E+04 t 3.13E+04 2.51E+01 3.10E+01

233S-01-0003 124.5 3.35E+02 ± 2.96E+02 2.87E-01 3.64E-01

2335-01-0005 110.8 9.66E+02 ± 1.OIE+03 6.83E-01 8.57E-01

2335-01-0006 53.8 2.34E+02 ± 5.94E+01 9.67E-02 1.26E-01

233S-01-0008 126.2 3.51E+03 ± 3.41E+03 2.93E+00 3.63E+00

2335-01-0010 65.5 9.13E+02 t 5.41E+02 4.73E-01 5.93E-01

2335-01-0011 68 2.53E+03 ± 1.21 E+03 9.71E-01 1.21 E+00

233S-01-0014 90 1.72E+03 ± 8.26E+02 1.29E+00 1.60E+00

233S-01-0021 106.9 2.73E+03 ± 2.31E+03 2.05E+00 2.54E+00

2335-01-0023 99.4 2.32E+03 ± 2.88E+03 1.33E+00 1.65E+00

2335-01-0023 REPLICATE 2.41 E+03 ± 3.11 E+03 1.34E+00 1.87E+00

2335-01-0024 161.4 2.32E+03 ± 1.22E+03 3.04E+00 3.76E+00

2335-01-0025 138.9 4.28E+02 ± 9.36E+02 4.52E-01 5.68E-01

2335-01-0026 123.5 9.12E+02 ± 9.31E+02 7.26E-01 9.06E-01

2335-01-0027 98.3 5.59E+02 ± 5.42E+02 3.74E-01 5.65E-01

Canberra Industries, Inc.
1050 Glllmore, Suite A
Richland, Washington 99352

OCOGEMA GROUPTel. 509-943-3442 Fax 509-943-0363 1000-040202-0001 2



233-S Item Analysis Spreadsheet Version 3.0 12/12/01

Sample Info: Item ID: 233s-01-0002 Assay Date: 12-Nov-01

File Name: 950 File Name:

Data Input:

Item Parameters:

Activity Meas

uCi/k Uncert

Contamination: Internal Item Type: BatTel Calcs: Use lst

Dimensions:

Length (in) : 33.5 Width (in): 22.5

B

Depth ( in): 22.5

Weight (Ibs) : 212.2 Depth for TMU (in): % Volume: 50

Am-241 Cales: Measured 1.01E+04 +/- 3.04E+04 Use Meas

Calculated 1.94E+04 +/- 2.09E+04

Nuclide Activities:

Results:

Comments:

Isotope

Activity
uCi/k

Meas
Uncert

Pu-239 ( 129)
Pu-239 (414 ) 1.40E+04 1.10E+03

Am-241 1.01E+04 3.98E+02
Np-237 4.96E+00 2.38E-01
U-238
U-235
Cs-137 1.63E-02 1.22E-03
Co-60

Isotope Activity

(nCi/g)

Total Unc

I si na

Pu-238 5.67E+03 +/- 2.38E+03
Pu-239 1.40E+04 +/- 5.87E+03
Pu-240 7.28E+03 +/- 3.06E+03
Pu-241 2.72E+04 +/- 1.14E+04

Pu-242 7.36E+00 +/- 3.09E+00
Am-241 1.01E+04 +/- 3.04E+04

Np-237 4.96E+00 +/- 2.06E+00

U-238 O.00E+00 +/- 0.00E+00
U-235 O.00E+00 +/- 0.00E+00

Cs-137 1.63E-02 +/- 6.83E-03
Co-60 O.00E+00 +/- O.00E+00

Errors:

Wei t is net. Gross wt. - Tare wt.

Analyst: Martin Winterrose

1000-122001-0001 10

Date: 12/20/01



233-S Item Analysis Spreadsheet Version 3.0

Sample Info: Item ID: 233s-01-0003
File Name: 940

Data Input:

Item Parameters:

12/12/01

Assay Date: 7-Nov-01

File Name•

Contamination: Internal 1 ItemType: Barrel Calcs: Use 1st

Dimensions:

Length (in): 33.5 Width (in): 22.5 Depth (in): 22.5

Weight (lbs): 273.9 Depth for TMU (in): 4 % Voluau: 50

Am-241 Cales: IMeasured 9.57E+01 +/- 2.90E+02 Use Meas
Calculated 1.72E+02 +/- 1.87E+02

Nuclide Activities:

Results:

Comments:

Isotope
Activity
(uCi/kg)

Meas
Uncert

Pu-239 129
Pu-239 414 1.24E+02 1.11E+01

Am-241 9.57E+01 8.73E+00

Np-237 1.93E-02 1.00E-03
U-238
U-235
Cs-137 5.86E-04 5.86E-05
Co-60

Isotope Activity

(nCi/g)

Total Unc

I sigma
Pu-238 5.03E+01 +/- 2.12E+01
Pu-239 1.24E+02 +/- 5.24E+01
Pu-240 6.46E+01 +/- 2.73E+01
Pu-241 2.41E+02 +/- 1.02E+02
Pu-242 6.53E-02 +/- 2.76E-02
Am-241 9.57E+01 +/- 2.90E+02
Np-237 1.93E-02 +/- 8.02E-03
U-238 O.00E+00 +/- 0.00E+00
U-235 0.00E+00 +/- O.00E+00
Cs-137 5.86E-04 +/- 2.49E-04
Co-60 O.00E+00 +/- O.00E+00

Eaors:
Wei t is Net Wt. 331.81bs. - 57.91bs.= 273.9 I

Analyst: Martin Winterrose

1000-122001-0001 18

Date: 12/20/01



233-S Item Analysis Spreadsheet Version 3.0 12/12/01

Sample Info: Item ID: 233s-01-0005 Assay Date: 5-Nov-01

File Name: 926 File Name:

Data Input:

Isotope

Activity
uC'

Meas
Uncert

Pu-239 ( 129)
Pu-239 (414) 3.31E+02 2.82E+01

Am-241 3.28E+02 2.87E+01

Np-237 1.94E-01 9.36E-03
U-238
U-235
Cs-137 6.10E-03 7.51E-04
Co-60

Activity Meas
(uCi/kg) Uncert

Item Parameters:

Contamination: Internal ItemType: Barre! Calcs: Use 1st

Dimensions:

Length (in): 33.5 Width (in): 22.5 Depth (in): 22.5
Weight (lbs): 243.8 Depth for TMU (in): 4 % Volume: 50

Am-241 Calcs: Measured 3.28E+02 +/- 9.93E+02 Use Meas
lCalculated 4.58E+02 +/- 4.97E+02

Nuclide Activities: Isotope Activity
(nCi/g)

Total Unc
1 sigma

Pu-238 1.34E+02 +/- 5.65E+01
Pu-239 3.31E+02 +/- 1.39E+02
Pu-240 1.72E+02 +/- 7.27E+01
Pu-241 6.44E+02 +/- 2.72E+02
Pu-242 1.74E-01 +/- 7.34E-02
Am-241 3.28E+02 +/- 9.93E+02
Np-237 1.94E-01 +/- 8.0513-02
U-238 0.00E+00 +/- 0.00E+00
U-235 0.00E+00 +/- 0.00E+00
Cs-137 6.10E-03 +/- 2.62E-03
Co-60 0.00E+00 +/- O.OOE+00

Results:

Comments: Wt.used. High Np-237 Np-237 ratio,

Analyst: Martin Winterrose

1000-122001-0001 25

Date: 12/20/01



233-S Item Analysis Spreadsheet Version 3.0

Sample Info: Item ID: 233s-01-0006
File Name• 904

Data Input:

Item Parameters:

isotope

Activity
uC'

Meas
Uncert

Pu-239 ( 129)
Pu-239 (414) 9.66E+01 9.67E+00

Am-241 4.83E+01 4.23E+00

Np-237 4.IIE-03 3.22E-04
U-238
U-235
Cs-137 7.08E-04 8.42E-05
Co-60

12/12/01

Assay Date: 1030/01

File Name:

Activity

Contamination: Internal ItemType: Bartel Calcs: Use 1st

Dimensions:
Length (in): 33.5 Width (in): 22.5 Depth (in): 22.5

Weight (]bs): 118.3 Depth for TMU (in): 4 % Voluta: 50

Am-241 Cales: Measured 4.83E+01 +/- 5.22E+01 Use Meas
Calculated 1.34E+02 +/. 9.06E+01

Nuciide Activities:

Results:

Comments:

Isotope Activity

ni/9)

Total Unc
1 sigma

Pu-238 3.91E+01 +/- 9.62E+00
Pu-239 9.66E+01 +/- 2.37E+01
Pu-240 5.03E+01 +/- 1.24E+01
Pu-241 1.88E+02 +/- 4.62E+01
Pu-242 5.08E-02 +/- 1.25E-02
Am-241 4.83E+01 +/- 5.22E+01
Np-237 4.11E-03 +/- 9.74E-04
U-238 0.00E+00 +/- 0.00E+00
U-235 O.00E+00 +/- 0.00E+00
Cs-137 7.08E-04 +/- 1.79E-04
Co-60 0.00E+00 +/- 0.00E+00

Errors:
We' t is Net Wt.176.21be. - 57.91bs - 118.3

Analyst: Martin Winterrose

1000-122001-0001 32

Date:r 12/20/01



233-S Item Analysis Spreadsheet Version 3.0

Sample Info: Item ID: 233s-01-0008
File Name• 939

Data Input:

Item Parameters:

Isotope
Activity
(uCilkg)

Meaa
Uncert

Pu-239 ( 129)
Pu-239 (414) 1.25E+03 9.91E+01

Am-241 1.11 E+03 7.05E+01
Np-237 1.23E-01 6.03E-03
U-238
U-235
Cs-137 5.52E-04 3.09E-04
Co-60

Contamination: lntemal Item Type: Baml

Dimensions:

Length (in): 33.5 Width ( in): 22.5

Weight (ibs): 277.6 Depth for TMU (in): 4

Am-241 Calcs:

Nuclide Activities:

Results:

Comments:

Measured 1.11E+03 +/- 3.35E+03

Calculated 1.73E+03 +/- 1.87E+03

12/12/01

Assay Date: 7-Nov-01

File Name:

Use Meas

Isotope Activity

(nCi/g)
Total Unc

I sigma
Pu-238 5.06E+02 +1- 2.13E+02
Pu-239 1.25E+03 +/- 5.2513+02
Pu-240 6.50E+02 +/- 2.73E+02
Pu-241 2.43E+03 +/- 1.02E+03
Pu-242 6.57E-01 +1- 2.76E-01
Am-241 1.11 E+03 +/- 3.35E+03
Np-237 1.23E-01 +1- 5.11E-02
U-238 0.00E+00 +/- 0.00E+00
U-235 0.00E+00 +1- 0.00E+00
Cs-137 5.52E-04 +/- 3.84E-04
Co-60 0.00E+00 +!- 0.00E+00

Calcs: Use 1st

Depth (in): 22.5

% Volumo: 50

Errora:
Weip,ht is Net Wt. 335.51bs. - 57.9 lbs.

Analyst: Martin Winterrose

1000-122001-0001 38
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233-S Item Analysis Spreadsheet Version 3.0 12/12/01

Sample Info: Item ID: 233s-01-^10 Assay Date: 1-Nov-01

File Name: 922 File Name:

Data Input:

Item Parameters:

Isotope
Activity
uC'

Meas
Uncert

Pu-239 (129)
Pu-239 (414) 3.88E+02 3.29E+01

Am-241 1.66E+02 3.78E+01

Np-237 2.03E-01 9.82E-03
U-238
U-235
Cs-137 3.18E-01 1.05E-02
Co-60

Contamination: Internal Item Type: Barrel

Dimensions:

Length (in): 33.5 Width (in): 22.5
Weight (lbs): 144.1 Depth for TMU (in): 4

Am-241 Calcs:

Nuclide Activities:

Results:

Comments:

Measured 1.66E+02 +/- 5.04E+02
Calculated 5.37E+02 +/- 5.82E+02

Use Mess

Isotope Activity
(nCi/g)

Total Unc
1 sigma

Pu-238 1.57E+02 +/- 6.62E+01
Pu-239 3.88E+02 +/- 1.63E+02
Pu-240 2.02E+02 +/- 8.52E+01
Pu-241 7.55E+02 +/- 3.18E+02
Pu-242 2.04E-01 +/- 8.60E-02
Am-241 1.66E+02 +/- 5.04E+02

Np-237 2.03E-01 +/- 8.43E-02
U-238 0.00E+00 +/- O.00E+00
U-235 O.OOE+00 +/- O.OOE+00
Cs-137 3.18E-01 +/- 1.31E-01
Co-60 O.OOE+00 +/- 0.00E+00

Calcs: Use 1st

Depth (in): 22.5

% Volume: 50

Net Wt. Used. Error condition does not affect the Etrors:High Np-237 ratio,
results. Pu values are for the 375Kev ueak.

Analyst: Mertin Winterrose

1000-122001-0001 46

Date: 12/20/01



233-S Item Analysis Spreadsheet Version 3.0

Sample Info: Item ID: 233s-01-0011
File Name: 890

Data Input:

Item Parameters:

Isotope
Activity
uC'

Mess
Uncert

Pu-239 ( 129)
Pu-239 (414) 7.64E+02 6.31E+01

Am-241 1.17E+03 8.39E+01
Np-237 2.63E-01 1.28E-02
U-238
U-235
Cs-137 5.84E-01 2.02E-02
Co-60

Contamination: Intemal , Item Type: Baml

Dimensions:

Length (in): 33.5 Width (in): 22.5
Weight (lbs): 150.1 Depth for TMU (in): 4

Am-241 Calcs:

Nuclide Activities:

Results:

Comments:

Measured 1.17E+03 +/- 3.54E+03
Calculated 1.06E+03 +/. 1.15E+03

12/12/01

Assay Date: 25-Oct-01
File Name•

Activity

Calc from Pu-239

Isotope Activity

(nCi/g)
Total Unc

I sigma
Pu-238 3.10E+02 +/- 1.30E+02
Pu-239 7.64E+02 +/- 3.22E+02
Pu-240 3.98E+02 +/- 1.68E+02
Pu-241 1.49E+03 +/- 6.26E+02
Pu-242 4.02E-01 +/- 1.69E-01
Am-241 1.06E+03 +/- 1.15E+03
Np-237 2.63E-01 +/- 1.09E-01
U-238 O.00E+00 +/- 0.00E+00
U-235 0.00E+00 +/- 0.00E+00
Cs-137 5.84E-01 +/- 2.42E-01
Co-60 0.00E+00 +/- 0.00E+00

Calcs: Use Ist

Depth (in): 22.5

% Volume: 50

Analyst: Martin Winterrose

1000-122001-0001 52

Date: 12/20/01



233-S Item Analysis Spreadsheet Version 3.0

Sample Info: Item ID: 233s-01-0014
File Name• 889

Data Input:

Item Parameters:

Isotope
Activity
(uCi/kg)

Meas
Uncert

Pu-239 ( 129)
Pu-239 (414) 7.67E+02 6.13E+01

Am-241 2.41E+02 5.92E+01

Np-237 9.91E-02 4.87E-03
U-238
U-235
Cs-137 1.93E-03 1.57E-04

Co-60

Contamination: Internal Item Type: Barrel

Dimensions:

Length (in): 33.5 Width (in): 22.5

Weight (lbs): 198.6 Depth for TMU (in): 4

Am-241 Calos:

Nuclide Activities:

Results:

Comments:

Measured 2.41E+02 +/- 7.31E+02

Calculated 1.06E+03 +/- 1.15E+03

12/12/01

Assay Date: 25-Oct-01

File Name:

Activity

Use Mess

Isotope Activity
nCi/

Total Unc
1 sigma

Pu-238 3.IIE+02 +/- 1.31E+02

Pu-239 7.67E+02 +/- 3.22E+02

Pu-240 4.00E+02 +/- 1.68E+02
Pu-241 1.49E+03 +/- 6.28E+02
Pu-242 4.04E-01 +/- 1.70E-01

Am-241 2.41E+02 +/- 7.31E+02

Np-237 9.91E-02 +/- 4.11E-02

U-238 0.00E+00 +/- 0.00E+00
U-235 0.00E+00 +/- O.00E+00
Cs-137 1.93E-03 +/- 8.11E-04

Co-60 O.00E+00 +/- 0.00E+00

Calcs: Use lst

Depth (in): 22.5

% Volume: 50

Analyst: Martin Winterrose

1000-122001-0001 59

Date: 12/20/01 "',



233-S Item Analysis Spreadsheet Version 3.Ob

Sample Info: Item ID: 233s-01-0023
File Name: 905

Data Input:

Item Parameters:

isotop,e
Activity
(uCi/k

Meas
Uncert

Pu-239 (129)
Pu-239 (414) 7.15E+02 5.77E+01

Am-241 9.45E+02 8.37E+01
Np-237 5.20E-01 2.52E-02
U-238

U-235

Cs-137 1.05E-01 3.58E-03
Co-60

Contamination: Internal Item Type: Barrel

Dimensions:

Length (in): 33.5 Width (in): 22.5
Weight (]bs): 219.85 Depth for TMU (in):

Am-241 Calcs:

Nuclide Activities:

Results:

Comments:

Analyst:

Measured 9.45E+02 +/- 2.86E+03
Calculated 9.90E+02 +/- 1.07E+03

1/14/02

Assay Date: 30-Oct-01

File Name:

Activity

Use Meas

Isotope Activity

(nCi/ )
Total Unc

1 si a
Pu-238 2.90E+02 +/- 1.22E+02
Pu-239 7.15E+02 +/- 3.01E+02
Pu-240 3.73E+02 +/- 1.57E+02
Pu-241 1.39E+03 +/- 5.86E+02
Pu-242 3.76E-01 +/- 1.58E-01
Am-241 9.45E+02 +/- 2.86E+03
Np-237 5.20E-01 +/- 2.16E-01
U-238 O.00E+00 +/- O.00E+00
U-235 0.00E+00 +/- O.00E+00
Cs-137 1.05E-01 +/- 4.34E-02
Co-60 O.00E+00 +/- O.00E+00

Calcs: Use lst

Depth (in): 22.5
% Volume: 50

Errors:HiBh Np-237 ratio,
INet Wt. Used. Np-237 ratio does not affect final values

Martin Winterrose Date: 3/20/02

1000-040202-0001 12



233-S Item Analysis Spreadsheet Version 3.0

Sample Info: Item ID: 233s-01-0023REP
File Name• 906

Data Input:

Item Parameters:

Isotope
Activity
uC'

Meas
Uncert

Pu-239 ( 129)
Pu-239 (414) 7.21E+02 5.81E+01

Am-241 1.02E+03 9.03E+01
Np-237 5.38E-01 2.61E-02
U-238
U-235
Cs-137 1.05E-01 3.55E 03
Co-60

Contaminationr Internal ItemType: Barrel

Dimensions:

Length (in): 33.5 Width (in): 22.5
Weight (Ibs): 219.85 Depth for TMU (in):

Am-241 Cala:

Nuclide Activities:

Results:

Comments:

Analyst:

Measured 1.02E+03 +)- 3.09E+03
Calculated 9.98E+02 +/- 1.08E+03

12/12/01

Assay Date: 30-Oct-01
FOe Name•

Activity Meas
u Uncert

Use Meas

Isotope Activity Total Unc
1 sigme

Pu-238 2.92E+02 +/- 1.23E+02
Pu-239 7.21E+02 +/- 3.03E+02
Pu-240 3.76E+02 +/- 1.58E+02
Pu-241 1.40E+03 +/- 5.90E+02
Pu-242 3.79E-01 +/- 1.60E-01
Ant-241 1.02E+03 +/- 3.09E+03
Np-237 5.38E-01 +/- 2.23E-01
U-238 O.00E+00 +/- 0.00E+00
U-235 O.OOE+00 +/- 0.00E+00
Cs-137 1.05E-01 +1- 4.34E-02
Co-60 O.00E+00 +/- 0.00E+00

Calcs: Use 1st

Depth (in): 22.5

% Volume: 50

Martin Winterrose Date: 12/20/01

1000-122001-0001 81



233-S Item Anaiysis Spreadsheet Version 3.0

Sample Info: Item ID: 233s-01-0024
File Name• 948

Data Input:

Item Farameters:

isotope

Activity

uC'
Meas
Uncert

Pu-239 129
Pu-239 (414) 1.01E+03 8.02E+01

Am-241 3.68E+02 3.91E+01

N 237 6.74E-02 3.31E-03
U-238
U-235
Cs-137 3.11 E-03 1.50E-04

Co-60

12/12/01

Assay Date: 12-NovA1

File Name•

Activity Mess

(uCilkg) Uncert

Contamination: Internal Item Type: Barrel Calcs: Use 1 st

Dimensions:

Length (in): 33.5 Width (in): 22.5 Depth (in): 22.5

Weigbt (Ibsj: 355.12 Depth for TMU (in):B % Volume: 50

Am-241 Cales: Measured 3.68E+02 +1- 3.68E+03 Use Meas
Calculated 1.40E+03 +/- 2.84E+03

Nuclide Activities:

Results:

Comments:

Analyst:

Isotope Activity
nCi!

Total Unc
I sigma

Fu-238 4.IOE+02 +/- 3.32E+02
Pu-239 1.O1E+03 +/- 8.19E+02
Pn-240 5.27E+02 +/- 4.27E+02
Pu-241 1.97E+03 +1- 1.60E+03
Pu-242 5.32E-01 +/- 4.31E-01
Am-241 3.68E+02 +/- 3.68E+03
Np-237 6.74E-02 +/- 5.44E-02
U-238 0.00E+00 +/- 0.00E+00
U-235 O.00E+00 +/- 0.00E+00
Cs-137 3.I1E-03 +1- 2.51E-03
Co-60 0.00E+00 +f- 0.00E+00

Martin Winterrose Date:r 1/8/02

1000-122001-0001
89



233-S Item Analysis Spreadsheet version 3.0

Sample Info: Item ID: 233s-01-0025
File Name: 955

Data Input:

Item Parameters:

Isotope

Activity

Wift)

Meas
Uncert

Pu-239 ( 129)
Pu-239 414 1.75E+02 1.50E+01

Am-241 9.19E+01 2.41 E+01
N 237 3.89E-03 2.80E-04
U-238
U-235
Cs-137 3.95E-04 1.37E-04
Co-60

Contamination: Internal Item Type: Batrel

Dimensions:

LenBth (in): 33.5 Width (in): 22.5
Weight (Ibs): 305.6 Depth for TMU (in): 4

Am-241 Calcs:

Nuclide Activities:

Results:

Comments:

Measured 9.19E+01 +)- 9.20E+02
lCalculated 2.42E+02 +/- 4.90E+02

12112/01

Assay Date: 13-Nov-01

File Name

Use Meas

Isotope Activity
ncil

Total Unc

I Sigma
Pu-238 7.08E+01 +/- 5.74E+01
Pu-239 1.75E+02 +/- 1.42E+02
Pu-240 9.IOE+01 +/- 7.38E+01
Pu-241 3.40E+02 +/- 2.76E+02
Pu-242 9.19E-02 +/- 7.45E-02
Am-241 9.19E+01 +/- 9.20E+02
N 237 3.89E-03 +/- 3.15E-03
U-238 O.00E+00 +/- O.00E+00
U-235t 0.00E+00 +/- 0.00E+00
Cs-137 3.95E-04 +/- 3.46E-04
Co-60 0.00E+00 +/- 0.00E+00

Calcs: Use 1st

Depth (in): 22.5

% Volume: 50

Analyst: Martin Winterrose

1000-122001•0001 97
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233-S Item Analysis Spreadsheet Version 3.0 12/12101

Sample Info: Item D): 233s-01-0026 Assay Date: 31-Oct-01

File Name: 916 File Name:

Data Input:
lsotope

Activity
uC'

Meas
Uncert

Pu-239 ( 129)
Pu-239 414 3.16E+02 2.60E+01

Am-241 3.03E+02 3.58E+01

Np-237 2.03E-01 9.78E-03

U-238
U-235
Cs-137 5.07E-04 1.51E-04
Co-60

Meas
Uncert

Item Parameters:

Coatamination: Internal Item Type: Barrel

Dimensions:

Length (in): 33.5 Width ( in): 22.5

Weight (lba): 271.6 Depth for TMU (in): 4

Am-241 Calcs: Measured 3.03E+02 +/- 9.18E+02 Use Meas
Calculated 437E+02 +/. 4.74E+02

Nuciide Activities:

Results:

Comments:

isotope Activity
nCi/

Total Unc

I sigma
Pu-238 1.28E+02 +1- 5.39E+01
Pu-239 3.16E+02 +/- 1.33E+02

Pu-240 1.65E+02 +/- 6.93E+01
Pu-241 6.15E+02 +/- 2.59E+02
Pu-242 1.66E-01 +/- 7.00E-02
Ant-241 3.03E+02 +/- 9.18E+02

Np-237 2.03E-01 +/- 8.43E-02

U-238 O.00E+00 +). 0.00E+00

U-235 0.00E+00 +/- 0.00E+00
Cs-137 5.07E-04 +/- 2.58E-04
Co-60 0.0OE+00 +(. Q.O0E+00

CalcS: Use 1si

Depth (in): 22.5

% Voltune: 50

f Net Wt. Used, High Np ratio does not affect final Errors:High Np-237 tatio,

results. I

Analyst: Martin Winterrose

1000-122001-0001 103

Date:r 12/20/01



233-S Item Analysis Spreadsheet Version 3.0

Sample Info: Item ID: 233s-01-0027
File Name• 915

Data Input:

Item Parameters:

Isotope
Activity
(uCVU)

Meas
Uncert

Pu-239 ( 129) 2.04E+02 3.48E+01
Pu-239 (414)

Am-241 1.66E+02 1.48E+01

Np-237 2.66E-01 1.28E-02
U-238
U-235
Cs-137 1.59E-03 1.04E-04
Co-60

Contamination: Intemal Item Type: Barrel

Dimensions:

Length (in): 33.5 Width (in): 22.5
Weight (]bs): 216.35 Depth for TMU (in): 4

Am-241 Cales:

Nuclide Activities:

Results:

Comments:

Analyst:

Measured 1.66E+02 +/- 5.02E+02
Calculated 2.82E+02 +/- 5.94E+02

12/12/01

Assay Date: 31-Oct-01

FUe Name:

Use Meas

Isotope Activity
nCi/

Total Unc
I si

Pu-238 8.27E+01 +!- 6.96E+01
Pu-239 2.04E+02 +/- 1.72E+02
Pu-240 1.06E+02 +/- 8.95E+01
Pu-241 3.97E+02 +/- 3.35E+02
Pu-242 1.07EA1 +/- 9.04E-02
Am-241 1.66E+02 +/- 5.02E+02
Np-237 2.66E-01 +/- 1.10E-01
U-238 0.00E+00 +/- 0.00E+00
U-235 O.00E+00 +)- O.00E+00
Cs-137 1.59E-03 +/- 6.64E-04
Co-60 O.00E+00 +/- O.00E+00

Calcs: Use 1st

Depth (in): 22.5

% Volume: 50

Net Wt. Used. Np ratio does not affect final valuea.Pu- Errors:High Np-237 ratio,
129 Kev value used due to high N ratio.

Martin Winterrose Date:I 12/20/01



233-S Item Analysis Spreadsheet Version 3.0

Sample Info: Item ID: 233 s-01-0021
File Name• 900

Data Input:

Item Parameters:

Isotope
Activity

(uCi/kg)

Meas
Uncert

Pu-239 ( 129)
Pu-239 (414) 1.03E+03 8.22E+01

Am-241 7.43E+02 5.91 E+O 1
Np-237 2.26E-02 1.27E-03
U-238
U-235
Cs-137
Co-60

Contamination: Intemal Item Type: Barrel

Dimensions:

Length (in): 33.5 Width (in): 22.5

Weight (lbs): 235.1 Depth for TMU (in):B

Am-241 Cales:

Nuclide Activities:

Results:

Comments:

Measured 7.43E+02 +/- 2.25E+03

Calculated 1.42E+03 +/- 1.54E+03

12/12/01

Z9 Nit..7

Assay Date: t-01

File Name

Activity Meas
(uCi/kg) Uncert

Use Meas

Isotope Activity
nCi/

Total Unc
1 sigma

Pu-238 4.17E+02 +/- 1.75E+02

Pu-239 1.03E+03 +/- 4.33E+02
Pu-240 5.36E+02 +/- 2.25E+02
Pu-241 2.00E+03 +/- 8.43E+02
Pu-242 5.42E-01 +/- 2.28E-01
Am-241 7.43E+02 +/- 2.25E+03
Np-237 2.26E-02 +/- 9.40E-03
U-238 0.00E+00 +/- 0.00E+00
U-235 0.00E+00 +/. O.00E+00

Cs-137 O.00E+00 +/- 0.00E+00
Co-60 O.00E+00 +/- 0.00E+00

Calcs: Use 1st

Depth (in): 22.5

% Volume: 50

Analyst: Martin Winterrose
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®CdNBERR&

To: Joan Kessner
Bechtel Hanford

From: Bruce Gillespie /,̂ ;1-o-
^111^Canberra Hanford

Subject: Corrections to the Drum Batch Report (CH002)

January 9, 2002

Attached are corrections to the 233S batch report (CH002). The corrections are on pages

3 and 89. The correction is to correct for the weight initially being entered in the wrong

units on the spreadsheet for item number 233S-01-0024. This change also affected the

results summary on page 3. The corrected pages are attached.

,JAe, akr-^d /C

fP-k- IJ^ U d^c>^crn

^ai^aa

13

Canberra Industrles, Inc.
1050 Glllmore, Suite A
Richland, Washington 99352
Te1.509-943-3442 Fax 509-943-0363

^ R'^
N

t9OGROUPtl



the period from Oct 23, 2001 - Nov 17, 2001. All measurements for this period are in
control.

A replicate count was performed on drum number 233S-01-0023. The original and
replicate results agree within acceptable limits as shown below for the key measurement
nuclide Pu-239.

Replicate Analysis
Pu-239(orig) - Pu-239(rep) 5.5

1.96 * Sqrt(unc(orig)A2+unc(rep)A2) 160.4916

4. Summary of Results

Full data packages for each drum are included as an attachment. The following data is a
summary of the total TRU activity results and plutonium gram values for each assay.

Drum ID Drum Net
Weight (kg)

TRU Act nCi/g TMU Uncert
(nCi/g)

Pu Mass
(g)

Pu Mass(g)
+ 3 sigma

233S-01-0002 96.5 3.70E+04 +/- 3.13E+04 2.51E+01 5.68E+01
233S-01-0003 124.5 3.35E+02 +/- 2.96E+02 2.87E-01 6.52E-01
2335-01-0005 110.8 9.66E+02 +/- 1.01E+03 6.83E-01 1.55E+00
233S-01-0006 53.8 2.34E+02 +/- 5.94E+01 9.67E-02 1.68E-01
233S-01-0008 126.2 3.51E+03 +/- 3.41E+03 2.93E+00 6.63E+00
233S-01-0010 65.5 9.13E+02 +/- 5.41E+02 4.73E-01 1.07E+00
233S-01-0011 68 2.53E+03 +/- 1.21 E+03 9.71 E-01 2.20E+00
2333-01-0014 90 1.72E+03 +/- 8.26E+02 1.29E+00 2.92E+00
2335-01-0021 106.9 2.73E+03 +/- 2.31E+03 2.05E+00 4.63E+00
233S-01-0023 99.4 2.32E+03 +/- 2,88E+03 1.33E+00 3.01E+00
2335-01-0023 Replicate 2.41E+03 +/- 3.11E+03 1.34E+00 3.03E+00
233S 01-0024 161.4 2.32E+03 +/- 1.22E+03 1.39E+00 3.13E+00
233S-Ot-0025 138.9 4.28E+02 +/- 9.36E+02 4.52E-01 1.55E+00
233S-01-0026 123.5 9.12E+02 +/- 9.31E+02 7.26E-01 1.64E+00
233S-01-0027 98.3 5.59E+02 +/- 5.42E+02 3.74E 01 1.32E+00

1000-122001-0001



233-S Item Analysis Spreadsheet Version 3.0

Sample Info: Item ID: 233s-01-0024
File Name: 948

Data Input:

Item Parameters:

Isotope
Activity
uC'

Meas
Uncert

Pu-239 ( 129)
Pu-239 (414) 1.01E+03 8.02E+01

Am-241 3.68E+02 3.91 E+01
Np-237 6.74E-02 3.31E-03
U-238
U-235
Cs-137 3.11E-03 1.50E-04
Co-60

Contamination:rjnternal 1 Item Type: Barrel

Dimensions:

Length (in): 33.5 Width (in): 22.5
Weight (lhs): 161.95 Depth for TMU (in): 4

Am-241 Calcs:

Nuclide Activities:

Results:

Comments:

Measured 3.68E+02 +/- 1.11E+03
lCalculated 1 1.40E+03 +/- 1.51E+03

12/12/01

Assay Date: 12-Nov-01

File Name:

Use Meas

Isotope Activity
nCi/

Total Unc
1 sigma

Pu-238 4.10E+02 +/- 1.72E+02
Pu-239 1.01E+03 +/- 4.25E+02
Pu-240 5.27E+02 +/- 2.21E+02
Pu-241 1.97E+03 +/- 8.28E+02
Pu-242 5.32E-01 +/- 2.24E-01
Am-241 3.68E+02 +/- 1.I l E+03
Np-237 6.74E-02 +/- 2.80E-02
U-238 0.00E+00 +/- O.00E+00
U-235 O.00E+00 +/- 0.00E+00
Cs-137 3.11E-03 +/- 1.29E-03
Co-60 0.00E+00 +/- 0.00E+00

Calcs: Use 1st

Depth (in): 22.5

% Volume: 50

Analyst: Martin Winterrose

1000-122001-0001 89
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CdNBERRd

Dec 20,2001

Joan Kessner
Bechtel Hanford Inc.
3350 George Washington Way
Richland, Wa 99352

Re: 233S Batch Data Report

Enclosed is our first batch report for 55 gallon drums from 233S as promised.

Please pass along so all can enjoy over the holidays

Happy Holidays,

Bruce M. Gillespie

Canberra Industries 800 Research Parkway Meriden, Connectlcut 06450 Tel. 203-238-2351 Fax 203-235-1347

A Division of Packard BloSclence Company



Batch Data Report
For

233-S ISOCS NDA Assays

Measurement and Analysis by: e^ Date:
o/̂

ZZ4

Data Review by: Date: /Z 2a D

^2122232^^va

f9_,

Y,2 :1u



1. Introduction

This report covers 55 gallon drums assayed by Canberra Hanford using the In Situ Object
Counting System (ISOCS). All measurements were performed in accordance with the
"Sampling and Analysis Plan for the 233-S Plutonium Concentration Facility" (DOE/RL-
97-87 Rev. 1) and the Canberra Hanford Quality Control Plan and procedures.

Measurements were performed at 233-S from Oct 25, 2001 through Nov 13, 2001.

All measurements in this batch are 55 gallon drums. The batch includes 14 drums and
one replicate measurement. All drums are above the 100 nCi/g TRU/LLW sorting
criteria.

2. Technical Information

All drums were assayed by performing four assay measurements in 90 degree increments
around the drum. The detector was centered vertically on the drum and located at a
distance of 24" from the side of the drum. The spectra from the four measurements were
summed to provide a single spectrum that provides an average response for the drum.

The ISOCS efficiency calibration was created based on the assumption that the drum was
full and had an average density based on the net weight of the drum (waste matrix only)
divided by the drum volume (208 liters). Matrix material types were varied somewhat to
improve the correlation of results between the low and high energy Pu-239 gamma lines.

Final results are calculated using the Analysis V3a spreadsheet.

Some measurements had Np-237 concentrations that exceeded the warning criteria on the
spreadsheet. Most of these were very close to the warning level and were not significant
enough to cause interference problems with the Pu-239 results. In some cases the 129 or
375 keV result was used in place of the 414 keV result if it appeared to provide a better
result.

It should be noted that in all measurements performed as a part of this batch, the actual
total measurement uncertainty should be significantly lower than the reported value since
the uncertainty calculation for the Am-241 is based on the 59.5 keV gamma, and these
drum assays all have good results for the higher energy Am-241 gammas.

3. Quality Control Results

Daily background and QC check source measurements are performed on the system.
Charts for these measurements are on pages 4 - 8 of this report. The control charts cover

1000-122001-0001



the period from Oct 23, 2001 - Nov 17, 2001. All measurements for this period are in
control.

A replicate count was performed on drum number 233S-01-0023. The original and
replicate results agree within acceptable limits as shown below for the key measurement
nuclide Pu-239.

Replicate Analysis
Pu-239(orig) - Pu-239(rep) 5.5

1.96' Sqrt(unc(orig)A2+unc(rep)A2) 160.4916

4. Summary of Results

Full data packages for each drum are included as an attachment. The following data is a
summary of the total TRU activity results and plutonium gram values for each assay.

Drum ID Drum Net
Weight (kg)

TRU Act nCi/g TMU Uncert
(nCi/g)

Pu Mass
(g)

Pu Mass(g)
+ 3 sigma

233S-01-0002 96.5 3.70E+04 +/- 3.13E+04 2.51E+01 5.68E+01
233S-01-0003 124.5 3.35E+02 +/- 2.96E+02 2.87E-01 6.52E-01
2335-01-0005 110.8 9.66E+02 +/- 1.01E+03 6.83E-01 1.55E+00
2335-01-0006 53.8 2.34E+02 +/- 5.94E+01 9.67E-02 1.68E-01
2335-01-0008 126.2 3.51 E+03 +/- 3.41 E+03 2.93E+00 6.63E+00
2335-01-0010 65.5 9.13E+02 +1- 5.41E+02 4.73E-01 1.07E+00
2335-01-0011 68 2.53E+03 +/- 1.21E+03 9.71E-01 2.20E+00
2335-01-0014 90 1.72E+03 +/- 8.26E+02 1.29E+00 2.92E+00
233S-01-0021 106.9 2.73E+03 +/- 2.31E+03 2.05E+00 4.63E+00
2335-01-0023 99.4 2.32E+03 +/- 2.88E+03 1.33E+00 3.01 E+00
233S-01-0023 Replicate 2.41 E+03 +/- 3.11 E+03 1.E+0034 3.03E+00
2335-01-0024 161.4 2.32E+03 +/- 1.22E+03 3.04E+00 1.04E+01
233S-01-0025 138.9 4.28E+02 +/- 9.36E+02 4.52E-01 1.55E+00
2335-01-0026 123.5 9.12E+02 +/- 9.31E+02 7.26E-01 1.64E+00
233S-01-0027 98.3 5.59E+02 +/- 5.42E+02 3.74E-01 1.32E+00

T

Th^s is replaced by Memo da+eQ Hlaloa
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Control Charts
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ISOCS NDA Operatin.g Procedure

Revision 2

Bldg 233-S
NDA Item Description Sheet
Bot e r li de eometry

33•S

Put Dimensions on Bottle

Item ID: 23Z5 -o/-Gent7) Z_

Weight (kg): 2^C)^/

Material Description: 5^_T^ ^ iz s ^^_ ^

Packaging: -rj5 6--1^^

Detector Distance ( in): 24

e aC7"

Detector Filters:

Dose Rate: 1^ . S

Comments: ^.z (^CA2wrS I Q?CD `,v CYT ^,^-1

C^^n50

14

Cirz^sS izz•'t 1

TIrZ--- Z4•-SnQ^,

AD^- T ^Co - LI Co

, '-ic-,r, 33

1000-122001-0001 9A
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233-S Item Analysis Spreadsheet Version 3.Ob

Sample Info: Item ID: 233s-01-0002
File Name: 950

Data Input:

Item Parameters:

Isotope
Activity
(uCi/k )

Meas
Uncert

Pu-239 (129)
Pu-239 (414) 1.40E+04 1.10E+03

Am-241 1.01E+04 3.98E+02
Np-237 4.96E+00 2.38E-01
U-238
U-235
Cs-137 1.63E-02 1.22E-03
Co-60

Contanunation: 1 Intemal Item Type: Barrel

Dimensions:

LenBth (in): 33.5 Width (in): 22.5
Weight (]bs): 212.2 Depth for TMU (in): 4

Am-241 Calcs:

Nuclide Activities:

Results:

Comments:

Analyst:

Measured 1.01E+04 +/- 3.04E+04

Calculated 1.94E+04 +/- 2.09E+04

1/14/02

Assay Date: 12-Nov-01

File Name:

Activity

Use Meas

Isotope Activity

(nCi/g)

Total Unc

I sigma
Pu-238 5.67E+03 +/- 2.38E+03
Pu-239 1.40E+04 +/- 5.87E+03
Pu-240 7.28E+03 +/- 3.06E+03
Pu-241 2.72E+04 +/- 1.14E+04
Pu-242 7.36E+00 +/- 3.09E+00

Am-241 1.01 E+04 +/- 3.04E+04

Np-237 4.96E+00 +/- 2.06E+00
U-238 O.OOE+00 +/- O.00E+00
U-235 0.00E+00 +/- O.00E+00
Cs-137 1.63E-02 +/- 6.83E-03
Co-60 O.00E+00 +/- O.00E+00

Calcs: Use lst

Depth (in): 22.5

% Volume: 50

Errors:
NeiAltt is net. Gross wt. - Tare wt.

Martin Winterrose Date: 3/20/02

1000-040202-0001 3



C;IISOCSIAUX_INSIIGEOryf ETRY10002hs f
Printed at 12:51 on 20 Dec 2004 'Page 1 of

1#Date& Time: Thu Dec 20 08:56:37 2001
-g=SIMPLE CYLINDER
-description=233S-01-0002
-comment=DRUM_WITH_SAMPLES
-Ccollimator=50MM-180D
-crpn=4

-Detector=7219
-Convergence in %=1 -MDRPN=4
-Lunit=IN -Tunit=C -,Dunit=G/CU.C -Punit=MM.HG
-at=20 -ap=760 -rh=50

-Energies kev= 50.000, 100.000, 128.000,
300.000, 500.000, 700.000,

4000.000,
-Error in %= 10.000, 10.000, 10.000,

8.000, 6.000, 6.000,
4.000,

-dl.1=0.0625 -dl.2=22.5 -dl .3=33.5
-d3.1=33 -3mater=SAMPLEHS -3den=0.4633
-2Absor=0.0312 -2Amater=CADMIUM -2Aden=8.
-sdl=24

130.000, 150.000, 200.000,#
1000.000, 1400.000, 2000.000,#

10.000, 10.000, 8.000,#
4.000, 4.000, 4.000,#

-lmater=CSTEEL -lden=7.86
-3con=1

642

1000-122001-0001 11



C A N B E R R A I S 0 C S A N A L Y S I S

Report Generated On

Sample Title
Spectrum Description
Sample Identification
Sample Size

12/20/01 9:00:45 AM

233s-01-0002 @270

0950
96.5 kg

Sample Taken On : 11/12/01 2:24:00 PM
Acquisition Started : 11/12/01 2:24:18 PM

Live Time: 1800.0 se conds Real Time: 1925.0 seconds

ISOCS Calabration . 2335-01-0002
Energy Cal ibration Used Done On . 2/27/01
Efficiency Calibration Used Done On : 12/20/01

P E A K A N A L Y S I S R E P 0 R T

Peak Peak Energy Net Peak Net Area Continuum
No. centroid (keV) Area Uncert. Counts

1 239.26 59.90 5.28E+005 17876.1 5.51E+004
2 292.03 73.09 3.53E+004 1605.04 5.94E+004
3 301.16 75.37 6.66E+004 2004.24 6.16E+004
4 340.16 85.12 2.38E+004 3256.94 6.91E+004
5 396.14 99.11 1.71E+005 5540.92 7.50E+004
6 413.90 103.55 1.OOE+005 4817.48 7.59E+004
7 445.55 111.46 4.73E+004 2232.23 8.17E+004
8 460.01 115.07 2.68E+004 2406.94 8.13E+004
9 502.63 125.72 4.41E+004 2140.04 7.80E+004

10 518.72 129.74 1.39E+005 1055.96 7.67E+004
11 576.61 144.21 6.46E+003 730.11 7.44E+004
12 586.96 146.80 5.88E+003 1204.65 7.41E+004
13 595.79 149.00 2.OOE+004 445.38 7.38E+004
14 610.76 152.75 2.94E+003 367.17 7.31E+004
15 644.20 161.10 6.03E+003 623.05 7.12E+004
16 660.18 165.10 6.96E+003 485.42 7.01E+004
17 680.23 170.11 3.54E+003 649.76 7.29E+004
18 718.37 179.64 2.01E+003 224.19 6.90E+004
19 758.41 189.65 2.93E+003 221.14 6.44E+004
20 783.32 195.87 5.93E+003 224.67 6.12E+004
21 815.53 203.92 2.34E+004 402.47 5.68E+004
22 833.50 208.41 1.09E+005 785.73 5.45E+004
23 953.60 238.43 1.77E+003 179.01 4.36E+004
24 974.65 243.69 1.19E+003 179.46 4.48E+004
25 1022.84 255.73 3.48E+003 177.49 4.13E+004
26 1058.54 264.65 1.35E+003 177.65 3.84E+004
27 1071.61 267.92 3.71E+003 196.88 3.72E+004
28 1087.58 271.91 4.53E+003 184.77 3.58E+004
29 1201.86 300.47 9.47E+004 1067.08 2.31E+004
30 1248.91 312.23 5.62E+005 2238.27 1.74E+004
31 1293.00 323.25 3.47E+003 416.11 1.36E+004
32 1332.26 333.06 2.77E+004 330.00 1.22E+004
33 1343.50 335.87 1.43E+004 390.69 1.17E+004
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34 1363.39 340.84 6.56E+004 3366.78 1.07E+004
35 1378.45 344.60 1.06E+004 2765.32 9.90E+003
36 1474.36 368.58 8.31E+003 685.23 6.65E+003
37 1501.55 375.37 6.04E+004 1522.27 5.95E+003
38 1502.57 375.63 4.43E+004 7028.73 5.93E+003
39 1521.89 380.45 1.13E+004 1247.60 5.46E+003
40 1533.71 383.41 8.81E+003 947.40 5.17E+003
41 1572.99 393.22 2.15E+004 402.83 4.38E+003
42 1595.34 398.81 1.91E+004 152.32 4.01E+003

1000-122001-0001 13



Peak Peak Energy Net Peak Net Area Continuum
No. centroid (keV) Area Uncert. Counts

43 1656.18 414.02 5.94E+004 467.06 2.93E+003
44 1664.41 416.07 2.37E+004 411.02 2.79E+003
45 1691.67 422.88 4.37E+003 153.33 2.27E+003
46 1708.25 427.03 1.21E+003 78.99 1.93E+003
47 1784.71 446.14 3.52E+002 38.96 1.44E+003
48 1807.40 451.81 7.20E+003 104.47 1.37E+003
49 2046.08 511.46 4.60E+002 53.41 8.35E+002
50 2333.54 583.30 4.20E+002 29.71 5.41E+002
51 2391.63 597.82 1.88E+002 24.27 4.87E+002
52 2438.80 609.61 2.31E+002 25.01 4.84E+002
53 2476.88 619.12 1.09E+003 39.66 4.58E+002
54 2563.68 640.82 3.04E+002 40.53 3.72E+002
55 2584.45 646.01 4.29E+002 47.47 3.47E+002
56 2611.97 652.89 7.95E+002 46.75 3.17E+002
57 2647.59 661.79 3.46E+003 234.19 2.76E+002
58 2650.74 662.57 7.23E+003 218.13 2.71E+002
59 2756.12 688.91 4.99E+002 31.62 2.24E+002
60 2889.31 722.20 3.22E+003 80.26 1.88E+002
61 3025.68 756.26 2.11E+002 18.80 1.36E+002
62 3069.15 767.14 1.52E+002 43.95 1.24E+002
63 3484.99 871.07 1.50E+002 15.98 8.57E+001
64 4006.49 1001.40 7.59E+001 12.00 6.32E+001
65 4484.62 1120.90 6.33E+001 11.21 4.32E+001
66 5102.46 1275.30 2.80E+002 18.66 3.80E+001
67 5849.13 1461.91 5.29E+002 23.98 1.72E+001
68 7067.77 1766.47 8.37E+001 10.48 8.11E+000
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^ N U C L I D E I D E N T I F I C A T I O N

Nuclide Id Energy Yield Activity
Name Confidence (keV) M (uCi)

CS-137 0.999
PA-234M 0.995
NP-237 0.998

Pu-239 0.993

AM-241 0.995

PU-241 0.959

661. 65*
1001. 03*
300. 17*
312. 00*
340. 60*
375. 45*
415. 76*
129. 28*
375. 00*
413. 70*
451. 50* @
59. 54*

125. 28*
335. 40*
662. 42* @
722. 70*
114. 00*
332. 60*

R E P O R T

Activity
Uncertainty

85.12 1.62946E-002
0.59 5.54242E-002
6.20 4.77882E+000

361.00 4.95662E+000
4'.20 5.14050E+000
0.68 3.04235E+001
1.75 4.84179E+000
0.01 1.30680E+004
0.00 1.30744E+004
0.00 1.39852E+004
0.00 1.39397E+004

35.70 1.37299E+004
0.00 7.14139E+003
0.00 9.44138E+003
0.00 8.05620E+003
0.00 1.00650E+004
0.02 1.07338E+003
0.00 3.12735E+003

1.21622E-003
8.89564E-003
2.36740E-001
2.37758E-001
3.55275E-001
1.54484E+000
2.16374E-001
2.19635E+003
1.06072E+003
1.09730E+003
5.82304E+002
1.18581E+003
4.89781E+002
5.10138E+002
3.50441E+002
3.98453E+002
1.12567E+002
1.50915E+002

I N T E R F E R E N C E C O R R E C T E D R E P O R T

Nuclide
Name

CS-137
PA-234M
NP-237
Pu-239 @
AM-241 @
PU-241

Nuclide
Id

Confidence

0.999
0.995
0.998
0.993
0.995
0.959

Wt mean
Activity
(uCi/kg

1.629459E-002
5.542416E-002
4.864962E+000
1.280016E+004
9.267636E+003
1.807629E+003

Wt mean
Activity
Uncertainty

1.216222E-003
8.895642E-003
1.239251E-001
3.588330E+002
2.580182E+002
9.023120E+001

?= nuclide is part of an undetermined solution
X = nuclide rejected by the interference analysis
@= nuclide contains energy lines not used in Weighted Mean Activity

Errors quoted at 1.000 sigma
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Nuclide MDA Report 12/20/01 9:00:45 AM Page 5

**************************************************************************

***** N U C L I D E M D A R E P O R T *****
**************************************************************************

Nuclide Energy Yield Line MDA Nuclide MDA Activity
Name (keV) M (uCi/kg ) (uCi/kg ) (uCi/kg

CO-60 1173.22 100.00 2.8154E-004 2.33E-004 1.3465E-004
1332.49 100.00 2.3329E-004 -6.8874E-005

CS-134 475.35 1.46 6.4131E-002 3.82E-004 -7.4872E-002
563.23 8.38 8.5990E-003 5.8017E-004
569.32 15.43 4.5817E-003 -1.7209E-003
604.70 97.60 7.4116E-004 1.3962E-004
795.84 85.40 3.8244E-004 1.0942E-005
801.93 8.73 3.7727E-003 -8.9308E-004
1038.57 1.00 2.8959E-002 1.0093E-002
1167.94 1.80 1.5699E-002 7.8844E-003
1365.15 3.04 7.1482E-003 -3.5654E-003

+ CS-137 661.65* 85.12 3.7665E-004 3.77E-004 1.6295E-002
+ NP-237 300.17* 6.20 3.5817E-002 5.45E-003 4.7788E+000

312.00* 36.00 5.4454E-003 4.9566E+000
340.60* 4.20 3.7841E-002 5.1405E+000
375.45* 0.68 1.8225E-001 3.0424E+001
415.76* 1.75 5.0659E-002 4.8418E+000

+ Pu-239 129.28* 0.01 1.2143E+002 5.99E+001 1.3068E+004
375.00* 0.00 7.8323E+001 1.3074E+004
413.70* 0.00 5.9929E+001 1.3985E+004
451.50* 0.00 3.3927E+002 1.3940E+004

+ AM-241 59.54* 35.70 2.8474E+001 2.85E+001 1.3730E+004
125.28* 0.00 2.1106E+002 7.1414E+003
335.40* 0.00 3.3393E+002 9.4414E+003
662.42* 0.00 8.8362E+001 8.0562E+003
722.70* 0.00 2.0772E+002 1.0065E+004

+ PU-241 114.00* 0.02 5.3182E+001 5.32E+001 1.0734E+003
332.60* 0.00 5.8339E+001 3.1274E+003

CM-243 209.70 3.27 2.0973E-001 3.07E-002 9.7231E+000
228.18 10.56 4.3595E-002 -1.9098E-002
277.60 14.00 3.0660E-002 -2.4363E-002

+ = Nuclide identified during the nuclide identification
* = Energy line found in the spectrum
> = MDA value not calculated
@= Half-life too short to be able to perform the decay correction

N U C L I D E T O T A L S ^

Nuclide Mass (g)

Pu-239 1.99E+001 +/- 5.58E-001
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ISOCS NDA Operating Procedure
Revision 2

Bldg 233-S
NDA Item Description Sheet
Bottle or Cylinder Geometry

Put Dimensions on Bottle

Itern ID: Z33S- o/ - c;M3

Weight (kg): 33/ -, P5

Material

Packaging: GC, t-t V-^-i _ `7ct ^..

Detector Distance (in): ? _ ^

Detector Filters: A JorJ c^

Dose Rate: ^- ,5

Comments: ^/Co,. ^r^ orurr_ ^Ae^0 5tu

33,5

14

^^ 1zy,s r

'S9
!'a

1000-122001-0001 17
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233-S Item Analysis Spreadsheet Version 3.Ob 1/14/02

Sample Info: Item ID: 233s-01-0003 Assay Date: 7-Nov-01

File Name: 940 File Name:

Data Input:

Isotope
Activity
(uCi/kg)

Meas
Uncert

Pu-239 (129)

Pu-239 (414) 1.24E+02 1.11E+01
Am-241 9.57E+01 8.73E+00
Np-237 1.93E-02 1.00E-03
U-238

U-235

Cs-137 5.86E-04 5.86E-05
Co-60

Meas

Uncert

Item Parameters:

Contamination: Internal , Item Type: Barrel

Dimensions:

Length (in): 33.5 Width (in): 22.5
Weight (lbs): 273.9 Depth for TMU (in): 4

Am-241 Calcs:

Nuctide Activities:

Results:

Comments:

Analyst:

Measured 9.57E+01 +/- 2.90E+02
Calculated 1.72E+02 +/- 1.87E+02

Use Meas

Isotope Activity

(nCJ )
Total Unc

I sigma
Pu-238 5.03E+01 +/- 2.12E+01
Pu-239 1.24E+02 +/- 5.24E+0I
Pu-240 6.46E+01 +/- 2.73E+01
Pu-241 2.41 E+02 +/- 1.02E+02
Pu-242 6.53E-02 +/- 2.76E-02
Am-241 9.57E+01 +/- 2.90E+02
Np-237 1.93E-02 +/- 8.02E-03
U-238 O.00E+00 +/- O.00E+00
U-235 0.00E+00 +/- O.00E+00
Cs-137 5.86E-04 +/- 2.49E-04
Co-60 0.00E+00 +/- O.OOE+00

Calcs: Use lst

Depth (in): 22.5
% Volume: 50

Errors:
Wei t is Net Wt. 331.81bs. - 57.9 lbs.= 273.9

Martin Winterrose Date: 3/20/02
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#Date & Time: Thu Dec 20 09:12:22 2001
-g=SIMPLE CYLINDER
-description=233S-01-0003
-comment=DRUM_WITHSAMPLES
-Ccollimator=50MM-180D
-crpn=4
-Detector=7219
-Convergence in %=1 -MDRPN=4
-Lunit=IN -Tunit=C -Dunit=G/CU.C -Punit=MM.HG
-at=20 -ap=760 -rh=50
-Energies kev= 50.000, 100.000, 128.000, 130.000, 150.000, 200.000,#

300.000, 500.000, 700.000, 1000.000, 1400.000, 2000.000,#
4000.000,

-Error in 10.000, 10.000, 10.000, 10.000, 10.000, 8.000,#
8.000, 6.000, 6.000, 4.000, 4.000, 4.000,#
4.000,

-d1.1=0.0625 -dl.2=22.5 -dl.3=33.5 -lmater=CSTEEL -lden=7.86
-d3.1=33 -3mater=SAMPLES -3den=0.598 -3con=1
-sdl=24
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C A N B E R R A

Report Generated On

Sample Title
Spectrum Description
Sample Identification
Sample Size

I S 0 C S A N A L Y S I S

12/20/01 9:13:49 AM

233s-01-0003 @270

0940
124.5 kg

Sample Taken On : 11/07/01 2:39:00 PM
Acquisition Started : 11/07/01 2:40:01 PM

Live Time: 1800.0 seconds Real Time: 1820.3 seconds

ISOCS Calabration . 233S-01-0003
Energy Calibration Used Done On . 2/27/01
Efficiency Calibration Used Done On : 12/20/01

P E A K A N A L Y S I S R E P O R T

Peak Peak Energy Net Peak Net Area Continuum
No. centroid (keV) Area Uncert. Counts

1 239.26 59.90 4.97E+005 18281.0 7.26E+003
2 340.53 85.21 1.11E+003 80.54 4.25E+003
3 348.82 87.28 3.89E+002 84.24 4.24E+003
4 379.70 95.00 1.16E+003 76.08 4.18E+003
5 396.08 99.09 4.21E+003 147.36 4.13E+003
6 413.68 103.49 2.08E+003 127.97 4.04E+003
7 445.39 111.42 8.26E+002 69.41 4.13E+003
8 460.82 115.27 4.81E+002 71.60 4.01E+003
9 502.82 125.77 6.44E+002 59.97 3.64E+003

10 518.82 129.77 2.53E+003 74.61 3.47E+003
11 815.82 203.99 3.13E+002 32.15 9.12E+002
12 833.59 208.43 9.01E+002 40.34 8.43E+002
13 1201.83 300.47 4.45E+002 28.87 3.77E+002
14 1248.85 312.22 2.67E+003 55.07 3.19E+002
15 1332.43 333.10 3.07E+002 24.09 2.82E+002
16 1343.68 335.91 1.28E+002 20.63 2.75E+002
17 1363.66 340.91 3.28E+002 38.42 2.63E+002
18 1379.34 344.83 2.23E+002 39.96 2.47E+002
19 1409.33 352.32 1.19E+002 17.08 2.14E+002
20 1501.65 375.40 7.49E+002 31.71 1.94E+002
21 1522.43 380.59 1.28E+002 17.99 1.84E+002
22 1532.28 383.05 1.17E+002 17.13 1.82E+002
23 1572.68 393.15 2.47E+002 20.21 1.65E+002
24 1656.17 414.01 6.52E+002 28.39 1.25E+002
25 1664.41 416.07 1.10E+002 15.92 1.23E+002
26 1807.06 451.72 7.98E+001 13.11 9.80E+001
27 2045.11 511.22 1.27E+002 14.82 8.25E+001
28 2334.57 583.56 7.11E+001 12.29 6.20E+001
29 2438.56 609.55 1.40E+002 14.61 5.85E+001
30 2649.05 662.15 1.50E+002 14.22 4.18E+001
31 3646.67 911.48 7.98E+001 11.05 3.26E+001
32 5848.96 1461.87 5.74E+002 24.67 8.42E+000
33 7066.17 1766.07 4.84E+001 7.98 3.32E+000
1000-122001-0001 20
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N U C L I D E I D E N T I F I C A T I 0 N R E P O R T

Nuclide Id Energy Yield Activity Activity
Name Confidence (keV) ($) (uCi) Uncertainty

CS-137 0.990
NP-237 0.998

Pu-239 0.992

AM-241 0.995

PU-241 0.943

661. 65*
300.17*
312.00*
340.60*
375.45*
415.76*
129.28*
375. 00*
413.70*
451.50* @
59.54*

125.28*
335.40*
662.42* @
722.70
114.00*
332. 60*

85.12 5.86931E-004
6.20 1.84608E-002

36.00 1.93091E-002
4.20 2.09127E-002
0.68 3.06220E-001
1.75 1.81217E-002
0.01 1.27379E+002
0.00 1.31597E+002
0.00 1.24011E+002
0.00 1.25095E+002

35.70 9.56752E+001
0.00 5.24802E+001
0.00 6.91366E+001
0.00 1.38777E+002
0.00
0.02 7.84692E+000
0.00 2.82659E+001

5.86999E-005
1.49161E-003
1.00519E-003
2.63722E-003
1.87090E-002
2.72940E-003
2.17130E+001
1.15748E+001
1.10855E+001
2.11184E+001
8.37864E+000
5.50626E+000
1.15765E+001
1.38742E+001

1.24334E+000
2.58034E+000

I N T E R F E R E N C E C O R R E C T E D R E P 0 R T

Nuclide Wt mean Wt mean
Nuclide Id Activity Activity
Name Confidence (uCi/kg ) Uncertainty

CS-137 0.990 3.077806E-004 6.140218E-005
NP-237 0.998 1.912185E-002 7.626670E-004
Pu-239 @ 0.992 1.250979E+002 4.313355E+000
AM-241 @ 0.995 6.600361E+001 4.276113E+000
PU-241 0.943 1.169446E+001 1.120087E+000

?= nuclide is part of an undetermined solution
X = nuclide rejected by the interferen ce analysis
@= nuclide contains energy lines not used in Weighted Mean Activity

Errors quoted at 1.000 sigma
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Nuclide MDA Report 12/20/01 9:13:50 AM Page 4

**************************************************************************

***** N U C L I D E M D A R E P 0 R. T *****
**************************************************************************

Nuclide Energy Yield Line MDA Nuclide MDA Activity
Name (keV) ($) (uCi/kg ) (uCi/kg ) (uCi/kg

00-60 1173.22 100.00 1.9303E-004 1.71E-004 -8.7888E-005
1332.49 100.00 1.7055E-004 3.3052E-005

CS-134 475.35 1.46 1.6188E-002 2.37E-004 -2.1998E-004
563.23 8.38 2.6563E-003 -3.6260E-004
569.32 15.43 1.4832E-003 5.6146E-004
604.70 97.60 2.8656E-004 6.1334E-005
795.84 85.40 2.3746E-004 2.4499E-004
801.93 8.73 2.3355E-003 1.2861E-005

1038.57 1.00 1.9763E-002 1.8909E-003
1167.94 1.80 1.0346E-002 -9.5630E-004
1365.15 3.04 4.9219E-003 -3.7399E-004

+ CS-137 661.65* 85.12 1.2847E-004 1.28E-004 5.8693E-004
+ NP-237 300.17* 6.20 3.8558E-003 6.20E-004 1.8461E-002

312.00* 36.00 6.2024E-004 1.9309E-002
340.60* 4.20 4.9927E-003 2.0913E-002
375.45* 0.68 2.7613E-002 3.0622E-001
415.76* 1.75 8.9426E-003 1.8122E-002

+ Pu-239 129.28* 0.01 1.3931E+001 1.04E+001 1.2738E+002
375.00* 0.00 1.1866E+001 1.3160E+002
413.70* 0.00 1.0396E+001 1.2401E+002
451.50* 0.00 7.6392E+001 1.2510E+002

+ AM-241 59.54* 35.70 7.6899E-002 7.69E-002 9.5675E+001
125.28* 0.00 2.3080E+001 5.2480E+001
335.40* 0.00 4.3057E+001 6.9137E+001
662.42* 0.00 3.0376E+001 1.3878E+002
722.70 0.00 1.8102E+002 2.2889E+002

+ PU-241 114.00* 0.02 4.8535E+000 4.85E+000 7.8469E+000
332.60* 0.00 7.4292E+000 2.8266E+001

CM-243 209.70 3.27 1.9013E-002 2.99E-003 5.1726E-002
228.18 10.56 4.5372E-003 1.4038E-005
277.60 14.00 2.9870E-003 2.2170E-003

+= Nuclide identified during the nuclide identification
* = Energy line found in the spectrum
> = MDA value not calculated
@= Half-life too short to be able to perform the decay correction

N U C L I D E T O T A L S

Nuclide . Mass (g)

Pu-239 2.51E-001 +/- 8.66E-003
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Bldg 233s
NDA Item Description Sheet

Bottle Geometry

33h

Put Dimensions on Bottle

Item ID: Z33S -oi -ccr>5

Weight (kg): ,a,Di .-to

\\^.

i 3-I . V3(^-

Z4 •3c'6

\ 1E7^$ Z-

5323

Material Description: -

Packaging:

Detector Distance (in): 2 -4

Detector Filters:

Dose Rate: G . S

Comments: 6T,! , 1
n r= /B1v 6;.c-, nal Zua

1000-122001-O00I
14
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233-S Item Analysis Spreadsheet Version 3.Ob

Sample Info: Item ID: 233s-01-0005
File Name: 926

Data Input:

Item Parameters:

Isotop e
Activity

(uCi/k )

Meas

Uncert

Pu-239 (129)
Pu-239 (414) 3.31E+02 2.82E+01

Am-241 3.28E+02 2.87E+01

Np-237 1.94E-01 9.36E-03
U-238
U-235
Cs-137 6.10E-03 7.51E-04
Co-60

Contamination: Internal Item Type: Barrel

Dimensions:

Length (in): 33.5 Width (in): 22.5

Weight (lbs): 243.8 Depth for TMU (in): 4

Am-241 Cales:

Nuclide Activities:

Results:

Comments:

Analyst:

Measured 3.28E+02 +/- 9.93E+02

Calculated 4.58E+02 +/- 4.97E+02

1/14/02

Assay Date: 5-Nov-01

File Name:

Use Meas

Isotope Activity

(nCi))

Total Unc

1 sigma
Pu-238 1.34E+02 +/- 5.65E+01
Pu-239 3.31E+02 +/- 1.39E+02

Pu-240 1.72E+02 +/- 7.27E+01
Pu-241 6.44E+02 +/- 2.72E+02
Pu-242 1.74E-01 +/- 7.34E-02

Am-241 3.28E+02 +/- 9.93E+02

Np-237 1.94E-01 +/- 8.05E-02
U-238 0.00E+00 +/- 0.00E+00
U-235 0.00E+00 +/- O.OOE+00
Cs-137 6.10E-03 +/- 2.62E-03
Co-60 O.00E+00 +/- O.00E+00

Calcs: Use Ist

Depth (in): 22.5
% Volume: 50

Net Wt.used. High Np-237 ratio does not affect final Errors:High Np-237 ratio,
results.

Martin Winterrose Date: 3/20/02 -1

1000-040202-0001 5



#Date & Time: Thu Dec 20 09:26:23 2001
-g=SIMPLE CYLINDER
-description=233S-01-0005
-comment=DRUMWITHSAMPLES
--Ccollimator=50MM-180D
-crpn=4
-Detector=7219
-Convergence in %=1 -MDRPN=4
-Lunit=IN -Tunit=C -Dunit=G/CU.C -Punit=MM.HG
-at=20 -ap=760 -rh=50
-Energies kev= 50.000, 100.000, 128.000, 130.000, 150.000, 200.000,#

300.000, 500.000, 700.000, 1000.000, 1400.000, 2000.000,#
4000.000,

-Error in $= 10.000, 10.000, 10.000, 10.000, 10.000, 8.000,#
8.000, 6.000, 6.000, 4.000, 4.000, 4.000,#
4.000,

-dl.1=0.0625 -dl.2=22.5 -d1 .3=33.5 -imater=CSTEEL -1den=7.86
-d3.1=33 -3mater=SAMPLES -3den=0.5323 -3con=1
-sdl=24
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C A N B E R R A

Report Generated On

Sample Title
Spectrum Description
Sample Identification
Sample Size

I S O C S A N A L Y S I S

: 12/20/01 9:28:59 AM

233s-01-0005 @ 270

0926
110.8 kg

Sample Taken On : 11/05/01 10:00:00 AM

Acquisition Started : 11/05/01 10:00:52 AM

Live Time: 1800.0 seconds Real Time: 1869.8 seconds

ISOCS Calabration . 2335-01-0005
Energy Calibration Used Done On 2/27/01
Efficiency Calibration Used Done On : 12/20/01

P E A K A N A L Y S I S R E P 0 R T

Peak Peak Energy Net Peak Net Area Continuum
No. centroid (keV) Area Uncert. Counts

1 239.39 59.93 1.71E+006 61880.5 3.01E+004
2 292.21 73.13 3.53E+003 164.89 1.33E+004
3 301.32 75.41 7.02E+003 208.22 1.32E+004
4 340.52 85.21 2.58E+003 507.05 1.26E+004
5 380.02 95.08 4.20E+003 187.14 1.17E+004
6 396.37 99.17 1.60E+004 498.06 1.14E+004
7 413.93 103.55 8.57E+003 331.32 1.10E+004
8 445.90 111.54 2.89E+003 151.99 1.11E+004
9 460.27 115.14 1.52E+003 131.33 1.07E+004

10 476.54 119.20 5.28E+002 136.21 1.03E+004
11 503.06 125.83 2.71E+003 166.81 9.51E+003
12 518.99 129.81 5.86E+003 116.00 8.98E+003
13 577.26 144.37 3.50E+002 80.34 7.93E+003
14 834.17 208.58 3.60E+003 79.33 4.88E+003
15 1202.64 300.67 4.53E+003 84.21 2.49E+003
16 1249.70 312.43 2.60E+004 169.80 2.14E+003
17 1333.14 333.28 8.98E+002 49.62 1.85E+003
16 1344.36 336.08 5.05E+002 48.54 1.81E+003
19 1364.20 341.04 2.90E+003 95.37 1.73E+003
20 1378.95 344.73 3.10E+002 79.21 1.66E+003
21 1476.17 369.03 2.22E+002 43.34 1.44E+003
22 1503.02 375.74 2.19E+003 62.33 1.40E+003
23 1523.63 380.89 3.10E+002 44.89 1.35E+003
24 1534.24 383.54 3.11E+002 38.07 1.33E+003
25 1573.71 393.41 5.70E+002 40.15 1.28E+003
26 1596.45 399.09 8.68E+002 44.24 1.25E+003
27 1657.20 414.27 1.68E+003 56.84 1.24E+003
28 1665.45 416.33 1.15E+003 52.10 1.24E+003
29 1809.18 452.25 1.68E+002 33.53 1.14E+003
30 2646.83 661.60 1.49E+003 177.62 1.64E+002
31 2649.91 662.37 2.36E+004 250.32 1.60E+002
32 2890.96 722.61 1.40E+002 14.80 5.67E+001
33 5853.16 1462.92 5.50E+002 24.09 5.03E+000
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N U C L I D E I D E N T I F I C A T I O N R E P O R T

Nuclide Id Energy Yield
Name Confidence (keV) M

Activity
(uCi)

Activity
Uncertainty

CS-137 1.000
NP-237 0.992

Pu-239 0.987

AM-241 0.994

PU-241 0.953

661.65* 85.12
300. 17* 6.20
312. 00* 36.00
340. 60* 4.20
375. 45* 0.68
415. 76* 1.75
129. 28* 0.01
375. 00* 0.00
413. 70* 0.00
451. 50* @ 0.00
59. 54* 35.70

125. 28* 0.00
335. 40* 0.00
662. 42* @ 0.00
722. 70* 0.00
114. 00* 0.02
332. 60* 0.00

6.09676E-003
1.93398E-001
1.94130E-001
1.90959E-001
9.26453E-001
1.95675E-001
2.98818E+002
3.98140E+002
3.30976E+002
2.73359E+002
3.28483E+002
2.23544E+002
2.81154E+002
2.28119E+004
3.84728E+002
2.52199E+001
8.52749E+001

7.51865E-004
9.99811E-003
9.36409E-003
1.08495E-002
4.85771E-002
1.20076E-002
5.05166E+001
3.27175E+001
2.81598E+001
5.55489E+001
2.86837E+001
1.75081E+001
3.00142E+001
7.55031E+002
4.23962E+001
2.56961E+000
6.17230E+000

I N T E R F E R E N C E C 0 R R E C T E D R E P 0 R T

Nuclide Wt mean Wt mean
Nuclide Id Activity Activity
Name Confidence (uCi/kg ) Uncertainty

CS-137 1.000 6.096758E-003 7.518648E-004
NP-237 0.992 1.935433E-001 5.187192E-003
Pu-239 @ 0.987 3.130111E+002 1.008289E+001
AM-241 @ 0.994 2.693067E+002 1.275764E+001
PU-241 0.953 3.409092E+001 2.372244E+000

?= nuclide is part of an undetermined solution
X = nuclide rejected by the interferen ce analysis
@= nuclide contains energy lines not used in Weighted Mean Activity

Errors quoted at 1.000 sigma
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Nuclide MDA Report 12/20/01 9:28:59 AM Page 4

**************+***********************************************************

***** N U C L I D E M D A R E P 0 R T *****
**************************************************************************

Nuclide Energy Yield Line MDA Nuclide MDA Activity
Name (keV) ($) (uCi/kg ) (uCi/kg ) (uCi/kg

CO-60 1173.22 100.00 2.1794E-004 1.77E-004 -3.0510E-005
1332.49 100.00 1.7691E-004 -7.2066E-005

CS-134 475.35 1.46 5.4821E-002 2.36E-004 5.2559E-002
563.23 8.38 6.6036E-003 -2.8523E-003
569.32 15.43 3.5611E-003 6.1266E-004
604.70 97.60 5.5141E-004 -1.1865E-004
795.84 85.40 2.3579E-004 -2.0078E-004
801.93 8.73 2.5616E-003 6.2315E-004

1038.57 1.00 2.0286E-002 1.7063E-002
1167.94 1.80 1.2384E-002 4.6722E-003
1365.15 3.04 5.2136E-003 -1.0398E-003

+ CS-137 661.65* 85.12 2.5480E-004 2.55E-004 6.0968E-003
+ NP-237 300.17* 6.20 1.0037E-002 1.62E-003 1.9340E-001

312.00* 36.00 1.6237E-003 1.9413E-001
340.60* 4.20 1.2944E-002 1.9096E-001
375.45* 0.68 7.4782E-002 9.2645E-001
415.76* 1.75 2.8465E-002 1.9567E-001

+ Pu-239 129.28* 0.01 2.2633E+001 2.26E+001 2.9882E+002
375.00* 0.00 3.2137E+001 3.9814E+002
413.70* 0.00 3.2848E+001 3.3098E+002
451.50* 0.00 2.5932E+002 2.7336E+002

+ AM-241 59.54* 35.70 1.5571E-001 1.56E-001 3.2848E+002
125.28* 0.00 3.7676E+001 2.2354E+002
335.40* 0.00 1.1162E+002 2.8115E+002
662.42* 0.00 5.9579E+001 2.2812E+004
722.70* 0.00 1.0383E+002 3.8473E+002

+ PU-241 114.00* 0.02 8.0173E+000 8.02E+000 2.5220E+001
332.60* 0.00 1.9279E+001 8.5275E+001

CM-243 209.70 3.27 4.4065E-002 7.85E-003 1.5292E-001
228.18 10.56 1.1002E-002 -1.8540E-003
277.60 14.00 7.8473E-003 -1.3374E-002

+ = Nuclide identified during the nuclide identification
* = Energy line found in the spectrum
> = MDA val ue not calculated
@= Half-life too short to be able to perform the decay correction

N U C L I D E T 0 T A L S

Nuclide Mass (g)

Pu-239 5.60E-001 +/- 1.80E-002
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Bldg 233s
NDA Item Description Sheet

Bottle Geometry

Put Dimensions on Bottle

I
33.^

^

C--^27ClE.sS'. ^^•a^

Item ID: 2^335 -o! -^fo 1.\^u- ; 53 . 78

Weight (kg): 2 c'ov^ Ic.y 'LSg

Material Description:

Packaging:

Detector Distance (in): -7 c4

Detector Filters:

Dose Rate: <. . 5

Comments: ^ Aj2,,,.s,z,p 'TD ^^L--^^^ ^..,

/6OC> S.^ t _`... /^b `-/-
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31



233-S Item Analysis Spreadsheet Version 3.0b

Sample Info: Item ID: 233s-01-0006
File Name: 904

Data Input:

Item Parameters:

Isotope

Activity

(uCi/kg)

Meas

Uncert

Pu-239 (129)
Pu-239 (414) 9.66E+01 9.67E+00

Am-241 4.83E+01 4.23E+00

Np-237 4.11E-03 3.22E-04
U-238
U-235

Cs-137 7.08E-04 8.42E-05
Co-60

Contamination: Internal ^ Item Type: Barrel

Dimensions:
Length ( in): 33.5 Width ( in): 22.5

Weight ( Ibs): 118.3 Depth for TMU (in): 4

Am-241 Calcs:

Nuclide Activities:

Results:

Comments:

Analyst:

Measured 4.83E+01 +/- 5.22E+01

Calculated 1.34E+02 +/- 9.06E+01

1/14/02

Assay Date: 30-Oct-01

File Name:

Use Meas

Isotope Activity

(nCi/g)

Total Unc

I sigma

Pu-238 3.91E+01 +/- 9.62E+00

Pu-239 9.66E+01 +1- 2.37E+01
Pu-240 5.03E+01 +/- 1.24E+01
Pu-241 1.88E+02 +/- 4.62E+01
Pu-242 5.08E-02 +/- 1.25E-02

Am-241 4.83E+01 +/- 5.22E+01
Np-237 4.11E-03 +/- 9.74E-04
U-238 O.OOE+00 +!- O.OOE+^
U-235 O.OOE+00 +/- 0.00E+00
Cs-137 7.08E-04 +/- 1.79E-04
Co-60 O.OOE+00 +f- O.OOE+00

Calcs: Use lst

Depth (in): 22.5

% Vohune: 50

Etrors:
Weight is Net Wt.176.21bs. - 57.91bs = 118.3

Martin Winterrose Date: 3/20/02
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#Date & Time: Thu Dec 20 09:45:08 2001
-g=SIMPLE CYLINDER
-description=233S-01-0006
-comment=DRUMWITHSAMPLES
-Ccollimator=_50MM-180D

-crpn=4
-Detector=7219
-Convergence in %=1 -MDRPN=4
-Lunit=IN -Tunit=C -Dunit=G/CU.C -Punit=MM.HG
-at=20 -ap=760 -rh=50
-Energies kev= 50.000, 100.000, 128.000, 130.000, 150.000, 200.000,#

300.000, 500.000, 700.000, 1000.000, 1400.000, 2000.000,#

4000.000,
-Error in %= 10.000, 10.000, 10.000, 10.000, 10.000, 8.000,#

8.000, 6.000, 6.000, 4.000, 4.000, 4.000,#
4.000,

-dl.1=0.0625 -dl.2=22.5 -dl.3=33.5 -lmater=CSTEEL -lden=7.86
-d3.1=33 -3mater=SAMPLES - 3den=0.258 -3con=1
-sd1=24
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C A N B E R R A

Report Generated On

Sample Title
Spectrum Description
Sample Identification
Sample Size

I S 0 C S A N A L Y S I S

12/20/01 10:09:55 AM

233S-01-0006 @ 270

0904
53.8 kg

Sample Taken On : 10/30/01 9:46:00 AM
Acquisition Started 10/30/01 9:55:28 AM

Live Time: 1800.0 seconds Real Time: 1811.3 seconds

ISOCS Ca labration . 233S-01-0006
Energy Calibration Used Done On . 2/27/01
Efficiency Calibration Used Done On : 12/20/01

P E A K A N A L Y S I S R E P O R T

Peak Peak Energy Net Peak Net Area Continuum
No. centroid (keV) Area Uncert. Counts

1 239.27 59.90 2.42E+005 8941.53 4.58E+003
2 340.40 85.18 1.04E+003 76.35 3.56E+003
3 351.58 87.97 3.57E+002 64.86 3.57E+003
4 395.98 99.07 2.12E+003 100.32 3.53E+003
5 413.66 103.49 9.25E+002 78.48 3.47E+003
6 445.14 111.35 3.32E+002 58.51 3.56E+003
7 460.28 115.14 3.55E+002 57.07 3.47E+003
8 503.16 125.85 2.20E+002 53.07 3.15E+003
9 518.53 129.70 1.55E+003 65.17 3.02E+003

10 833.35 208.37 3.54E+002 29.10 6.27E+002
11 1202.47 300.62 9.55E+001 18.32 2.47E+002
12 1248.90 312.23 4.12E+002 25.54 2.36E+002
13 1333.09 333.27 1.37E+002 18.79 2.22E+002
14 1381.21 345.29 1.10E+002 17.00 2.07E+002
15 1408.81 352.19 1.43E+002 17.12 1.98E+002
16 1501.40 375.33 3.39E+002 23.91 1.57E+002
17 1532.21 383.03 5.42E+001 14.07 1.47E+002
18 1572.85 393.19 1.43E+002 16.59 1.36E+002
19 1656.43 414.08 3.55E+002 22.20 1.24E+002
20 1808.51 452.09 7.84E+001 12.69 9.06E+001
21 2044.81 511.14 1.20E+002 14.28 8.66E+001
22 2334.03 583.42 9.33E+001 12.71 7.65E+001
23 2439.05 609.67 2.24E+002 17.25 6.35E+001
24 2648.46 662.01 1.19E+002 13.65 5.13E+001
25 3646.61 911.46 9.28E+001 11.71 3.60E+001
26 4484.69 1120.91 8.54E+001 11.16 3.15E+001
27 5848.95 1461.87 5.70E+002 24.47 1.OOE+001
28 7066.64 1766.19 7.03E+001 9.44 2.61E+000
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N U C L I D E I D E N T I F I C A T I O N R E P 0 R T

Nuclide Id Energy Yield Activity Activity
Name Confidence (keV) ($) (uCi) Uncertainty

CS-137 0.995
NP-237 0.858

Pu-239 0.994

AM-241 0.995

PU-241 0.953

661.65*
300. 17*
312.00*
340.60
375.45*
415.76*
129. 28*
375.00*
413.70*
451.50* @
59.54*

125.28*
335.40
662.42* @
722.70
114.00*
332.60*

I N T E R F E R E N C E

85.12 7.08471E-004
6.20 5.43366E-003

36.00 4.11217E-003
4.20
0.68 1.95870E-001
1.75 8.36405E-002
0.01 9.29745E+001
0.00 8.41745E+001
0.00 9.66574E+001
0.00 1.77890E+002

35.70 4.83170E+001
0.00 2.12262E+001
0.00
0.00 1.67514E+002
0.00
0.02 6.77514E+000
0.00 1.75251E+001

C 0 R R E C T E D

8.41860E-005
1.07503E-003
3.21788E-004

1.62939E-002
6.27445E-003
1.60954E+001
8.79763E+000
9.67201E+000
2.96235E+001
4.23254E+000
5.23390E+000

1.99002E+001

1.15053E+000
2.54239E+000

R E P 0 R T

Nuclide
Name

CS-137
NP-237
Pu-239 @
AM-241 @
PU-241

Nuclide
Id

Confidence

0.995
0.858
0.994
0.995
0.953

Wt mean
Activity
(uCi/kg

5.494246E-004
4.219677E-003
8.949093E+001
3.760556E+001
8.602433E+000

Wt mean
Activity
Uncertainty

8.530745E-005
3.080480E-004
3.818448E+000
3.291082E+000
1.048192E+000

? = nuclide is part of an undetermined solution
X = nuclide rejected by the interference analysis
@ = nuclide contains energy lines not used in Weighted Mean Activity

Errors quoted at 1.000 sigma
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Nuclide MDA Report 12/20/01 10:09:55 AM Page 3

**********.***************************************************************

***** N U C L I D E M D A R E P 0 R T *****
**************************************************************************

Nuclide Energy Yield Line MDA Nuclide MDA Activity
Name (keV) M (uCi/kg ) (uCi/kg ) (uCi/kg

CO-60 1173.22 100.00 3.3212E-004 3.12E-004 7.2233E-005
1332.49 100.00 3.1169E-004 6.4812E-005

CS-134 475.35 1.46 2.4266E-002 3.66E-004 1.1922E-002
563.23 8.38 4.1028E-003 4.3740E-004
569.32 15.43 2.1859E-003 -1.3150E-003
604.70 97.60 4.7908E-004 -4.3588E-005
795.84 85.40 3.6599E-004 6.0958E-005
801.93 8.73 3.9003E-003 6.4925E-004

1038.57 1.00 3.2870E-002 1.1486E-002
1167.94 1.80 1.8174E-002 -9.8090E-003
1365.15 3.04 8.8894E-003 -7.1408E-003

+ CS-137 661.65* 85.12 2.1420E-004 2.14E-004 7.0847E-004
+ NP-237 300.17* 6.20 4.3153E-003 7.41E-004 5.4337E-003

312.00* 36.00 7.4061E-004 4.1122E-003
340.60 4.20 1.1660E-002 1.1340E-002
375.45* 0.68 3.5266E-002 1.9587E-001
415.76* 1.75 1.2860E-002 8.3641E-002

+ Pu-239 129.28* 0.01 1.5542E+001 1.49E+001 9.2974E+001
375.00* 0.00 1.5155E+001 8.4174E+001
413.70* 0.00 1.4861E+001 9.6657E+001
451.50* 0.00 1.0665E+002 1.7789E+002

+ AM-241 59.54* 35.70 6.3276E-002 6.33E-002 4.8317E+001
125.28* 0.00 2.5512E+001 2.1226E+001
335.40 0.00 1.0255E+002 1.2231E+002
662.42* 0.00 5.0645E+001 1.6751E+002
722.70 0.00 2.7300E+002 -1.6031E+000

+ PU-241 114.00* 0.02 5.2851E+000 5.29E+000 6.7751E+000
332.60* 0.00 9.2241E+000 1.7525E+001

CM-243 209.70 3.27 1.9540E-002 3.33E-003 1.6045E-002
228.18 10.56 4.9195E-003 1.8223E-003
277.60 14.00 3.3275E-003 5.7423E-004

+ = Nuclide identified during the nuclide identification
*= Energy line found in the spectrum
> = MDA value not calculated
@= Half-life too short to be able to perform the decay correction

N U C L I D E T 0 T A L S

Nuclide Mass (g)

Pu-239 7.76E-002 +j- 3.31E-003
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ISOCS NDA Operating Procedure
Revision 2

Bldg 233-S
NDA Item Description Sheet

Bottle or Cylinder Geometry

Put Dimensions on Bottle

33.5

Item ID:

Weight (kg):_o

Material Description: ^u--

CpCG I

Packaging: 6G

Detector Distance (in): ?_ ^-l

Detector Filters:

Dose Rate:

Comments: 01:13^

14

1000-122001-OOOI 37
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233-S Item Analysis Spreadsheet Version 3.Ob

Sample Info: Item ID: 233 s-01-0008

File Name: 939

Data Input:
Isotope

Activity
(uCi/k )

Meas
Uncert

Pu-239 (129)
Pu-239 (414) 1.25E+03 9.91 E+O l

Am-241 1.11 E+03 7.05E+01

Np-237 1.23E-01 6.03E-03
U-238
U-235

Cs-137 5.52E-04 3.09E-04
Co-60

Item Parameters:

Contamination: Internal ^

Dimensions:

Length (in): 33.5

Weight (]bs): 277.6

Am-241 Calcs:

Nuclide Activities:

Results:

Comments:

Analyst:

IMeasured 1.11E

Calculated 1.73E+03 +/- 1.87E+03

Isotope Activity

(nCi/g)

Total Unc

I si a
Pu-238 5,06E+02 +/- 2.13E+02
Pu-239 1.25E+03 +/- 5.25E+02
Pu-240 6.50E+02 +/- 2.73E+02
Pu-241 2.43E+03 +/- 1.02E+03
Pu-242 6.57E-01 +/- 2.76E-01

Am-241 1.11 E+03 +J- 3.35E+03

Np-237 1.23E-01 +/- 5.11E-02
U-238 0.00E+00 +/- O.OOE+^
U-235 0.00E+00 +/- O.00E+00
Cs-137 5.52E-04 +/- 3.84E-04
Co-60 O.00E+00 +!- 0.00E+00

Calcs: Use lst

Depth (in): 22.5

% Volume: 50

Errors:

Weight is Net Wt. 335.5 lbs. - 57.91bs.

Martin Winterrose

1/14/02

Assay Datef-7-N-ov--0171
File Name:

Activity Meas
(uCi/kg) Uncert

Item Type: Barrel

Width (in): 22.5

Depth for TMU (in): 4

+03 +/- 3.35E+03 Use Meas

1000-040202-0001

Date: 3/20/02
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#Date & Time: Thu Dec 20 09:47:24 2001
-g=SIMPLE CYLINDER
-description=233S-01-0008
-comment=DRUMWITHSAMPLES
-Ccollimator=50MM-180D
-crpn=4
-Detector=7219
-Convergence in %=1 -MDRPN=4
-Lunit=IN -Tunit=C -Dunit=G/CU.C -Punit=MM.HG
-at=20 -ap=760 -rh=50
-Energies kev= 50.000, 100.000, 128.000, 130.000, 150.000, 200.000,#

300.000, 500.000, 700.000, 1000.000, 1400.000, 2000.000,#
4000.000,

-Error in 8= 10.000, 10.000, 10.000, 10.000, 10.000, 8.000,0
8.000, 6.000, 6.000, 4.000, 4.000, 4.000,#
4.000,

-dl.1=0.0625 -d1.2=22.5 -dl.3=33.5 -lmater=CSTEEL -lden=7.86
-d3.1=33 -3mater=SAMPLES -3den=0.6061 -3con=1
-lAbsor=0.0312 -lAmater=CADMIUM -lAden=8.642
-sdl=24
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C A N B E R R A

Report Generated On

Sample Title
Spectrum Description
Sample Identification
Sample Size

Sample Taken On
Acquisition Started

I S 0 C S A N A L Y S I S

12/20/01 10:12:00 AM

233s-01-0008 @270

0939
126.2 kg

11/07/01 1:25:00 PM
11/07/01 1:25:52 PM

Live Time: 1800.0 seconds Real Time: 1812.2 seconds

ISOCS Calabration : 233S-01-0008
Energy Calibration Used Done On : 2/27/01
Efficiency Calibration Used Done On : 12/20/01

P E A K A N A L Y S I S R E P 0 R T

Peak Peak Energy Net Peak Net Area Continuum

No. centroid (keV) Area Uncert. Counts

1 239.24 59.89 1.04E+005 3875.49 4.48E+003
2 292.84 73.29 3.07E+003 172.68 4.71E+003
3 300.98 75.33 5.63E+003 174.31 4.92E+003
4 340.31 85.16 2.04E+003 133.85 5.75E+003
5 396.33 99.15 1.64E+004 575.92 6.37E+003
6 413.61 103.47 1.17E+004 476.60 6.47E+003
7 445.65 111.48 3.05E+003 190.90 7.03E+003
8 459.17 114.86 2.02E+003 205.56 7.03E+003
9 502.68 125.73 5.14E+003 283.25 6.78E+003

10 518.73 129.75 1.25E+004 247.81 6.67E+003
11 575.79 144.01 3.74E+002 127.31 6.26E+003
12 587.87 147.02 7.64E+002 117.51 6.18E+003
13 595.67 148.97 2.23E+003 124.33 6.12E+003
14 644.36 161.14 6.37E+002 74.35 5.74E+003
15 660.41 165.15 6.66E+002 74.86 5.60E+003
16 679.34 169.88 3.45E+002 81.28 5.77E+003
17 784.35 196.13 5.15E+002 66.76 4.55E+003
18 833.51 208.41 1.14E+004 250.66 3.88E+003
19 1071.37 267.86 2.66E+002 48.48 2.61E+003
20 1201.72 300.44 2.50E+003 90.60 1.96E+003
21 1248.89 312.23 1.51E+004 156.02 1.68E+003
22 1293.59 323.40 4.11E+002 56.08 1.44E+003
23 1332.10 333.02 2.76E+003 89.44 1.35E+003
24 1343.40 335.85 1.63E+003 75.33 1.30E+003
25 1363.40 340.84 1.82E+003 204.29 1.21E+003
26 1380.27 345.06 1.94E+003 244.90 1.14E+003
27 1474.63 368.64 1.01E+003 68.97 8.21E+002
28 1486.83 371.69 1.23E+002 53.21 7.73E+002
29 1501.45 375.35 5.18E+003 220.91 7.23E+002
30 1502.63 375.64 3.59E+003 780.23 7.22E+002
31 1521.89 380.45 1.13E+003 134.09 6.55E+002
32 1533.69 383.40 9.94E+002 93.05 6.05E+002
33 1572.98 393.22 2.02E+003 63.79 5.21E+002
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Z00+3ZT'T 0£'ST Z00+3£Z'T 69'609 66'8£bZ Zb
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Z00+39Z'Z ZO'ZE Z00+3ZL'L ZL'TS6 90'L08i 6£
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Z00+398'£ 9£'1'£ Z00+361J9 60'91b 86'699T 9£
Z00+300'6 06'Z8 E00+38L'S £0'bi6 £Z'9S9T S£
Z00+3E8'4 06'0E Z00+3Zi'S 68'86E L9'969T 5£



Peak Peak Energy Net Peak Net Area Continuum
No. centroid (keV) Area Uncert. Counts

43 2476.13 618.94 1.38E+002 15.56 1.07E+002
44 2612.27 652.96 9.15E+001 13.42 8.88E+001
45 2647.64 661.80 1.30E+002 72.76 8.48E+001
46 2650.76 662.58 7.80E+002 74.31 8.42E+001
47 2889.29 722.19 3.95E+002 22.00 6.58E+001
48 5101.86 1275.16 1.42E+002 13.52 2.67E+001
49 5849.00 1461.88 5.42E+002 24.03 9.44E+000
50 7066.58 1766.17 5.54E+001 8.85 4.02E+000
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N U C L I D E I D E N T I F I C A T I O N

Nuclide Id Energy Yield Activity
Name Confidence (keV) ($) (uCi)

CS-137 0.999
NP-237 0.998

Pu-239 0.993

AM-241 0.995

PU-241 0.973

R E P O R T

Activity
Uncertainty

661. 65* 85.12 5.51818E-004
300. 17* 6.20 1.16401E-001
312. 00* 36.00 1.23234E-001
340. 60* 4.20 1.31753E-001
375. 45* 0.68 2.39989E+000
415. 76* 1.75 1.08285E-001
129. 28* 0.01 1.04696E+003
375. 00* 0.00 1.03135E+003
413. 70* 0.00 1.24857E+003
451. 50* @ 0.00 1.36833E+003
59. 54* 35.70 2.08817E+003

125. 28* 0.00 7.37138E+002
335. 40* 0.00 9.90042E+002
662. 42* @ 0.00 7.82195E+002
722. 70* 0.00 1.10857E+003
114. 00* 0.02 7.14129E+001
332. 60* 0.00 2.87324E+002

3.08972E-004
7.02551E-003
6.02637E-003
1.59708E-002
1.47254E-001
7.82719E-003
1.76999E+002
9.09017E+001
9.90828E+001
7.80737E+001
1.83420E+002
5.40721E+001
6.50791E+001
7.84387E+001
7.04765E+001
8.23696E+000
1.63419E+001

I N T E R F E R E N C E C O R R E C T E D R E P O R T

Nuclide Wt mean Wt mean
Nuclide Id Activity Activity
Name Confidence (uCi/kg ) Uncertainty

CS-137 0.999 5.518181E-004 3.089719E-004
NP-237 0.998 1.179134E-001 3.832755E-003
Pu-239 @ 0.993 1.101258E+003 3.260468E+001
AM-241 @ 0.995 9.529753E+002 3.515404E+001
PU-241 0.973 1.151540E+002 7.355437E+000

?= nuclide is part of an undetermined solution
X = nuclide rejected by the interference analysis
@= nuclide contains energy lines not used in Weighted Mean Activity

Errors quoted at 1.000 sigma
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Nuclide MDA Report 12/20/01 10:12:01 AM Page 5

**************************************************************************

***** N U C L I D E M D A R E P 0 R T *****
**************************************************************************

Nuclide Energy Yield Line MDA Nuclide MDA Activity
Name (keV) M (uCi/kg ) (uCi/kg ) (uCi/kg

CO-60 1173.22 100.00 2.0850E-004 1.66E-004 2.4306E-005
1332.49 100.00 1.6592E-004 -8.1842E-005

CS-134 475.35 1.46 2.6583E-002 2.84E-004 1.6174E-002
563.23 8.38 4.0157E-003 3.7399E-003
569.32 15.43 2.1254E-003 3.6803E-004
604.70 97.60 3.7214E-004 -7.0218E-005
795.84 85.40 2.8448E-004 8.3796E-005
801.93 8.73 2.6825E-003 2.2161E-004

1038.57 1.00 2.0307E-002 -1.8275E-002
1167.94 1.80 1.1466E-002 -6.7433E-003
1365.15 3.04 5.8257E-003 3.5293E-003

+ CS-137 661.65* 85.12 1.9317E-004 1.93E-004 5.5182E-004
+ NP-237 300.17* 6.20 9.7139E-003 1.58E-003 1.1640E-001

312.00* 36.00 1.5758E-003 1.2323E-001
340.60* 4.20 1.1908E-002 1.3175E-001
375.45* 0.68 5.9284E-002 2.3999E+000
415.76* 1.75 1.7624E-002 1.0828E-001

+ Pu-239 129.28* 0.01 3.2000E+001 2.07E+001 1.0470E+003
375.00* 0.00 2.5477E+001 1.0313E+003
413.70* 0.00 2.0680E+001 1.2486E+003
451.50* 0.00 1.2856E+002 1.3683E+003

+ AM-241 59.54* 35.70 6.3346E+000 6.33E+000 2.0882E+003
125.28* 0.00 5.5348E+001 7.3714E+002
335.40* 0.00 1.0392E+002 9.9004E+002
662.42* 0.00 4.5512E+001 7.8220E+002
722.70* 0.00 1.1344E+002 1.1086E+003

+ PU-241 114.00* 0.02 1.3881E+001 1.39E+001 7.1413E+001
332.60* 0.00 1.8083E+001 2.8732E+002

CM-243 209.70 3.27 5.7336E-002 7.40E-003 5.8725E-001
228.18 10.56 1.0693E-002 -1.5581E-002
277.60 14.00 7.3964E-003 -5.6144E-003

+ Nuclide identified during the nuclide identification
* = Energy line found in the spectrum
> = MDA value not calculated
@= Half-life too short to be able to perform the decay correction

N U C L I D E T 0 T A L S

Nuclide Mass (g)

Pu-239 2.24E+000 +/- 6.64E-002
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233-S Item Analysis Spreadsheet Version 3.Ob

Sample Info: Item ID: 233s-01-0010
File Name- 922

Data Input:

Isotope
Activity

(uCi/k g)

Meas

Uncert

Pu-239 (129)
Pu-239 (414) 3.88E+02 3.29E+01

Am-241 1.66E+02 3.78E+41
Np-237 2.03E-01 9.82E-03
U-238
U-235
Cs-137 3.18E-O1 1.05E-02
Co-60

Item Parameters:

Contamination: Internal ^

Dimensions:

Length (in): 33.5

Weight (]bs): 144.1

Am-241 Calcs:

Nuclide Activities:

Results:

Comments:

Analyst:

Measwed 1.66E r

Calculated 5.37E+02 +/- 5.82E+02

Isotope Activity

(nCi/ )

Total Unc

1 si a

Pu-238 1.57E+02 +/- 6.62E+01
Pu-239 3.88E+02 +/- 1.63E+02

Pu-240 2.02E+02 +/- 8.52E+01
Pu-241 7.55E+02 +/- 3.18E+02
Pu-242 2.04E-01 +/- 8.60E-02

Am-241 1.66E+02 +(- 5.04E+02
Np-237 2.03E-01 +/- 8.43E-02
U-238 0.00E+00 +/- O.00E+00
U-235 O.00E+00 +/- 0.00E+00
Cs-137 3.18E-01 +/- 1.31E-01
Co-60 O.OOE+oO +/- 0.00E+00

Depth (in): 22.5

% Volume: 50

I

Net Wt. Used. Error condition does not affect the results. Enms:I-Iigh Np-237 ratio,
Pu values are for the 375Kev peak.

Martin Winterrose

1/14/02

Assay Date: 1-Nov-01

File Name:

Activity

Uncert

Item Type: Barrel Calcs: Use lst

Width (in): 22.5
Depth for TMU (in): 4

+02 +/- 5 04E+02 Use Meas

1000-040202-0001

Date: 3/20/02

8



#Date & Time: Thu Dec 20 12:11:38 2001
-g=SIMPLE CYLINDER
-description=233S-01-0010
-comment=DRUM_WITHSAMPLES
-Ccoll imator=SONM-180D
-crpn=4
-Detector=7219
-Convergence in W=1 -MDRPN=4

-Lunit=IN -Tunit=C -Dunit=G/CU.C -Punit=MM.HG
-at=20 -ap=760 -rh=50
-Energies kev= 50.000, 100.000, 128.000, 130.000, 150.000, 200.000,#

300.000, 500.000, 700.000, 1000.000, 1400.000, 2000.000,#

4000.000,
-Error in 10.000, 10.000, 10.000, 10.000, 10.000, 8.000,#

8.000, 6.000, 6.000, 4.000, 4.000, 4.000,#
4.000,

-dl.1=0.0625 -d1.2=22.5 -dl.3=33.5 -lmater=CSTEEL -lden=7.86
-d3.1=33 -3mater=SAMPLEHS -3den=0.314 -3con=1
-sdl=24
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^ C A N B E R R A

Report Generated On

Sample Title
Spectrum Description
Sample Identification
Sample Size

I S 0 C S A N A L Y S I S

Sample Taken On
Acquisition Started

Live Time: 1800.0 seconds

ISOCS Calabration
Energy Calibration
Efficiency Calibra

12/20/01 12:13:53 PM

233s-01-0010 @ 270

0922
65.5 kg

11/01/01 3:19:00 PM
11/01/01 3:19:42 PM

Real Time: 1818.1 seconds

. 233S-01-0010
Used Done On : 2/27/01
tion Used Done On : 12/20/01

P E A K A N A L Y S I S R E P O R T i

Peak Peak Energy Net Peak Net Area Continuum

No. centroid (keV) Area Uncert. Counts

1 239.28 59.91 1.64E+005 5497.78 7.80E+003
2 292.04 73.09 3.58E+003 188.17 7.86E+003
3 301.16 75.37 6.74E+003 225.85 8.03E+003
4 340.20 85.13 2.42E+003 304.56 8.63E+003
5 379.76 95.01 1.66E+003 134.03 9.01E+003
6 395.80 99.02 5.52E+003 150.06 9.11E+003
7 414.09 103.59 1.76E+003 148.09 9.18E+003
8 445.59 111.47 1.85E+003 121.26 9.88E+003
9 460.14 115.10 9.66E+002 100.21 9.87E+003

10 502.38 125.66 8.64E+002 91.71 9.70E+003
11 516.68 129.73 3.89E+003 124.48 9.60E+003
12 593.58 148.45 2.52E+002 83.89 8.88E+003
13 815.61 203.94 5.51E+002 74.70 6.72E+003
14 833.54 208.42 1.85E+003 86.87 6.51E+003
15 1201.80 300.46 3.75E+003 84.84 3.59E+003
16 1248.95 312.24 2.24E+004 163.76 3.14E+003
17 1332.41 333.10 6.21E+002 54.07 2.93E+003
18 1343.34 335.83 1.77E+002 50.49 2.91E+003
19 1363.38 340.84 2.54E+003 102.05 2.86E+003
20 1378.21 344.54 2.56E+002 82.47 2.80E+003
21 1501.88 375.45 1.73E+003 61.80 2.62E+003
22 1572.60 393.13 3.92E+002 47.18 2.49E+003
23 1595.22 398.78 7.55E+002 50.87 2.47E+003
24 1656.29 414.04 1.25E+003 57.77 2.43E+003
25 1664.56 416.11 9.72E+002 54.96 2.43E+003
26 1807.10 451.73 1.32E+002 44.07 2.29E+003
27 2648.10 661.91 6.03E+004 600.98 1.80E+002
28 2869.75 722.31 4.65E+001 10.50 4.60E+001
29 3648.04 911.82 7.28E+001 10.66 2.81E+001
30 5849.23 1461.94 6.15E+002 25.44 8.40E+000
31 7067.19 1766.33 3.79E+001 7.51 2.42E+000
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^ N U C L I D E I D E N T I F I C A T I 0 N R E P O R T
I I

Nuclide Id Energy Yield
Name Confidence (keV) M

CS-137 0.997
NP-237 0.998

Pu-239 0.993

AM-241 0.995

PU-241 0.957

I N T E R F E R E N C E

661.65* 85.12
300. 17* 6.20
312. 00* 36.00
340. 60* 4.20
375. 45* 0.68
415. 76* 1.75
129. 28* 0.01
375. 00* 0.00
413. 70* 0.00
451. 50* @ 0.00
59.54* 35.70

12 . 28* 0.00
335. 40* 0.00
662. 42* @ 0.00
722. 70* 0.00
114. 00* 0.02
332. 60* 0.00

Nuclide
Nuclide Id
Name Confidence

CS-137 0.997
NP-237 0.998
Pu-239 @ 0.993
AM-241 @ 0.995
PU-241 0.957

Activity
(uCi)

3.17826E-001
1.94248E-001
2.03170E-001
2.04767E-001
9.02521E-001
2.06154E-001
2.36614E+002
3.87856E+002
3.05658E+002
2.68608E+002
4.089 E+001
8.52 69E+001
1.20093E+002
7.51483E+004
1.66038E+002
1.91517E+001
7.20455E+001

Activity
Uncertainty

1.04914E-002
1.03518E-002
9.82472E-003
1.25589E-002
5.11607E-002
1.44190E-002
4.04427E+001
3.29494E+001
2.77279E+001
9.00610E+001
3.52848E+000
9.94692E+000
3.47913E+001
2.47231E+003
3.78185E+001
2.24318E+000
7.11936E+000

C 0 R R E C T E D

Wt mean
Activity

( uCi/kg

3.176256E-001
2.022206E-001
2.677993E+002
4.743151E+001
2.392858E+001

R E P O R T

Wt mean
Activity
Uncertainty

1.045621E-002
5.666050E-003
9.800595E+000
3.297668E+000
2.139494E+000

?= nuclide is part of an undetermined solution
X = nuclide rejected by the interference analysis
@ = nuclide contains energy lines not used in Weighted Mean Activity

Errors quoted at 1.000 sigma
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Nuclide MDA Report 12/20/01 12:13:53 PM Page 3

**************************************************************************

***** N U C L I D E M D A R E P 0 R T *****
**************************************************************************

Nuclide Energy Yield Line MDA Nuclide MDA Activity
Name (keV) M (uCi/kg ) (uCi/kg ) (uCi/kg

CO-60 1173.22 100.00 2.8336E-004 2.14E-004 3.5114E-004
1332.49 100.00 2.1438E-004 -2.0197E-004

CS-134 475.35 1.46 9.6546E-002 3.30E-004 5.6950E-002
563.23 8.38 1.0897E-002 6.4417E-003
569.32 15.43 5.8628E-003 -3.0700E-003
604.70 97.60 9.4554E-004 1.9544E-004
795.84 85.40 3.3004E-004 6.1145E-005
801.93 8.73 3.1831E-003 -5.6533E-004

1038.57 1.00 2.8549E-002 8.9704E-003
1167.94 1.80 1.5426E-002 4.6901E-003
1365.15 3.04 7.5153E-003 2.2347E-003

+ CS-137 661.65* 85.12 3.4320E-004 3.43E-004 3.1783E-001
+ NP-237 300.17* 6.20 1.4602E-002 2.39E-003 1.9425E-001

312.00* 36.00 2.3903E-003 2.0317E-001
340.60* 4.20 2.0306E-002 2.0477E-001
375.45* 0.68 1.2545E-001 9.0252E-001
415.76* 1.75 4.9175E-002 2.0615E-001

+ Pu-239 129.28* 0.01 2.7896E+001 2.79E+001 2.3661E+002
375.00* 0.00 5.3912E+001 3.8786E+002
413.70* 0.00 5.6729E+001 3.0566E+002
451.50* 0.00 4.5705E+002 2.6861E+002

+ AM-241 59.54* 35.70 1.0346E-001 1.03E-001 4.0896E+001
125.28* 0.00 4.5481E+001 8.5227E+001
335.40* 0.00 1.7258E+002 1.2009E+002
662.42* 0.00 8.1148E+001 7.5148E+004
722.70* 0.00 1.2229E+002 1.6604E+002

+ PU-241 114.00* 0.02 9.2209E+000 9.22E+000 1.9152E+001
332.60* 0.00 2.9523E+001 7.2046E+001

CM-243 209.70 3.27 5.6662E-002 1.12E-002 1.2373E-001
228.18 10.56 1.5787E-002 1.2023E-002
277.60 14.00 1.1193E-002 -8.5661E-003

+= Nuclide identified during the nuclide identification
* = Energy line found in the spectrum
> = MDA value not calculated
@= Half-life too short to be able to perform the decay correction

N U C L I D E T 0 T A L S

Nuclide Mass (g)

Pu-239 2.83E-001 +/- 1.04E-002
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233-S Item Analysis Spreadsheet Version 3.Ob

Sample Info: Item ID: 233 s-01-0011
File Name: 890

Data Input:

Item Parameters:

Isotope

Activity

(uCi/k )

Meas

Uncert

Pu-239 (129)
Pu-239 (414) 7.64E+02 6.31E+01

Am-241 1. l 7E+03 8.39E+01

Np-237 2.63E-01 1.28E-02
U-238
U-235

Cs-137 5.84E-01 2.02E-02

Co-60

Contamination: Internal^ Item Type: Barrel

Dimensions:

Length (in): 33.5 Width (in): 22.5

Weight (Ibs): 150.1 Depth for TMU (in): 4

Am-241 Calcs:

Nuclide Activities:

Results:

Comments:

Analyst:

Measured 1.17E+03 +/- 3.54E+03

Calculated 1.06E+03 +/- 1.15E+03

1/14/02

Assay Date: 25-Oct-01

File Name:

Meas

Uncert

Calc from Pu-239

Isotope Activity

(nCi/g)

Total Unc

I sigma
Pu-238 3.10E+02 +/- 1.30E+02
Pu-239 7.64E+02 +/- 3.22E+02
Pu-240 3.98E+02 +/- 1.68E+02
Pu-241 1.49E+03 +/- 6.26E+02
Pu-242 4.02E-01 +/- 1.69E-01

Am-241 1.06E+03 +/- 1.15E+03
Np-237 2.63E-01 +/- 1.09E-01
U-238 0.00E+00 +/- 0.00E+00
U-235 0.00E+00 +/- 0.00E+00
Cs-137 5.84E-01 +/- 2.42E-01
Co-60 O.00E+00 +/- 0.00E+00

Calcs: Use771

Depth (in): 22.5

% Volume: 50

Martin Winterrose Date: j 3/20/02
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#Date & Time: Thu Dec 20 09:54:05 2001
-g=SIMPLE CYLINDER
-description=233S-01-0011
-comment=DRUMWITHSAMPLES
-Ccollimator=50MM-180D
-crpn=4
-Detector=7219
-Convergence in W=1 -MDRPN=4
-Lunit=IN -Tunit=C -Duni t=G/CU.C -Punit=MM.HG
-at=20 -ap=760 -rh=50
-Energies kev= 50.000, 100.000, 128.000, 130.000, 150.000, 200.000,#

300.000, 500.000, 700.000, 1000.000, 1400.000, 2000.000,#
4000.000,

-Error in W= 10.000, 10.000, 10.000, 10.000, 10.000, 8.000,#
8.000, 6.000, 6.000, 4.000, 4.000, 4.000,#
4.000,

-dl.1=0.0625 -dl.2=22.5 -dl.3=33.5 -lmater=CSTEEL -lden=7.86
-d3.1=33 -3mater=SAMPLEHS -3den=0.3268 -3con=1
-sdl=24
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C A N B E R R A I S O C S A N A L Y S I S

Report Generated On

Sample Title
Spectrum Description
Sample Identification
Sample Size

: 12/20/01 10:20:03 AM

233S-01-0011 @ 270

0890
68.0 kg

Sample Taken On : 10/25/01 2:11:00 PM
Acquisition Started : 10/25/01 2:11:15 PM

Live Time: 1800.0 seconds Real Time: 1873.3 seconds

ISOCS Calabration . 2335-01-0011
Energy Cal ibration Used Done On . 2/27/01
Efficiency Calibration Used Done On : 12/20/01

P E A K A N A L Y S I S R E P 0 R T

Peak Peak Energy Net Peak Net Area Continuum
No. centroid (keV) Area Uncert. Counts

1 239.13 59.87 1.51E+006 62849.2 3.54E+004
2 291.98 73.07 6.54E+003 366.54 2.06E+004
3 301.08 75.35 1.27E+004 442.29 2.06E+004
4 339.90 85.05 4.62E+003 543.17 2.04E+004
5 396.10 99.10 2.07E+004 700.15 1.97E+004
6 413.52 103.45 1.15E+004 377.04 1.94E+004
7 445.47 111.44 4.54E+003 221.63 2.OOE+004
8 459.96 115.06 2.16E+003 199.03 1.96E+004
9 502.64 125.72 3.59E+003 170.96 1.84E+004

10 518.68 129.73 9.84E+003 156.95 1.78E+004
11 783.54 195.93 4.67E+002 104.68 1.34E+004
12 815.08 203.81 1.20E+003 107.01 1.27E+004
13 833.52 208.42 5.38E+003 123.96 1.23E+004
14 977.33 244.36 2.20E+002 72.80 1.03E+004
15 1201.87 300.48 5.08E+003 105.42 7.39E+003
16 1248.84 312.21 2.95E+004 261.94 6.77E+003
17 1332.01 333.00 1.58E+003 69.36 6.30E+003
18 1343.15 335.78 9.04E+002 79.92 6.26E+003
19 1363.26 340.81 3.32E+003 128.86 6.12E+003
20 1378.13 344.52 6.02E+002 165.85 5.99E+003
21 1475.66 368.90 4.81E+002 65.74 5.45E+003
22 1501.47 375.35 2.76E+003 160.95 5.39E+003
23 1503.27 375.80 9.40E+002 156.46 5.39E+003
24 1522.42 380.59 6.01E+002 84.94 5.34E+003
25 1532.83 383.19 5.71E+002 57.45 5.31E+003
26 1572.84 393.19 1.01E+003 70.23 5.24E+003
27 1595.49 398.85 8.09E+002 68.36 5.17E+003
28 1656.33 414.05 3.18E+003 86.42 5.08E+003
29 1664.60 416.12 1.26E+003 76.28 5.07E+003
30 1806.73 451.64 3.95E+002 66.51 4.76E+003
31 1824.30 456.03 1.72E+002 65.96 4.64E+003
32 1842.75 460.64 2.46E+002 67.16 4.52E+003
33 1856.25 464.02 2.18E+002 73.72 4.41E+003
1000-122001-0001 54



34 2648.02 661.90 1.13E+005 1638.44 6.16E+002
35 2667.12 666.67 1.84E+002 36.10 5.09E+002
36 2782.04 695.39 2.38E+002 19.81 1.72E+002
37 2887.77 721.81 3.35E+002 21.70 9.97E+001
38 3646.91 911.54 7.14E+001 11.06 3.54E+001
39 4007.18 1001.57 4.06E+001 8.90 3.40E+001
40 5849.40 1461.98 5.92E+002 30.12 1.07E+001
41 7068.03 1766.54 3.37E+001 7.02 2.18E+000
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^ N U C L I D E I D E N T I F I C A T I O N R E P 0 R T

Nuclide Id Energy Yield Activity Activity
Name Confidence (keV) M (uCi) Uncertainty

CS-137 0.998
PA-234M 0.988
NP-237 0.998

Pu-239 0.993

AM-241 0.996

PU-241 0.960

661. 65*
1001. 03*
300. 17*
312. 00*
340. 60*
375. 45*
415. 76*
129. 28*
375. 00*
413. 70*
451. 50* @
59. 54*

125. 28*
335. 40*
662. 42* @
722. 70*
114. 00*
332. 60*

I N T E R F E R E N C E

Nuclide
Name

Nuclide
Id

Confidence

CS-137
PA-234M
NP-237
Pu-239 @
AM-241 @
PU-241

0.998
0.988
0.998
0.993
0.996
0.960

85.12 5.84759E-001
0.59 3.54291E-002
6.20 2.59324E-001

36.00 2.63315E-001
4.20 2.63104E-001
0.68 1.41332E+000
1.75 2.61537E-001
0.01 5.93990E+002
0.00 6.07372E+002
0.00 7.64166E+002
0.00 7.87680E+002

35.70 3.80526E+002
0.00 3.51606E+002
0.00 6.04446E+002
0.00 1.38263E+005
0.00 1.16953E+003
0.02 4.25937E+001
0.00 1.80254E+002

2.02546E-002
7.82427E-003
1.36187E-002
1.28025E-002
1.59080E-002
1.03261E-001
1.91987E-002
1.00180E+002
5.87042E+001
6.31638E+001
1.36089E+002
3.41206E+001
2.38738E+001
6.04292E+001
4.77450E+003
8.39420E+001
4.55840E+000
1.15636E+001

C 0 R R E C T E D R E P O R T

Wt mean
Activity
(uCi/kg

5.829790E-001
3.542909E-002
2.602843E-001
6.230924E+002
4.209832E+002
6.110841E+001

Wt mean
Activity
Uncertainty

2.019303E-002
7.824275E-003
7.406120E-003
2.053432E+001
1.816913E+001
4.240794E+000

? = nuclide is part of an undetermined solution
X = nuclide rejected by the interference analysis
@ = nuclide contains energy lines not used in Weighted Mean Activity

Errors quoted at 1.000 sigma
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Nuclide MDA Report 12/20/01 10:20:04 AM Page 4

************************************************************************.*

***** N U C L I D E M D A R E P 0 R T *****
*************************************************+*********a**************

Nuclide Energy Yield Line MDA Nuclide MDA Activity
Name (keV) M (uCi/kg ) (uCi/kg ) (uCi/kg

C0-60 1173.22 100.00 2.9611E-004 2.46E-004 3.6909E-004
1332.49 100.00 2.4577E-004 3.0182E-005

CS-134 475.35 1.46 1.3334E-001 3.33E-004 2.0208E-002
563.23 8.38 1.5719E-002 1.5514E-002
569.32 15.43 8.4367E-003 -9.3132E-003
604.70 97.60 1.2985E-003 -1.2614E-003
795.84 85.40 3.3253E-004 -3.4983E-004
801.93 8.73 3.4014E-003 4.5470E-004
1038.57 1.00 2.7231E-002 -2.1793E-003
1167.94 1.80 1.5142E-002 -3.4770E-003
1365.15 3.04 7.7963E-003 2.1197E-003

+ CS-137 661.65* 85.12 6.1058E-004 6.11E-004 5.8476E-001
+ NP-237 300.17* 6.20 2.0562E-002 3.44E-003 2.5932E-001

312.00* 36.00 3.4422E-003 2.6331E-001
340.60* 4.20 2.9088E-002 2.6310E-001
375.45* 0.68 1.7624E-001 1.4133E+000
415.76* 1.75 6.9552E-002 2.6154E-001

+ Pu-239 129.28* 0.01 3.7661E+001 3.77E+001 5.9399E+002
375.00* 0.00 7.5740E+001 6.0737E+002
413.70* 0.00 8.0313E+001 7.6417E+002
451.50* 0.00 6.4546E+002 7.8768E+002

+ AM-241 59.54* 35.70 2.2084E-001 2.21E-001 3.8053E+002
125.28* 0.00 6.2022E+001 3.5161E+002
335.40* 0.00 2.4805E+002 6.0445E+002
662.42* 0.00 1.4437E+002 1.3826E+005
722.70* 0.00 1.7182E+002 1.1695E+003

+ PU-241 114.00* 0.02 1.2919E+001 1.29E+001 4.2594E+001
332.60* 0.00 4.2458E+001 1.8025E+002

CM-243 209.70 3.27 7.8913E-002 1.48E-002 4.9262E-001
228.18 10.56 2.1040E-002 -1.4280E-002
277.60 14.00 1.4831E-002 -1.8247E-002

+ = Nuclide identified during the nuclide identification
* = Energy line found in the spectrum
> = MDA value not calculated
@= Half-life too short to be able to perform the decay correction

N U C L I D E T 0 T A L S

Nuclide Mass (g)

Pu-239 6.84E-001 +/- 2.25E-002
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Bldg 233s
NDA Item Description Sheet

Bottle Geometry

^6.S

Put Dimensions on Bottle

Item ID: 2^35 -o t - Cp^ ^{

Weight (kg): ZS^.r-v

{L.o,
G-n1tat,^ t1b.3G17
-t-aaz r^ zc. • 308
VaLT C7^Cj , 038

Material Description:

Packaging: 4^S e_n•..e.t-

Detector Distance (in):

Detector Filters: } Gwr^

Dose Rate: l,l5

Comments:

a

ZIVZ7O0
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233-S Item Analysis Spreadsheet Version 3.Ob 1/14/02

Sample Into: Item ID: 233s-01-0014 Assay Date: 25-C+ct-01

File Name: 889 File Name:

Data Input:

Item Parameters:

Isotope
Activity
(uCi/kg)

Meas
Uncert

Pu-239 (129)

Pu-239 (414) 7.67E+02 6.13E+01
Am-241 2.41 E+02 5.92E+01
Np-237 9.91E-02 4.87E-03
U-238
U-235
Cs-137 1.93E-03 1.57E-04

Co-60

Contamination: Internal Item Type: Barrel

Dimensions:

Length (in): 33.5 Width (in): 22.5

Weight (Ibs): 198.6 Depth for TMU (in): 4

Am-241 Calcs:

Nuctide Activities:

Results:

Comments:

Analyst:

Measured 2.41E+02 +/- 7.31E+02

Calculated 1.06E+03 +/- 1.15E+03

Activity Meas
(uCi/k ) Uncert

Use Meas

Isotope Activity

(nCi/g)

Total Unc

I sigma
Pu-238 3.11E+02 +/- 1.31E+02
Pu-239 7.67E+02 +/- 3.22E+02
Pu-240 4.00E+02 +/- 1.68E+02
Pu-241 1.49E+03 +/- 6.28E+02
Pu-242 4.04E-01 +/- 1.70E-01

Am-241 2.41E+02 +1- 7.31E+02

Np-237 9.91E-02 +/- 4.11E-02
U-238 0.00E+00 +/- 0.00E+00
U-235 0.00E+00 +/- O.UOEt00
Cs-137 1.93E-03 +/- 8.11E-04
Co-60 0.00E+00 +/- O.00E+00

Calcs: Use lst

Depth (in): 22.5

% Volume: 50

Martin Winterrose Date: 3/20/02

1000-040202-0001 10



#Date & Time: Thu Dec 20 09:57:44 2001
-g=SIMPLE CYLINDER
-description=233S-01-0014
-comment=DRUM_WITHSAMPLES
-Ccollimator=50MM-180D
-crpn=4
-Detector=7219
-Convergence in %=1 -MDRPN=4

-Lunit=IN -Tunit=C -Dunit=G/CU.C -Punit-MM.HG
-at=20 -ap=760 -.rh=50
-Energies kev= 50.000, 100.000, 128.000,

300.000, 500.000, 700.000,
4000.000,

-Error in %= 10.000, 10.000, 10.000,
8.000, 6.000, 6.000,
4.000,

-dl.1=0.0625 -dl.2=22.5 -dl .3=33.5
-d3.1=33 -3mater=SAMPLEHS -3 den=0.4324
-2Absor=0.0312 -2Amater=CADMIUM -2Aden=B.
-sd1=24

130.000, 150.000, 200.000,#
1000.000, 1400.000, 2000.000,#

10.000, 10.000, 8.000,#

4.000, 4.000, 4.000,#

-lmater=CSTEEL -lden=7.86

-3 con=1
642
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C A N B E R R A I S 0 C S A N A L Y S I S

Report Generated On

Sample Title
Spectrum Description
Sample Identification
Sample Size

12/20/01 10:28:11 AM

233S-01-0014 @ 270

0889
90.0 kg

Sample Taken On : 10/25/01 12:54:00 PM
Acquisition Started : 10/25/01 1:04:11 PM

Live Time: 1800.0 seconds Real Time: 1804.8 seconds

ISOCS Calabration . 233S-01-0014
Energy Cal ibration Used Done On . 2/27/01
Efficiency Calibration Used Done On : 12/20/01

P E A K A N A L Y S I S R E P O R T

Peak Peak Energy Net Peak Net Area Continuum
No. centroid ( keV) Area Uncert. Counts

1 237.82 59.54 5.12E+003 122.08 2.87E+003
M 2 292.51 73.21 1.51E+003 152.93 2.61E+003
m 3 301.09 75.35 2.57E+003 214.43 2.72E+003

4 340.00 85.08 8.94E+002 116.48 3.86E+003
M 5 396.14 99.11 4.02E+003 268.83 5.30E+003
m 6 414.28 103.64 2.32E+003 159.61 6.06E+003
M 7 445.60 111.47 1.52E+003 65.42 5.91E+003
m 8 461.15 115.35 1.17E+003 63.96 7.75E+003
M 9 502.78 125.76 1.20E+003 76.04 5.21E+003
m 10 518.73 129.75 5.71E+003 258.13 5.23E+003

11 643.00 160.80 3.71E+002 129.84 4.71E+003
M 12 815.63 203.95 1.01E+003 48.33 2.40E+003
m 13 833.54 208.42 3.01E+003 64.68 2.62E+003

14 1200.67 300.17 1.62E+003 78.92 1.40E+003
15 1247.99 312.00 1.10E+004 126.67 1.26E+003

M 16 1332.57 333.14 1.29E+003 78.49 8.10E+002
m 17 1344.40 336.10 4.92E+002 38.43 7.62E+002
m 18 1363.69 340.92 1.33E+003 79.55 7.05E+002
m 19 1381.50 345.37 1.14E+003 70.10 5.81E+002
M 20 1474.89 368.71 3.81E+002 29.19 6.04E+002
m 21 1501.81 375.44 3.45E+003 131.48 5.10E+002
m 22 1522.32 380.56 6.62E+002 38.64 4.21E+002
m 23 1532.60 383.13 5.45E+002 33.52 3.96E+002
M 24 1573.14 393.26 1.10E+003 33.88 4.14E+002
m 25 1595.59 398.87 3.85E+002 22.47 3.58E+002
M 26 1656.84 414.18 3.18E+003 53.61 3.38E+002
m 27 1691.81 422.92 2.28E+002 17.71 2.53E+002

28 1806.17 451.50 3.40E+002 29.78 1.62E+002
29 2045.00 511.19 2.21E+002 29.15 1.47E+002
30 2335.00 583.66 9.32E+001 23.60 1.15E+002
31 2438.00 609.41 1.21E+002 22.40 9.53E+001
32 2650.12 662.42 3.97E+002 29.77 1.19E+002

3
2

W-0 0
722.70 7.45E+0 01 18.17 7.05E+001

W-122 1 10]0
6



34 3647.00 911.56 4.13E+001 16.64 6.27E+001
35 7066.00 1766.03 3.16E+001 9.56 1.54E+001
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N U C L I D E I D E N T I F I C A T I O N R E P O R T

Nuclide Id Energy Yield
Name Confidence (keV) M

CS-137 0.977
NP-237 1.000

Pu-239 0.992

AM-241 1.000

PU-241 0.936

661.65* 85.12
300. 17* 6.20
312. 00* 36.00
340. 60* 4.20
129. 28* 0.01
375. 00* 0.00
413. 70* 0.00
451. 50* @ 0.00
59. 54* 35.70

125. 28* 0.00
335. 40* 0.00
662. 42* @ 0.00
722. 70* 0.00
114. 00* 0.02
332. 60* 0.00

Activity
(uCi)

1.93166E-003
8.35713E-002
9.90642E-002
1.06814E-001
5.42433E+002
7.66040E+002
7.67965E+002
6.77907E+002
1.49136E+002
1.96517E+002
3.33076E+002
4.56729E+002
2.40641E+002
4.67302E+001
1.48955E+002

Activity
Uncertainty

1.57048E-004
5.73022E-003
4.87255E-003
8.07823E-003
9.43222E+001
6.58987E+001
6.13322E+001
6.49890E+001
1.23848E+001
1.56536E+001
3.02936E+001
3.71127E+001
5.91862E+001
3.59319E+000
1.14307E+001

I N T E R F E R E N C E C 0 R R E C T E D R E P O R T

Nuclide Wt mean Wt mean
Nuclide Id Activity Activity
Name Confidence (uCi/kg ) Uncertainty

CS-137 0.977 1.152615E-003 1.616494E-004
NP-237 1.000 9.504739E-002 3.372940E-003
Pu-239 @ 0.992 7.255778E+002 4.053809E+001
AM-241 @ 1.000 1.842001E+002 9.137926E+000
PU-241 0.936 5.592287E+001 3.427819E+000

?= nuclide is part of an undetermined solution
X = nuclide rejected by the interference analysis
@= nuclide contains energy lines not used in Weighted Mean Activity

Errors quoted at 1.000 sigma

N U C L I D E T O T A L S ^

Nuclide Mass (g)

Pu-239 1.05E+000 +/- 5.89E-002
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Nuclide MDA Report 12/20/01 10:28:12 AM Page

**************************************************************************

***** N U C L I D E M D A R E P O R T *****
**************************************************************************

Nuclide Energy Yield Line MDA Nuclide MDA Activity
Name (keV) M (uCi/kg ) (uCi/kg ) (uCi/kg

CO-60 1173.22 100.00 2.3467E-004 2.03E-004 -4.2785E-005
1332.49 100.00 2.0260E-004 2.5823E-005

CS-134 475.35 1.46 2.3104E-002 2.56E-004 1.0346E-002
563.23 8.38 3.6324E-003 3.7886E-003
569.32 15.43 1.9354E-003 -4.0519E-004
604.70 97.60 3.7065E-004 1.3762E-004
795.84 85.40 2.5624E-004 -2.9153E-004
801.93 8.73 2.8090E-003 -4.4018E-004

1038.57 1.00 2.3512E-002 1.9944E-002
1167.94 1.80 1.2351E-002 9.2117E-005
1365.15 3.04 6.2068E-003 -2.7141E-003

+ CS-137 661.65* 85.12 3.6713E-004 3.67E-004 1.9317E-003
+ NP-237 300.17* 6.20 1.1661E-002 2.14E-003 8.3571E-002

312.00* 36.00 2.1400E-003 9.9064E-002
340.60* 4.20 1.0134E-002 1.0681E-001

+ Pu-239 129.28* 0.01 3.2259E+001 2.13E+001 5.4243E+002
375.00* 0.00 2.3952E+001 7.6604E+002
413.70* 0.00 2.1327E+001 7.6797E+002
451.50* 0.00 1.5856E+002 6.7791E+002

+ AM-241 59.54* 35.70 9.5672E+000 9.57E+000 1.4914E+002
125.28* 0.00 5.5360E+001 1.9652E+002
335.40* 0.00 8.8789E+001 3.3308E+002
662.42* 0.00 8.6807E+001 4.5673E+002
722.70* 0.00 1.7876E+002 2.4064E+002

+ PU-241 114.00* 0.02 1.6453E+001 1.56E+001 4.6730E+001
332.60* 0.00 1.5603E+001 1.4895E+002

CM-243 209.70 3.27 3.9139E-002 5.97E-003 2.7013E-003
228.18 10.56 8.7678E-003 2.4493E-003
277.60 14.00 5.9692E-003 -4.2493E-004

+ = Nuclide identified during the nuclide identification
* = Energy line found in the spectrum
> = MDA val ue not calculated
@= Half-life too short to be able to perform the decay correction
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Bldg 233s
NDA Item Description Sheet

Bottle Geometry

Put Dimensions on Bottle

Item ID: 2r^55c, -o, -c»Z^

Weight (kg): Z.°g3 133. t 8

33.5

^-tc^T- ^ oco. S-7

Material Description: n,^,'"

Packaging: 71>1

Detector Distance (in): Z4-! It

Detector Filters: ^Vn ^ 9et ^

Dose Rate: <. s

Zo {^-^
513

Comments: q0 ^ pe-,O^m, -
c/5n 'PD

^ yao AV

/800 z-"b

1000-122001-0001 65
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233-S Item Analysis Spreadsheet Version 3.Ob

Sample Info: Item ID: 233s-01-0021
File Name: 900

Data Input:

Item Parameters:

Isotope

Activity
(uCi/k )

Meas
Uncert

Pu-239 (129)
Pu-239 (414) 1.03E+03 8.22E+01

Am-241 7.43E+02 5.91E+01

Np-237 2.26E-02 1.27E-03
U-238
U-235
Cs-137
Co-60

Contamination: Internal Item Type: Barrel

Dimensions:

Length (in): 335 Width (in): -22-57-1

Weight (lbs): 235.1 Depth for TMU (in): 4

Am-241 Calcs:

Nuclide Activities:

Results:

Comments:

Analyst:

Measured 7.43E+02 +/- 2.25E+03
Calculated 1.42E +03 +/- 1.54E+03

1/14/02

:Lq R1-tN¢
Assay Date: 5-Oct-01

File Name:

Uncert

Use Meas

Isotope Activity

(nCi/g )

Total Unc

1 sigma

Pu-238 4.17E+02 +/- 1.75E+02
Pu-239 1.03E+03 +1- 4.33E+02
Pu-240 5.36E+02 +/- 2.25E+02
Pu-241 2.00E+03 +/- 8.43E+02
Pu-242 5.42E-01 +/- 2.28E-01

Am-241 7.43E+02 +/- 2.25E+03

Np-237 2.26E-02 +/- 9.40E-03
U-238 O.OOE+00 +/- O.OOE+00
U-235 O.OOE+00 +/- 0.00E+00
Cs-137 O.OOE+00 +/- 0.00E+00
Co-60 O.OOE+00 +/- O.OOE+00

7̀ 5,
O)r. V^)

^ bor^YYC
`n ^a^0

Calcs: Use 1st

Depth (in): 22.5

% Volume: 50

Total TRU Aetivlt nCi/ : 2.73E+03 +/- 2.31E+03 Calc from Pu-239 Act
Pu (g): 2.05E+00 Pu + 3 si ma TMU: 4.63E+00

Pu(g) + 3 si ma: 2.54E+00

Errors:

I Net Wt. Used.

Martin Winterrose Date: 3/20/02
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#Date & Time: Thu Dec 20 10:01:12 2001
-g=SIMPLE CYLINDER
-description=233S-01-0021
-comment=DRUM_WITHSAMPLES
-Ccollimator=50MM-180D
-crpn=4
-Detector=7219
-Convergence in %=1 -MDRPN=4
-Lunit=IN -Tunit=C -Dunit=G/CU.C -Punit=MM.HG

-at=20 -ap=760 -rh-50
-Energies kev= 50.000, 100.000, 128.000, 130.000, 150.000, 200.000,#

300.000, 500.000, 700.000, 1000.000, 1400.000, 2000.000,#

4000.000,

-Error in $= 10.000, 10.000, 10.000, 10.000, 10.000, 8.000,#
8.000, 6.000, 6.000, 4.000, 4.000, 4.000,#

4.000,
-dl.1=0.0625 -dl.2=22.5 -dl .3=33.5 -lmater=CSTEEL -lden=7.86
-d3.1=33 -3mater=SAMPLES -3 den=0.5133 -3con=1
-sdl=24
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C A N B E R R A

Report Generated On

Sample Title
Spectrum Description
Sample Identification
Sample Size

I S O C S A N A L Y S I S

12/20/01 12:45:37 PM

233s-01-0021 @ 270

0900
106.9 kg

Sample Taken On 10/29/01 1:46:00 PM
Acquisition Started 10/29/01 1:47:25 PM

Live Time : 1800.0 seconds Real Time: 1944.8 seconds

ISOCS Calabration . 2335-01-0021
Energy Cal ibration Used Done On . 2/27/01
Efficiency Calibration Used Done On : 12/20/01

P E A K A N A L Y S I S R E P O R T

Peak Peak Energy Net Peak Net Area Continuum
No. centroid (keV) Area Uncert. Counts

1 237.82 59.54 3.67E+006 2475.76 6.83E+005
M 2 292.26 73.15 4.08E+003 159.80 3.65E+004
m 3 300.96 75.32 8.02E+003 175.28 4.51E+004

4 340.00 85.08 5.03E+003 516.84 5.82E+004
M 5 380.11 95.10 1.28E+004 285.88 3.84E+004
m 6 396.06 99.09 4.19E+004 696.60 4.87E+004
m 7 413.90 103.55 2.19E+004 381.90 3.80E+004
M 8 445.72 111.50 8.16E+003 195.97 1.93E+004
m 9 461.78 115.51 6.39E+003 160.95 2.10E+004
m 10 476.84 119.28 5.21E+003 139.88 1.88E+004
m 11 502.59 125.71 4.92E+003 134.91 1.60E+004
m 12 518.78 129.76 2.17E+004 418.80 1.31E+004
M 13 578.33 144.64 9.90E+002 71.17 7.69E+003
m 14 586.97 146.80 8.21E+002 68.15 8.68E+003
m 15 595.84 149.02 1.12E+003 69.92 8.69E+003

16 758.00 189.54 2.74E+002 91.02 3.04E+003
M 17 815.78 203.98 2.10E+003 61.55 3.74E+003
m 18 833.51 208.42 4.34E+003 75.99 3.35E+003

19 1023.00 255.77 3.03E+002 64.41 1.40E+003
20 1200.67 300.17 3.95E+002 69.24 1.40E+003
21 1247.99 312.00 3.01E+003 87.47 1.36E+003
22 1295.00 323.75 1.17E+002 66.86 1.33E+003

M 23 1332.59 333.14 2.07E+003 150.07 1.27E+003
m 24 1344.14 336.03 8.42E+002 66.16 1.27E+003

25 1377.12 344.27 1.84E+003 68.84 9.50E+002
M 26 1474.67 368.65 7.03E+002 38.19 7.78E+002
m 27 1501.77 375.42 5.53E+003 157.66 7.42E+002
m 28 1522.31 380.56 1.06E+003 47.09 5.98E+002
m 29 1532.52 383.11 8.92E+002 41.59 5.68E+002

30 1574.00 393.48 1.83E+003 67.93 6.53E+002
31 1654.92 413.70 5.17E+003 84.96 4.75E+002
32 1692.00 422.97 3.87E+002 39.37 3.19E+002
33 1806.17 451.50 5.94E+002 36.71 2.15E+002
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34 2047.00 511.69 1.89E+002 28.06 1.54E+002
35 2336.00 583.91 9.01E+001 27.44 1.56E+002
36 2438.00 609.41 2.24E+002 26.70 1.08E+002
37 2650.12 662.42 3.08E+002 29.21 1.46E+002
38 2891.32 722.70 1.00E+002 23.49 1.13E+002
39 3645.00 911.06 7.43E+001 14.83 4.07E+001
40 4487.00 1121.49 7.99E+001 17.74 5.51E+001
41 7068.00 1766.53 7.05E+001 11.08 1.25E+001
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N U C L I D E I D E N T I F I C A T I 0 N R E P O R T

Nuclide Id Energy Yield
Name Confidence (keV) (8)

NP-237 0.857 300.17* 6.20
312.00* 36.00
340.60 4.20

Pu-239 0.993 129.28* 0.01
375.00* 0.00
413.70* 0.00
451.50* @ 0.00

AM-241 1.000 59.54* 35.70
125.28* 0.00
335.40* 0.00
662.42* @ 0.00
722.70* 0.00

PU-241 0.921 114.00* 0.02
332.60* 0.00

Activity Activity
(uCi) Uncertainty

1.70292E-002 3.09629E-003
2.26603E-002 1.26774E-003

1.11561E+003
1.01558E+003
1.02995E+003
9.77469E+002
7.42825E+002
4.08924E+002
4.73595E+002
3.02093E+002
2.80543E+002
1.05540E+002
1.98154E+002

1.88535E+002
8.34914E+001
8.21806E+001
7.15194E+001
5.90874E+001
2.27528E+001
4.32539E+001
3.01950E+001
6.61560E+001
6.29293E+000
1.71211E+001

I N T E R F E R E N C E C 0 R R E C T E D R E P 0 R T

Nuclide
Name

X CS-137
NP-237
Pu-239 @
AM-241 @
PU-241

Nuclide
Id

Confidence

0.977
0.857
0.993
1.000
0.921

Wt mean
Activity
(uCi/kg

2.185180E-002
1.031038E+003
4.427609E+002
1.165626E+002

Wt mean
Activity
Uncertainty

1.173211E-003
5.593173E+001
1.831528E+001
5.906591E+000

? = nuclide is part of an undetermined solution
X = nuclide rejected by the interference analysis
@= nuclide contains energy lines not used in Weighted Mean Activity

Errors quoted at 1.000 sigma

N U C L I D E T O T A L S

Nuclide Mass (g)

Pu-239 1.78E+000 +/- 9.64E-002
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Nuclide MDA Report 12/20/01 12:45:38 PM Page 4

**************************************************************************

***** N U C L I D E M D A R E P 0 R T *****
**************************************************************************

Nuclide Energy Yield Line MDA Nuclide MDA Activity
Name (keV) M (uCi/kg ) (uCi/kg ) (uCi/kg

CO-60 1173.22 100.00 2.0143E-004 1.88E-004 -2.8578E-005
1332.49 100.00 1.8765E-004 -4.8729E-005

CS-134 475.35 1.46 2.1050E-002 2.74E-004 -2.2947E-003
563.23 8.38 3.1715E-003 -4.4677E-003
569.32 15.43 1.6908E-003 -6.4754E-004
604.70 97.60 3.4032E-004 -3.6794E-005
795.84 85.40 2.7413E-004 3.6332E-004
801.93 8.73 2.5447E-003 -1.0373E-003

1038.57 1.00 2.1523E-002 -2.7394E-003
1167.94 1.80 1.1288E-002 -4.4628E-003
1365.15 3.04 5.6837E-003 -2.5973E-003

CS-137 661.65* 85.12 3.3021E-004 3.30E-004 1.2777E-003
+ NP-237 300.17* 6.20 9.5250E-003 1.71E-003 1.7029E-002

312.00* 36.00 1.7070E-003 2.2660E-002
340.60 4.20 2.1510E-002 2.7688E-002

+ Pu-239 129.28* 0.01 2.7504E+001 2.38E+001 1.1156E+003
375.00* 0.00 2.3775E+001 1.0156E+003
413.70* 0.00 3.0229E+001 1.0299E+003
451.50* 0.00 1.5304E+002 9.7747E+002

+ AM-241 59.54* 35.70 1.0468E+000 1.05E+000 7.4282E+002
125.28* 0.00 4.9121E+001 4.0892E+002
335.40* 0.00 9.4577E+001 4.7360E+002
662.42* 0.00 7.8075E+001 3.0209E+002
722.70* 0.00 2.0272E+002 2.8054E+002

+ PU-241 114.00* 0.02 1.1193E+001 1.12E+001 1.0554E+002
332.60* 0.00 1.6196E+001 1.9815E+002

CM-243 209.70 3.27 3.7415E-002 5.19E-003 -8.1732E-004
228.18 10.56 7.9919E-003 5.9263E-004
277.60 14.00 5.1877E-003 -3.0004E-003

+ = Nuclide identified during the nuclide identification
* = Energy line found in the spectrum
> = MDA value not calculated
@= Half-life too short to be able to perform the decay correction
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233-S Item Analysis Spreadsheet Version 3.0

Sample Info: Item ID: 233s-01-0023
File Name• 905

Data Input:

Item Parameters:

Isotope
Activity

(uCi/kg)
Meas
Uncert

Pu-239 ( 129 )
Pu-239 (414) 7.15E+02 5.77E+01

Am-241 9.45E+02 8.37E+01
Np-237 5.20E-01 2.52E-02
U-238
U-235
Cs-137 1.OSE Ol 3.58E-03
Co-60

Contamination:r Internal ItemType: Barrel

Dimensions:

Length (in): 33.5 Width (in): 22.5
Weight (lbs): 219.85 Depth for TMU (in): 4

Am-241 Calcs:

Nuclide Activities:

Results:

Comments:

Measured 9.45E+02 +/- 2.86E+03

Calculated 9.90E+02 +J- 1.07E+03

12/12/01

Assay Date: 30-Oct-01

File Name:

Activity Meas
uC' Uncert

Use Meas

Isotope Activity
nCi/

Total Unc
I si ma

Pu-238 2.90E+02 +/- 1.22E+02
Pu-239 7.15E+02 +1- 3.O1E+02
Pu-240 3.73E+02 +/- 1.57E+02
Pu-241 1.39E+03 +/- 5.86E+02
Pu-242 3.76E-01 +/- 1.58E-01
Am-241 9.45E+02 +/- 2.86E+03
Np-237 5.20E-01 +/. 2.16E-01
U-238 0.00E+00 +/- 0.00E+00
U-235 0.00E+00 +/- 0.00E+00
Cs-137 1.05E-01 +/- 4.34E-02
Co-60 0.00E+00 +/- 0.00E+00

Calcs: Use Ist

Depth (in): 22.5

% Volume: 50

Analyst: Martin Winterrose
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#Date & Time: Thu Dec 20 10:06:29 2001
-g=SIMPLE CYLINDER
-description=233S-01-0023
--comment=DRUM_WITHSAMPLES
-Ccollimator=50MM-180D
-crpn=4
-Detector=7219
-Convergence in %=1 -MDRPN=4
-Lunit=IN -Tunit=C -DUnit=G/CU.C -Punit=MM.HG
-at=20 -ap=760 -rh=50
-Energies kev= 50.000, 100.000, 128.000, 130.000, 150.000, 200.000,#

300.000, 500.000, 700.000, 1000.000, 1400.000, 2000.000,#

4000.000
-Error in 10.000,, 10.000, 10.000, 10.000, 10.000, 8.000,#

8.000, 6.000, 6.000, 4.000, 4.000, 4.000,#
4.000,

--d1.1=0.0625 -d1.2=22.5 -d1.3=33.5 -lmater=CSTEEL -lden=7.86
-d3.1=33 -3mater=SAMPLEHS -3den=0.48 -3con=1
-sdl=24
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C A N B E R R A I S O C S A N A L Y S I S

Report Generated On

Sample Title
Spectrum Description
Sample Identification
Sample Size

: 12/20/01 10:34:17 AM

2335-01-0023 @ 270

0905
99.4 kg

Sample Taken On : 10/30/01 10:57:00 AM
Acquisition Started : 10/30/01 10:57:58 AM

Live Time: 1800.0 seconds Real Time: 1938.9 seconds

ISOCS Calabration . 2335-01-0023
Energy Cal ibration Used Done On . 2/27/01
Efficiency Calibra tion Used Done On : 12/20/01

P E A K A N A L Y S I S R E P O R T

Peak Peak Energy Net Peak Net Area Continuum
No. centroid (keV) Area Uncert. Counts

1 239.07 59.85 3.76E+006 146813. 8.75E+004
2 292.02 73.09 5.68E+003 320.94 4.03E+004
3 301.08 75.35 1.18E+004 376.04 3.85E+004
4 347.30 86.90 7.64E+003 859.94 3.13E+004
5 396.12 99.10 3.82E+004 1202.79 2.48E+004
6 413.46 103.44 2.38E+004 650.93 2.26E+004
7 445.65 111.48 7.05E+003 381.48 2.07E+004
8 459.19 114.86 3.76E+003 275.31 1.98E+004
9 476.78 119.26 4.22E+003 359.21 1.84E+004

10 502.46 125.68 7.47E+003 389.85 1.63E+004
11 518.59 129.71 1.06E+004 151.59 1.53E+004
12 575.42 143.91 4.89E+002 108.79 1.30E+004
13 590.95 147.79 5.67E+002 292.72 1.26E+004
14 646.32 161.63 4.48E+002 105.32 1.14E+004
15 660.34 165.14 6.65E+002 110.73 1.11E+004
16 679.08 169.82 4.85E+002 93.93 1.13E+004
17 815.35 203.88 1.22E+003 87.31 8.31E+003
18 833.40 208.39 9.75E+003 129.89 7.88E+003
19 1087.40 271.87 5.05E+002 78.90 5.22E+003
20 1201.73 300.44 1.14E+004 154.37 3.94E+003
21 1248.82 312.21 6.70E+004 573.64 3.31E+003
22 1332.11 333.02 1.80E+003 68.43 2.55E+003
23 1343.19 335.79 1.39E+003 68.94 2.50E+003
24 1363.19 340.79 7.35E+003 244.27 2.37E+003
25 1378.02 344.50 5.64E+002 173.66 2.27E+003
26 1473.93 368.47 5.71E+002 88.19 1.80E+003
27 1501.59 375.38 3.68E+003 188.18 1.72E+003
28 1503.34 375.82 1.27E+003 179.44 1.71E+003
29 1522.37 380.57 5.63E+002 105.55 1.66E+003
30 1533.63 383.39 5.69E+002 84.44 1.62E+003
31 1572.66 393.14 1.22E+003 50.00 1.52E+003
32 1595.22 398.78 2.24E+003 59.87 1.49E+003
33 1656.01 413.97 3.49E+003 71.44 1.39E+003
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34 1664.26 416.03 3.03E+003 68.21 1.39E+003
35 1807.16 451.75 4.20E+002 38.84 1.19E+003
36 2438.53 609.54 2.30E+002 23.91 4.04E+002
37 2477.59 619.30 1.34E+002 21.58 3.74E+002
38 2612.20 652.94 7.26E+001 20.85 2.68E+002
39 2648.10 661.91 2.45E+004 314.30 2.32E+002
40 2667.23 666.69 2.68E+002 27.93 2.12E+002
41 2781.88 695.35 2.17E+002 18.13 1.16E+002
42 2889.06 722.13 4.06E+002 26.68 7.80E+001
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Peak Peak Energy Net Peak Net Area Continuum
No. centroid (keV) Area Uncert. Counts

43 3647.90 911.78 7.14E+001 10.78 4.27E+001
44 4484.08 1120.76 8.41E+001 11.34 3.14E+001
45 5849.33 1461.96 5.82E+002 24.93 1.44E+001
46 7068.24 1766.59 7.34E+001 9.86 4.38E+000
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^ N U C L I D E I D E N T I F I C A T I 0 N

Nuclide Id Energy Yield Activity
Name Confidence (keV) M (uCi)

CS-137 0.997
NP-237 0.998

Pu-239 0.994

AM-241 0.996

PU-241 0.973

661.65*
300. 17*
312.00*
340. 60*
375. 45*
415.76*
129.28*
375. 00*
413.70*
451.50* @
59.54*
125.28*
335. 40*
662.42* @
722.70*
114.00*
332. 60*

I N T E R F E R E N C E

R E P O R T

Activity
Uncertainty

85.12 1.05250E-001
6.20 5.06480E-001

36.00 5.19947E-001
4.20 5.03952E-001
0.68 1.61957E+000
1.75 5.38318E-001
0.01 5.99811E+002
0.00 6.96007E+002
0.00 7.15388E+002
0.00 7.11305E+002

35.70 9.44519E+002
0.00 6.87904E+002
0.00 8.04689E+002
0.00 2.48858E+004
0.00 1.17258E+003
0.02 7.04896E+001
0.00 1.77586E+002

C 0 R R E C T E D

3.57609E-003
2.53818E-002
2.52508E-002
2.87339E-002
1.09257E-001
2.52765E-002
1.01075E+002
6.43739E+001
5.77382E+001
7.13880E+001
8.36503E+001
4.89812E+001
5.47678E+001
8.42869E+002
8.51033E+001
6.43711E+000
1.07091E+001

R E P O R T

Nuclide
Name

CS-137
NP-237
Pu-239 @
AM-241 @
PU-241

Nuclide
Id

Confidence

0.997
0.998
0.994
0.996
0.973

Wt mean
Activity
(uCi/kg

1.017562E-001
5.132338E-001
6.193746E+002
8.261222E+002
9.891422E+001

Wt mean
Activity
Uncertainty

3.567196E-003
1.294663E-002
1.986988E+001
3.114094E+001
5.517133E+000

?= nuclide is part of an undetermined solution
X = nuclide rejected by the interference analysis
@= nuclide contains energy lines not used in Weighted Mean Activity

Errors quoted at 1.000 sigma
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Nuclide MDA Report 12/20/01 10:34:17 AM Page 5

**************************************************************************

***** N U C L I D E M D A R E P 0 R T *****
**************************************************************************

Nuclide Energy Yield Line MDA Nuclide MDA Activity
Name (keV) ($) (uCi/kg ) (uCi/kg ) (uCi/kg

CO-60 1173.22 100.00 2.3889E-004 1.96E-004 1.2882E-004
1332.49 100.00 1.9599E-004 1.7067E-005

CS-134 475.35 1.46 5.7260E-002 2.96E-004 4.7624E-002
563.23 8.38 6.8066E-003 6.5726E-004
569.32 15.43 3.7355E-003 7.7214E-004
604.70 97.60 6.2005E-004 -1.2253E-004
795.84 85.40 2.9616E-004 1.8555E-004
801.93 8.73 2.8655E-003 -1.1118E-004
1038.57 1.00 2.3642E-002 -1.1236E-002
1167.94 1.80 1.2934E-002 -8.2705E-003
1365.15 3.04 5.3425E-003 -8.1392E-003

+ CS-137 661.65* 85.12 3.1585E-004 3.16E-004 1.0525E-001
+ NP-237 300.17* 6.20 1.3126E-002 2.10E-003 5.064BE-001

312.00* 36.00 2.0995E-003 5.1995E-001
340.60* 4.20 1.5727E-002 5.0395E-001
375.45* 0.68 8.5913E-002 1.6196E+000
415.76* 1.75 3.1293E-002 5.3832E-001

+ Pu-239 129.28* 0.01 3.2740E+001 3.27E+001 5.9981E+002
375.00* 0.00 3.6921E+001 6.9601E+002
413.70* 0.00 3.6180E+001 7.1539E+002
451.50* 0.00 2.7609E+002 7.1131E+002

+ AM-241 59.54* 35.70 3.4679E-001 3.47E-001 9.4452E+002
125.28* 0.00 5.5019E+001 6.8790E+002
335.40* 0.00 1.3614E+002 8.0469E+002
662.42* 0.00 7.4682E+001 2.4886E+004
722.70* 0.00 1.2655E+002 1.1726E+003

+ PU-241 114.00* 0.02 1.2353E+001 1.24E+001 7.0490E+001
332.60* 0.00 2.3474E+001 1.7759E+002

CM-243 209.70 3.27 6.3867E-002 1.02E-002 7.4071E-001
228.18 10.56 1.4624E-002 1.9193E-003
277.60 14.00 1.0236E-002 -6.5087E-004

+ = Nuclide identified during the nuclide identification
* = Energy line found in the spectrum
> = MDA value not calculated
@= Half-life too short to be able to perform the decay correction

N U C L I D E T 0 T A L S

Nuclide Mass (g)

Pu-239 9.93E-001 +/- 3.19E-002
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Bldg 233s
NDA Item Description Sheet

Bottle Geometry

Put Dimensions on Bottle

55,5

Item ID: _ Z335 O! ^023 ^rz^t-^uATr-

Weight (kg): - ? -?. -i5 t,,

k1^-,
Owzcps> t zca - Z5
-r^rZ.-,- zc^ • 3orr3

Material Description:

Packaging: iS6 C-2 ..^ `^cz ^^ •^

Detector Distance (in): Z,-d

Detector Filters:

Dose Rate: o%

Comments:

1000-122001-0001
80

^-ZZ,s -1



233-S Item Analysis Spreadsheet Version 3.Ob 1/14/02

Sample Info: Item ID: 233s-01-0023RE^ Assay Date: 30-Oct-01
File Name: 906 File Name:

Data Input:

Isotope
Activity

(uCi/k )

Meas

Uncert

Pu-239 (129)

Pu-239 (414) 7.21E+02 5.81E+01
Am-241 1.02E+03 9.03E+01
Np-237 5.38E-01 2.61E-02
U-238
U-235

Cs-137 1.05E-01 3.55E-03
Co-60

Item Parameters:

Contamination: Internal ^

Dimensions:

Length (in): 33.5

Weight (]bs): 219.85

Am-241 Calcs:

Nuclide Activities:

Results:

Comments:

Analyst:

Measured 1.02E

lCalculated 9.98E+02 +/- 1.08E+03

Isotope Activity

(nCi/g)

Total Unc
I sigma

Pu-238 2.92E+02 +/- 1.23E+02
Pu-239 7.21E+02 +/- 3.03E+02
Pu-240 3.76E+02 +/- 1.58E+02
Pu-241 1.40E+03 +/- 5.90E+02
Pu-242 3.79E-01 +/- 1.60E-01
Am-241 1.02E+03 +/- 3.09E+03
Np-237 5.38E-01 +/- 2.23E-01
U-238 O.00E+00 +/- O.00E+00
U-235 O.00E+00 +/- O.00E+00
Cs-137 1.05E-01 +/- 4.34E-02
Co-60 O.00E+00 +/- O.00E+00

Calcs: Use lst

Depth (in): 22.5
% Volume: 50

Errots:I-Iigh Np-237 ratio,
Net Wt. Used. Np-237 ratio does not affect final values

Martin Winterrose

Meas

Uncert

Item Type: Barrel

Width (in): 22.5
Depth for TMU (in): 4

+03 +/- 3.09E+03 Use Meas

1000-040202-0001 13
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#Date & Time: Thu Dec 20 10:06:29 2001
-g=SIMPLE CYLINDER
-description=233S-01-0023
-comment=DRUM_WITHSAMPLES
-Ccollimator=50MM-180D
-crpn=4
-Detector=7219
-Convergence in %=1 -MDRPN=4
-LUnit=IN -Tunit=C -Dunit=G/CU.C -Punit=MM.HG
-at=20 -ap=760 -rh=50
-Energies kev= 50.000, 100.000, 128.000, 130.000, 150.000, 200.000,#

300.000, 500.000, 700.000, 1000.000, 1400.000, 2000.000,#
4000.000,

-Error in %= 10.000, 10.000, 10.000, 10.000, 10.000, 8.000,0
8.000, 6.000, 6.000, 4.000, 4.000, 4.000,#
4.000,

-dl.1=0.0625 -dl.2=22.5 -.d1.3=33.5 -lmater=CSTEEL -lden=7.86
-d3.1=33 -3mater=SAMPLEHS -3den=0.48 -3con=l
-sdl=24
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C A N B E R R A I S O C S A N A L Y S I S

Report Generated On

Sample Title
Spectrum Description
Sample Identification
Sample Size

12/20/01 1:25:21 PM

2335-01-0023 REP @ 270

0906
99.4 kg

Sample Taken On : 10/30/01 12:36:00 PM
Acquisition Started : 10/30/01 12:36:35 PM

Live Time: 1800.0 seconds Real Time: 1954.0 seconds

ISOCS Calabration . 2335-01-0023
Energy Cal ibration Used Done On . 2/27/01
Efficiency Calibration Used Done On : 12/20/01

P E A K A N A L Y S I S R E P O R T

Peak Peak Energy Net Peak Net Area Continuum
No. centroid (keV) Area Uncert. Counts

1 239.09 59.86 4.07E+006 156346. 9.85E+004
2 292.89 73.30 5.94E+003 360.61 4.53E+004
3 300.96 75.32 1.20E+004 368.22 4.28E+004
4 347.44 86.94 8.26E+003 881.46 3.40E+004
5 396.10 99.10 4.02E+004 1302.72 2.64E+004,
6 413.40 103.42 2.49E+004 669.37 2.38E+004
7 445.56 111.46 7.24E+003 336.22 2.16E+004
8 459.00 114.82 3.77E+003 221.38 2.07E+004
9 477.18 119.36 5.59E+003 177.77 1.89E+004

10 494.55 123.70 1.58E+003 242.99 1.72E+004
11 502.52 125.70 7.96E+003 216.04 1.68E+004
12 518.59 129.71 1.07E+004 138.89 1.57E+004
13 575.50 143.93 4.24E+002 131.27 1.32E+004
14 643.92 161.03 6.52E+002 105.08 1.17E+004
15 651.29 162.87 3.86E+002 121.95 1.15E+004
16 659.84 165.01 7.48E+002 123.06 1.13E+004
17 678.79 169.75 4.90E+002 94.55 1.15E+004
18 815.19 203.84 1.44E+003 89.58 8.28E+003
19 833.38 208.38 9.94E+003 170.86 7.88E+003
20 1087.63 271.92 5.86E+002 66.73 5.33E+003
21 1201.70 300.43 1.19E+004 174.52 3.97E+003
22 1248.81 312.21 6.93E+004 548.65 3.32E+003
23 1291.27 322.82 4.61E+002 49.92 2.73E+003
24 1331.89 332.97 1.82E+003 64.04 2.54E+003
25 1343.03 335.75 1.32E+003 62.10 2.47E+003
26 1363.27 340.81 7.65E+003 246.92 2.34E+003
27 1378.08 344.51 5.02E+002 167.62 2.21E+003
28 1475.03 368.74 7.72E+002 48.85 1.78E+003
29 1486.52 371.61 2.58E+002 50.08 1.75E+003
30 1501.47 375.35 3.28E+003 217.09 1.71E+003
31 1503.17 375.77 1.89E+003 212.20 1.71E+003
32 1522.41 380.58 5.19E+002 88.20 1.64E+003
33 1533.68 383.40 5.45E+002 47.16 1.62E+003
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34 1572.93 393.21 1.20E+003 49.63 1.51E+003
35 1595.26 398.79 2.13E+003 59.00 1.47E+003
36 1656.13 414.00 3.52E+003 71.23 1.36E+003
37 1664.38 416.06 2.96E+003 67.15 1.36E+003
38 1807.96 451.95 4.33E+002 37.32 1.19E+003
39 1899.30 474.77 9.50E+001 30.48 1.00E+003
40 2438.28 609.48 1.62E+002 22.47 3.97E+002
41 2611.35 652.73 1.12E+002 23.07 2.74E+002
42 2648.13 661.92 2.45E+004 301.58 2.41E+002
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Peak Peak Energy Net Peak Net Area Continuum
No. centroid (keV) Area Uncert. Counts

43 2667.25 666.70 2.76E+002 29.00 2.20E+002
44 2781.67 695.30 2.34E+002 18.80 1.20E+002
45 2888.73 722.05 4.66E+002 30.26 7.68E+001
46 3647.48 911.68 6.75E+001 10.54 3.83E+001
47 4484.68 1120.91 8.07E+001 11.16 2.87E+001
48 5849.17 1461.92 5.71E+002 24.63 1.24E+001
49 7066.93 1766.26 6.56E+001 9.14 2.51E+000
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N U C L I D E I D E N T I F I C A T I 0 N R E P O R T

Nuclide Id Energy Yield
Name Confidence (keV) M

CS-137 0.997
NP-237 0.998

Pu-239 0.994

AM-241 0.996

PU-241 0.976

661.65* 85.12
300. 17* 6.20
312. 00* 36.00
340. 60* 4.20
375. 45* 0.68
415. 76* 1.75
129. 28* 0.01
375. 00* 0.00
413. 70* 0.00
451. 50* @ 0.00
59. 54* 35.70

125. 28* 0.00
335. 40* 0.00
662. 42* @ 0.00
722. 70* 0.00
114. 00* 0.02
332. 60* 0.00

Activity
(uCi)

1.05134E-001
5.30920E-001
5.38194E-001
5.24680E-001
1.44205E+000
5.25635E-901
6.06008E+002
6.19717E+002
7.20823E+002
7.32599E+002
1.02308E+003
7.32470E+002
7.64492E+002
2.48583E+004
1.34676E+003
7.08238E+001
1.80158E+002

Activity
Uncertainty

3.55239E-003
2.67653E-002
2.60776E-002
2.96214E-002
1.14668E-001
2.47278E-002
1.02054E+002
6.29756E+001
5.81370E+001
6.93695E+001
9.03007E+001
4.06694E+001
5.06186E+001
8.37254E+002
9.67102E+001
5.67315E+000
1.05378E+001

I N T E R F E R E N C E C O R R E C T E D

Nuclide
Name

CS-137
NP-237
Pu-239 @
AM-241 @
PU-241

Nuclide
Id

Confidence

0.997
0.998
0.994
0.996
0.976

Wt mean
Activity

( uCi/kg

1.016430E-001
5.231799E-001
6.129799E+002
8.254243E+002
9.539195E+001

R E P O R T

Wt mean
Activity
Uncertainty

3.543080E-003
1.323928E-002
2.009742E+001
2.857803E+001
4.995251E+000

? = nuclide is part of an undetermined solution
X = nuclide rejected by the interference analysis
@ = nuclide contains energy lines not used in Weighted Mean Activity

Errors quoted at 1.000 sigma
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Nuclide MDA Report 12/20/01 1:25:22 PM Page 5

**************************************************************************

***** N U C L I D E M D A R E P O R T *****
**************************************************************************

Nuclide Energy Yield Line MDA Nuclide MDA Activity
Name (keV) (%-) (uCi/kg ) (uCi/kg ) (uCi/kg

CO-60 1173.22 100.00 2.3324E-004 2.03E-004 1.1173E-005
1332.49 100.00 2.0348E-004 8.1301E-006

CS-134 475.35 1.46 5.7696E-002 2.75E-004 -1.9539E-002
563.23 8.38 6.8342E-003 -2.0596E-003
569.32 15.43 3.6171E-003 -3.7833E-004
604.70 97.60 5.9862E-004 -3.8178E-004
795.84 85.40 2.7498E-004 -3.0689E-004
801.93 8.73 2.8024E-003 1.9868E-004
1038.57 1.00 2.2314E-002 -9.4165E-003
1167.94 1.80 1.2393E-002 -7.4850E-004
1365.15 3.04 6.7212E-003 -4.4828E-003

+ CS-137 661.65* 85.12 3.2156E-004 3.22E-004 1.0513E-001
+ NP-237 300.17* 6.20 1.3165E-002 2.10E-003 5.3092E-001

312.00* 36.00 2.1035E-003 5.3819E-001
340.60* 4.20 1.5616E-002 5.246BE-001
375.45* 0.68 8.5794E-002 1.4421E+000
415.76* 1.75 3.0964E-002 5.2564E-001

+ Pu-239 129.28* 0.01 3.3209E+001 3.32E+001 6.0601E+002
375.00* 0.00 3.6870E+001 6.1972E+002
413.70* 0.00 3.5778E+001 7.2082E+002
451.50* 0.00 2.7668E+002 7.3260E+002

+ AM-241 59.54* 35.70 3.6764E-001 3.68E-001 1.0231E+003
125.28* 0.00 5.5766E+001 7.3247E+002
335.40* 0.00 1.3553E+002 7.6449E+002
662.42* 0.00 7.6031E+001 2.4858E+004
722.70* 0.00 1.2559E+002 1.3468E+003

+ PU-241 114.00* 0.02 1.2630E+001 1.26E+001 7.0824E+001
332.60* 0.00 2.3415E+001 1.8016E+002

CM-243 209.70 3.27 6.4084E-002 1.03E-002 8.0268E-001
228.18 10.56 1.4661E-002 -3.1777E-003
277.60 14.00 1.0326E-002 -5.3139E-003

+ = Nuclide identified during the nuclide identification
* = Energy line found in the spectrum
> = MDA value not calculated
@= Half-life too short to be able to perform the decay correction

N U C L I D E T O T A L S

Nuclide Mass (g)

Pu-239 9.83E-001 +/- 3.22E-002
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ISOCS NDA Operating Procedure

Revision 2

Bldg 233-S
NDA Item Description Sheet

Bottle or Cylinder Geometry

53.5

Put Dimensions on Bottle

Item ID: GoZ4-/

t{

C-i z os'S t8 -1. Z 2^

"tC.a2^ Z4^^8

1Col. <-lN°7

Weight (kg): .t.//.4 i 3t

Material Description:

Packaging: 5S C-t ..^ ^

Detector Distance (in): Z^

Detector Filters: n.AU iL

Dose Rate: /1

Comments:

• "7-7s3
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233-S Item Analysis Spreadsheet Version 3.Ob

Sample Info: Item ID: 233s-01-0024
File Name: 948

Data Input:

Item Parameters:

Isotope
Activity
(uCi/k )

Meas
Uncert

Pu-239 (129)
Pu-239 (414) 1.O1E+03 8.02E+01

Am-241 3.68E+02 3. 91 E+O l
Np-237 6.74E-02 3.31E-03
U-238
U-235
Cs-137 3.11E-03 1.50E-04
Co-60

Contamination: Internal Item Type: Barrel

Dimensions:

Length (in): 33.5 Width (in): 22.5

Weight (]bs): 355.12 Depth for TMU (in): 4

Am-241 Cales:

Nuclide Activities:

Results:

Comments:

Analyst:

Measured 3.68E+02 +/- 3.68E+03

Calculated 1.40Ei03 +(- 2.84E+03

1/14/02

Assay Date: 12-Nov-01

File Name:

Use Meas

Isotope Activity

(nCi/g)

Total Unc

I sigma
Pu-238 4.10E+02 +/- 3.32E+02
Pu-239 1.O1E+03 +/- 8.19E+02
Pu-240 5.27E+02 +/- 4.27E+02
Pu-241 1.97E+03 +/- 1.60E+03
Pu-242 5.32E-01 +/- 4.31E-01

Am-241 3.68E+02 +/- 3.68E+03
Np-237 6.74E-02 +/- 5.44E-02
U-238 0.00E+00 +/- 0.00E+00
U-235 O.00E+00 +/- O.00E+00
Cs-137 3.11E-03 +J- 2.51E-03
Co-60 0.00E+00 +/- 0.00E+00

Calcs: Use lst

Depth (in): 22.5

% Volume: 50

Martin Winterrose Date: 3/20/02
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#Date & Time: Thu Dec 20 14:20:26 2001
-g=SIMPLE CYLINDER
-description=233S-01-0024
-comment=DRUMWITHSAMPLES
-Ccollimator=50MM-180D
-crpn=4
-Detector=7219
-Convergence in %=1 -MDRPN=4
-Lunit=IN -Tunit=C -Dunit=G/CU.C -Punit=MM.HG
-at=20 -ap=760 -rh=50
-Energies kev= 50.000, 100.000, 128.000, 130.000, 150.000, 200.000,#

300.000, 500.000, 700.000, 1000.000, 1400.000, 2000.000,#
4000.000,

-Error in 10.000, 10.000, 10.000, 10.000, 10.000, 8.000,#
8.000, 6.000, 6.000, 4.000, 4.000, 4.000,#
4.000,

-dl.1=0.0625 -dl.2=22.5 -d1. 3=33.5 -lmater=CSTEEL -lden=7.86
-d3.1=33 -3mater=SAMPLEHS -3den=0.7753 -3con=1
-sdl=24
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C A N B E R R A I S O C S A N A L Y S I S

Report Generated On

Sample Title
Spectrum Description
Sample Identification
Sample Size

: 12/20/01 2:44:24 PM

233s-01-0024 @ 270

0948
161.4 kg

Sample Taken On : 11/12/01 10:45:00 AM
Acquisition Started : 11/12/01 10:45:48 AM

Live Time: 1800.0 seconds Real Time: 1832.5 seconds

ISOCS Calabration . 2335-01-0024
Energy Cal ibration Used Done On . 2/27/01
Efficiency Calibration Used Done On : 12/20/01

P E A K A N A L Y S I S R E P O R T

Peak Peak Energy Net Peak Net Area Continuum
No. centroid (keV) Area Uncert. Counts

1 239.25 59.90 7.06E+005 26796.4 1.28E+004
2 292.89 73.30 3.29E+003 152.64 8.19E+003
3 300.96 75.32 5.94E+003 161.82 8.32E+003
4 340.30 85.15 2.22E+003 106.47 8.75E+003
5 348.65 87.24 9.39E+002 99.73 8.80E+003
6 379.66 94.99 3.54E+003 183.98 8.82E+003
7 395.93 99.06 1.28E+004 392.95 8.76E+003
8 414.07 103.59 5.84E+003 361.19 8.63E+003
9 445.77 111.51 3.01E+003 192.19 8.89E+003

10 461.56 115.46 1.93E+003 209.17 8.67E+003
11 502.60 125.71 2.24E+003 139.19 8.OOE+003
12 518.75 129.75 1.21E+004 165.59 7.71E+003
13 577.03 144.32 4.77E+002 100.02 6.73E+003
14 587.54 146.94 4.14E+002 120.62 6.60E+003
15 595.56 148.95 6.88E+002 77.46 6.49E+003
16 645.33 161.39 3.18E+002 71.79 5.77E+003
17 687.06 171.81 4.78E+002 65.32 5.46E+003
18 783.31 195.87 4.44E+002 57.30 4.11E+003
19 816.05 204.05 1.81E+003 69.94 3.77E+003
20 833.41 208.39 3.47E+003 80.88 3.54E+003
21 1201.89 300.48 1.51E+003 60.14 1.76E+003
22 1248.89 312.23 9.76E+003 106.99 1.55E+003
23 1295.26 323.82 1.78E+002 42.81 1.34E+003
24 1332.64 333.16 2.16E+003 65.94 1.30E+003
25 1343.87 335.96 7.83E+002 52.59 1.27E+003
26 1364.27 341.06 1.24E+003 139.21 1.22E+003
27 1380.82 345.20 1.97E+003 159.43 1.15E+003
28 1473.91 368.46 5.35E+002 65.58 8.44E+002
29 1501.78 375.43 6.05E+003 83.78 7.62E+002
30 1521.79 380.43 1.06E+003 112.32 6.99E+002
31 1533.90 383.45 7.34E+002 90.85 6.67E+002
32 1573.03 393.23 1.99E+003 50.88 5.77E+002
33 1595.04 398.73 3.11E+002 27.26 5.18E+002
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34 1645.96 411.46 5.70E+001 21.25 4.09E+002
35 1656.33 414.05 5.616E+003 77.55 3.84E+002
36 1664.58 416.11 3.49E+002 29.08 3.53E+002
37 1691.78 422.91 3.85E+002 29.56 2.87E+002
38 1807.40 451.81 6.94E+002 30.46 2.14E+002
39 2045.38 511.28 1.67E+002 17.72 1.40E+002
40 2334.94 583.65 1.06E+002 14.79 1.06E+002
41 2438.52 609.54 2.36E+002 18.80 1.02E+002
42 2648.93 662.12 8.58E+002 31.54 7.39E+001
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Peak Peak Energy Net Peak Net Area Continuum
No. centroid (keV) Area Uncert. Counts

43 2889.74 722.31 1.52E+002 15.44 5.73E+001
44 3647.02 911.56 5.31E+001 10.30 3.40E+001
45 4484.58 1120.89 8.06E+001 11.03 3.39E+001
46 5849.53 1462.01 5.71E+002 24.62 4.41E+000
47 7067.28 1766.35 1.02E+002 10.90 3.25E+000
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I N U C L I D E I D E N T I F I C A T I 0 N R E P 0 R T

Nuclide Id Energy Yield Activity Activity
Name Confidence (keV) M (uCi) Uncertainty

CS-137 0.991
NP-237 0.997

Pu-239 0.992

AM-241 0.995

PU-241 0.926

661. 65* 85.12 3.10595E-003
300. 17* 6.20 6.01377E-002
312. 00* 36.00 6.74101E-002
340. 60* 4.20 7.52898E-002
375. 45* 0.68 2.33644E+000
415. 76* 1.75 5.40171E-002
129. 28* 0.01 6.47243E+002
375. 00* 0.00 1.00408E+003
413. 70* 0.00 1.01140E+003
451. 50* @ 0.00 1.01791E+003
59. 54* 35.70 1.74284E+002

125. 28* 0.00 1.96176E+002
335. 40* 0.00 4.01180E+002
662. 42* @ 0.00 7.34386E+002
722. 70* 0.00 3.67715E+002
114. 00* 0.02 3.42344E+001
332. 60* 0.00 1.89276E+002

1.50285E-004
3.75768E-003
3.30597E-003
9.13579E-003
1.07934E-001
5.02656E-003
1.09033E+002
7.86627E+001
8.01646E+001
5.98890E+001
1.53486E+001
1.54423E+001
3.27998E+001
3.54785E+001
3.90534E+001
4.15007E+000
1.05658E+001

I N T E R F E R E N C E C 0 R R E C T E D R E P 0 R T

Nuclide Wt mean Wt mean
Nuclide Id Activity Activity
Name Confidence (uCi/kg ) Uncertainty

CS-137 0.991 2.187614E-003 1.558832E-004
NP-237 0.997 6.311297E-002 2.161974E-003
Pu-239 @ 0.992 8.185980E+002 2.241394E+001
AM-241 @ 0.995 2.171365E+002 9.988234E+000
PU-241 0.926 5.495704E+001 3.862782E+000

?= nuclide is part of an undetermined solution
X = nuclide rejected by the interferen ce analysis
@= nuclide contains energy lines not used in Weighted Mean Activity

Errors quoted at 1.000 sigma
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Nuclide MDA Report 12/20/01 2:44:24 PM Page 5

**************************************************************************

***** N U C L I D E M D A R E P 0 R T *****
**************************************************************************

Nuclide Energy Yield Line MDA Nuclide MDA Activity
Name (keV) (8) (uCi/kg ) (uCi/kg ) (uCi/kg

CO-60 1173.22 100.00 1.9411E-004 1.64E-004 -1.5132E-005
1332.49 100.00 1.6424E-004 -6.7256E-005

CS-134 475.35 1.46 2.0619E-002 2.52E-004 -2.4839E-002
563.23 8.38 2.9354E-003 -1.6469E-003
569.32 15.43 1.6399E-003 -5.8279E-004
604.70 97.60 3.3774E-004 -6.2798E-005
795.84 85.40 2.5152E-004 2.1196E-004
801.93 8.73 2.4592E-003 -2.2328E-003

1038.57 1.00 1.8549E-002 -8.4073E-003
1167.94 1.80 1.0767E-002 -5.1511E-003
1365.15 3.04 4.6889E-003 -1.1722E-003

+ CS-137 661.65* 85.12 1.5455E-004 1.55E-004 3.1060E-003
+ NP-237 300.17* 6.20 7.8513E-003 1.28E-003 6.0138E-002

312.00* 36.00 1.2836E-003 6.7410E-002
340.60* 4.20 1.0026E-002 7.5290E-002
375.45* 0.68 5.0625E-002 2.3364E+000
415.76* 1.75 1.3971E-002 5.4017E-002

+ Pu-239 129.28* 0.01 2.2064E+001 1.68E+001 6.4724E+002
375.00* 0.00 2.1756E+001 1.0041E+003
413.70* 0.00 1.6781E+001 1.0114E+003
451.50* 0.00 1.0374E+002 1.0179E+003

+ AM-241 59.54* 35.70 1.3048E-001 1.30E-001 1.7428E+002
125.28* 0.00 3.6635E+001 1.9618E+002
335.40* 0.00 8.6476E+001 4.0118E+002
662.42* 0.00 3.6541E+001 7.3439E+002
722.70* 0.00 9.1818E+001 3.6771E+002

+ PU-241 114.00* 0.02 7.7423E+000 7.74E+000 3.4234E+001
332.60* 0.00 1.4904E+001 1.8928E+002

CM-243 209.70 3.27 3.7877E-002 5.94E-003 2.3627E-001
228.18 10.56 8.8031E-003 -4.8809E-003
277.60 14.00 5.9371E-003 -5.4327E-003

+ = Nuclide identified during the nuclide identification
* = Energy line found in the spectrum
> = MDA val ue not calculated
@= Half-life too short to be able to perform the decay correction

N U C L I D E T O T A L S

Nuclide Mass (g)

Pu-239 2.13E+000 +/- 5.84E-002
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ISOCS NDA Operating Procedure

Revision 2

Bldg 233-S
NDA Item Description Sheet
Bottle or Cylinder Geometry

33•S

Put Dimensions on Bottle

14

C--, rzos-> t(.05 . z-Z 1

Item ID: 2335 -io ^ooz 5 ^v^•rz -- Z cv,3o^

Weight (kg):
C.(^ ?-Z

Material Description:

Packaging:

Detector Distance (in): 'Z^/

Detector Filters: A ,:,
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233-S Item Analysis Spreadsheet Version 3.Ob

Sample Into: Item ID: 233s-01-0025

File Name: 955

Data Input:

Item Parameters:

Isotope
Activity

(uCi/k

Meas

Uncert

Pu-239 (129)
Pu-239 (414) 1.75E+02 1.50E+01

Am-241 9.19E+01 2.41E+01
Np-237 3.89E-03 2.80E-04
U-238
U-235

Cs-137 3.95E-04 1.37E-04
Co-60

Contamination: Internal Item Type: Barrel

Dimensions:

Length (in): 33.5 Width (in): 22.5

Weight (]bs): 305.6 Depth for TMU (in): 4

Am-241 Calcs:

Nuclide Activities:

Results:

Comments:

Analyst:

Measured 9.19E+01 +/- 9.20E+02
Calculated 2.42E+02 +/- 4.90E+02

1/14/02

Assay Date: 13-Nov-01

File Name:

Use Meas

Isotope Activity

(nCi/g)

Total Unc

I si a

Pu-238 7.08E+01 +/- 5.74E+01
Pu-239 1.75E+02 +/- 1.42E+02

Pu-240 9.10E+01 +/- 7.38E+01
Pu-241 3.40E+02 +/- 2.76E+02
Pu-242 9.19E-02 +/- 7.45E-02

Am-241 9.19E+01 +/- 9.20E+02

Np-237 3.89E-03 +/- 3.15E-03
U-238 O.00E+00 +/- O.00E+00
U-235 0.00E+00 +/- O.00E+00
Cs-137 3.95E-04 +/- 3.46E-04
Co-60 O.00E+00 +/- 0.00E+00

Calcs: Use771

Depth (in): 22.5

% Volume: 50

Martin Winterrose Date: 3/20/02
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#Date & Time: Thu Dec 20 14:23:08 2001
-g=SIMPLE CYLINDER
-description=233S-01-0025
-comment=DRUM_WITH_SAMPLES
-Ccollimator=50MM-180D
-crpn=4
-Detector=7219
-Convergence in $=1 -MDRPN=4
-Lunit=IN -Tunit=C -Dunit=G/CU.C -Punit=MM.HG
-at=20 -ap=760 -rh=50
-Energies kev= 50.000, 100.000, 128.000, 130.000, 150.000, 200.000,#

300.000, 500.000, 700.000, 1000.000, 1400.000, 2000.000,#

4000.000,

-Error in $= 10.000, 10.000, 10.000, 10.000, 10.000, 8.000,#
8.000, 6.000, 6.000, 4.000, 4.000, 4.000,#
4.000,

-dl.1=0.0625 -dl.2=22.5 -dl .3=33.5 -lmater=CSTEEL -lden=7.86
-d3.1=33 -3mater=SAMPLEHS -3 den=0.6672 -3con=1
-sdl=24
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C A N B E R R A I S 0 C S A N A L Y S I S

Report Generated On

Sample Title
Spectrum Description
Sample Identification
Sample Size

Sample Taken On
Acquisition Started

Live Time: 1800.0 seconds

ISOCS Calabration
Energy Calibration
Efficiency Calibra

12/20/01 2:46:19 PM

233s-01-0025 @270

0955
138.9 kg

11/13/01 11:22:00 AM
11/13/01 11:22:53 AM

Real Time: 1810.4 seconds

. 233S-01-0025
Used Done On . 2/27/01
tion Used Done On : 12/20/01

P E A K A N A L Y S I S R E P O R T l

Peak Peak Energy Net Peak Net Area Continuum
No. centroid (keV) Area Uncert. Counts

1 239.27 59.90 2.01E+005 7321.51 4.24E+003
2 340.60 85.23 9.57E+002 75.38 3.52E+003
3 349.86 87.54 2.72E+002 75.16 3.56E+003
4 396.01 99.08 2.43E+003 109.93 3.59E+003
5 414.07 103.59 1.21E+003 87.05 3.56E+003
6 445.61 111.47 4.30E+002 61.75 3.69E+003
7 460.76 115.26 4.41E+002 61.44 3.61E+003
8 502.54 125.70 5.44E+002 60.37 3.33E+003
9 518.80 129.76 2.40E+003 73.25 3.20E+003

10 815.84 204.00 4.30E+002 34.00 8.91E+002
11 833.59 208.43 8.27E+002 39.26 8.21E+002
12 1201.40 300.36 1.17E+002 20.98 3.63E+002
13 1249.07 312.27 5.47E+002 29.50 3.49E+002
14 1332.51 333.12 4.06E+002 26.90 3.29E+002
15 1343.76 335.94 1.07E+002 20.52 3.24E+002
16 1381.55 345.38 4.05E+002 26.13 2.97E+002
17 1501.59 375.38 1.04E+003 36.23 2.25E+002
18 1522.65 380.64 1.95E+002 32.39 2.11E+002
19 1573.15 393.26 3.43E+002 22.66 1.86E+002
20 1656.33 414.05 9.44E+002 33.38 1.51E+002
21 1807.63 451.87 1.23E+002 14.74 9.77E+001
22 2044.89 511.16 1.39E+002 16.17 8.04E+001
23 2334.13 583.45 9.42E+001 12.43 6.44E+001
24 2438.82 609.61 1.56E+002 14.92 6.53E+001
25 2646.79 661.59 1.04E+002 36.20 5.68E+001
26 2649.59 662.29 1.07E+002 36.07 5.67E+001
27 2889.23 722.18 3.63E+001 9.45 5.01E+001
28 3648.12 911.84 6.86E+001 10.38 3.25E+001
29 4483.93 1120.72 6.23E+001 9.81 3.14E+001
30 5848.93 1461.86 5.23E+002 23.56 8.96E+000
31 7065.67 1765.95 5.17E+001 8.29 3.31E+000
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I N U C L I D E I D E N T I F I C A T I O N R E P O R T

Nuclide Id Energy Yield Activity Activity
Name Confidence (keV) M (uCi) Uncertainty

CS-137 1.000
NP-237 0.857

Pu-239 0.992

AM-241 0.995

PU-241 0.944

661.65*
300. 17*
312.00*
340.60
375. 45*
415.76*
129. 28*
375. 00*
413.70*
451.50* @
59.54*

125. 28*
335.40*
662.42* @
722.70*
114.00*
332. 60*

I N T E R F E R E N C E

85.12 3.94584E-004
6.20 4.76896E-003

36.00 3.89026E-003
4.20
0.68 4.16123E-001
1.75 1.51112E-001
0.01 1.30284E+002
0.00 1.78828E+002
0.00 1.74629E+002
0.00 1.87010E+002

35.70 4.98352E+001
0.00 4.81501E+001
0.00 5.65186E+001
0.00 9.57598E+001
0.00 9.19236E+001
0.02 7.94903E+000
0.00 3.65541E+001

1.37395E-004
8.86575E-004
2.80232E-004

2.33449E-002
8.22109E-003
2.22327E+001
1.51222E+001
1.49665E+001
2.35736E+001
4.35658E+000
5.82964E+000
1.11510E+001
3.23946E+001
2.41165E+001
1.18724E+000
2.96651E+000

C 0 R R E C T E D R E P 0 R T

Nuclide
Name

CS-137
NP-237
Pu-239 @
AM-241 @
PU-241

Nuclide
Id

Confidence

1.000
0.857
0.992
0.995
0.944

Wt mean
Activity
(uCi/kg

3.945843E-004
3.993061E-003
1.529353E+002
5.066817E+001
1.189822E+001

Wt mean
Activity
Uncertainty

1.373947E-004
2.671129E-004
5.001959E+000
3.299159E+000
1.102245E+000

?= nuclide is part of an undetermined solution
X = nuclide rejected by the interference analysis
@= nuclide contains energy lines not used in Weighted Mean Activity

Errors quoted at 1.000 sigma

1000-122001-0001 100



Nuclide MOA Report 12/20/01 2:46:19 PM Page 3

*********************+*********************+******************************

***** N U C L I D E M D A R E P O R T *****
**************************************************************************

Nuclide Energy Yield Line MDA Nuclide MDA Activity
Name (keV) (%) (uCi/kg ) (uCi/kg ) (uCi/kg

CO-60 1173.22 100.00 1.8393E-004 1.47E-004 -1.9467E-004
1332.49 100.00 1.4657E-004 5.0846E-006

CS-134 475.35 1.46 1.6739E-002 2.29E-004 1.6503E-002
563.23 8.38 2.7221E-003 -1.2387E-003
569.32 15.43 1.5273E-003 2.1336E-004
604.70 97.60 2.8124E-004 -1.7521E-004
795.84 85.40 2.2937E-004 2.3078E-004
801.93 8.73 2.1552E-003 -4.3274E-003

1038.57 1.00 1.8882E-002 8.6573E-003
1167.94 1.80 1.0497E-002 6.3070E-003
1365.15 3.04 5.1040E-003 2.9862E-003

+ CS-137 661.65* 85.12 1.4278E-004 1.43E-004 3.9458E-004
+ NP-237 300.17* 6.20 3.7314E-003 6.37E-004 4.7690E-003

312.00* 36.00 6.3710E-004 3.8903E-003
340.60 4.20 1.0517E-002 1.1904E-003
375.45* 0.68 2.8876E-002 4.1612E-001
415.76* 1.75 9.5779E-003 1.5111E-001

+ Pu-239 129.28* 0.01 1.4436E+001 1.11E+001 1.3028E+002
375.00* 0.00 1.2409E+001 1.7883E+002
413.70* 0.00 1.1069E+001 1.7463E+002
451.50* 0.00 7.4017E+001 1.8701E+002

+ AM-241 59.54* 35.70 7.5816E-002 7.58E-002 4.9835E+001
125.28* 0.00 2.3997E+001 4.8150E+001
335.40* 0.00 4.5624E+001 5.6519E+001
662.42* 0.00 3.3742E+001 9.5760E+001
722.70* 0.00 9.0328E+001 9.1924E+001

+ PU-241 114.00* 0.02 5.0831E+000 5.08E+000 7.9490E+000
332.60* 0.00 7.8516E+000 3.6554E+001

CM-243 209.70 3.27 1.9091E-002 2.76E-003 6.7426E-002
228.18 10.56 4.4549E-003 -4.6562E-003
277.60 14.00 2.7554E-003 -1.0611E-003

+= Nuclide identified during the nuclide identification
* = Energy line found in the spectrum
> = MDA value not calculated
@= Half-life too short to be able to perform the decay correction

N U C L I D E T O T A L S

Nuclide Mass (g)

Pu-239 3.43E-001 +/- 1.12E-002
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Bldg 233s
NDA Item Description Sheet

Bottle Geometry

Put Dimensions on Bottle

Item ID: ^,as -oc -ooZCr

Weight (kg):

33.5

^

'TTA2CL 'Z.Z^ •^^'J

5^3v

Material Description:

Packaging: 5-.)

Detector Distance (in): z3

Detector Filters:

Dose Rate: < . 5

Comments: o f= l g00
Qln) /co

1000-122001-o001

L 7,2-
13
'1



233-S Item Analysis Spreadsheet Version 3.Ob 1/14/02

Sample Info: Item ID: 233s-0I-0026 Assay Date: 31-Oct-01

File Name: 916 File Name:

Data Input:

Isotope

Activity
(uCi/t< )

Meas
Uncert

Pu-239 (129)
Pu-239 (414) 3.16E+02 2.60E+01

Am-241 3.03E+02 3.58E+01
Np-237 2.03E-01 9.78E-03
U-238
U-235

Cs-137 5.07E-04 1.51E-04
Co-60

Uncert

Item Parameters:

Contamination: r^Internal - Item Type: Barrel

Dimensions:

Length (in): 33.5 Width (in): 22.5

Weight (lbs): 271.6 Depth for TMU (in): 4

Am-241 Cales:

Nuclide Activities:

Results:

Comments:

Analyst:

Measured 3.03E+02 +/- 9.18E+02

Calculated 4.37E+02 +/- 4.74E+02

Use Meas

Isotope Activity

(nCi/g)

Total Unc

1 sigma

Pu-238 1.28E+02 +1- 5.39E+01
Pu-239 3.16E+02 +/- 1.33E+02
Pu-240 1.65E+02 +1- 6.93E+01
Pu-241 6.15E+02 +/- 2.59E+02
Pu-242 1.66E-01 +/- 7.00E-02

Am-241 3.03E+02 +/- 9.18E+02

Np-237 2.03E-01 +/- 8.43E-02
U-238 0.00E+00 +/- O.00E+00
U-235 0.00E+00 +/- 0.00E+00
Cs-137 5.07E-04 +/- 2.58E-04
Co-60 O.00E+00 +/- 0.00E+00

Calcs: Use 1st

Depth (in): 22.5

% Volume: 50

Eaors:HiBh Np-237 ratio,

Net Wt. Used. High Np ratio does not affect final results.

Martin Winterrose Date: 3/20/02
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#Date & Time: Wed Oct 31 10:30:45 2001
-g=SIMPLE CYLINDER
-description=233S-01-0026
-comment=DRUMWITHSAMPLES
-Ccollimator=5OMM-180D
-crpn=4
-Detector=7219
-Convergence in %=l -MDRPN=4
-Lunit=IN -Tunit=C -Dunit=G/CU.C -Punit=MM.HG
-at=20 -ap=760 -rh=50
-Energies kev= 50.000, 100.000, 128.000, 130.000, 150.000, 200.000,#

300.000, 500.000, 700.000, 1000.000, 1400.000, 2000.000,#
4000.000 ,

-Error in 10.000 , 10.000, 10.000, 10.000, 10.000, 8.000,#
8.000, 6.000, 6.000, 4.000, 4.000, 4.000,#
4.000,

-dl.1=0.0416 -dl.2=22.5 -dl .3=33.5 -lmater=CSTEEL -1den=7.86
-d3.1=33 -3mater=SAMPLES -3den=0.593 -3con=1
-sdl=24
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C A N B E R R A

Report Generated On

3ample Title
3pectrum Description
3ample Identification
3ample Size

I S O C S A N A L Y S I S

: 12/20/01 2:47:27 PM

233s-01-0026 @ 270

0916
123.5 kg

3ample Taken On : 10/31/01 11:32:00 AM
lcquisition Started : 10/31/01 11:33:00 AM

.
live Time: 1800.0 seconds Real Time: 1865.2 seconds

ISOCS Calabration . 233S-01-0026
Energy Cal ibration Used Done On . 2/27/01
Efficiency Calibration Used Done On : 10/31/01

P E A K A N A L Y S I S R E P 0 R T

Peak Peak Energy Net Peak Net Area Continuum
No. centroid (keV) Area Uncert. Counts

1 239.26 59.90 1.65E+006 59420.7 2.76E+004
2 292.97 73.32 3.05E+003 177.61 1.25E+004
3 301.07 75.35 6.11E+003 185.04 1.24E+004
4 379.90 95.05 4.77E+003 196.23 1.07E+004
5 396.12 99.10 1.61E+004 497.54 1.03E+004
6 413.79 103.52 7.95E+003 380.18 9.86E+003
7 445.84 111.53 3.46E+003 188.53 9.65E+003
8 460.29 115.14 1.68E+003 137.38 9.25E+003
9 502.79 125.76 2.36E+003 134.44 8.15E+003

10 518.80 129.76 5.76E+003 110.58 7.64E+003
11 575.68 143.98 4.98E+002 81.84 6.52E+003
12 587.09 146.83 2.84E+002 86.02 6.36E+003
13 595.74 148.99 8.85E+002 83.87 6.24E+003
14 833.69 208.46 3.87E+003 97.90 3.12E+003
15 1087.38 271.86 2.82E+002 42.10 1.96E+003
16 1201.99 300.51 4.99E+003 82.30 1.28E+003
17 1249.07 312.27 2.99E+004 177.38 9.81E+002
18 1332.40 333.10 8.32E+002 38.67 6.89E+002
19 1343.49 335.87 4.95E+002 35.77 6.64E+002
20 1363.42 340.85 3.40E+003 129.82 6.15E+002
21 1378.33 344.58 2.80E+002 83.02 5.53E+002
22 1475.27 368.80 2.85E+002 27.52 3.80E+002
23 1502.19 375.53 2.38E+003 61.13 3.49E+002
24 1522.04 380.49 3.29E+002 47.59 3.30E+002
25 1534.03 383.49 2.40E+002 37.43 3.13E+002
26 1573.24 393.29 6.89E+002 31.26 2.74E+002
27 1595.75 398.91 9.90E+002 35.71 2.54E+002
28 1656.42 414.07 1.76E+003 46.18 2.02E+002
29 1664.67 416.14 1.29E+003 40.77 1.95E+002
30 1692.10 422.99 1.37E+002 17.29 1.72E+002
31 1807.60 451.86 2.65E+002 19.74 1.34E+002
32 2045.36 511.28 1.75E+002 22.57 7.13E+001
33 2333.22 583.22 8.70E+001 13.09 7.49E+001
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34 2438.82 609.61 9.91E+001 13.68 6.85E+001
35 2648.11 661.92 1.35E+002 40.00 5.19E+001
36 2651.23 662.70 2.10E+002 40.88 5.14E+001
37 2890.09 722.39 1.20E+002 13.68 5.13E+001
38 3647.60 911.71 6.45E+001 10.15 2.74E+001
39 5850.08 1462.15 5.34E+002 23.74 6.55E+000
40 7069.07 1766.80 3.68E+001 7.49 1.59E+000
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N U C L I D E I D E N T I F I C A T I 0 N R E P O R T

Nuclide Id Energy Yield Activity Activity
Name Confidence (keV) ($) (uCi) Uncertainty

CS-137 0.997
NP-237 0.997

Pu-239 0.991

AM-241 0.995

PU-241 0.954

661.65*
300. 17*
312.00*
340.60*
375.45*
415.76*
129.28*
375. 00*
413.70*
451.50* @
59.54*

125. 28*
335.40*
662.42* @
722. 70*
114.00*
332. 60*

85.12 5.07436E-004
6.20 1.94619E-001

36.00 2.03113E-001
4.20 2.04261E-001
0.68 9.17196E-001
1.75 2.00819E-001
0.01 2.57410E+002
0.00 3.94162E+002
0.00 3.16233E+002
0.00 3.93561E+002

35.70 1.71739E+002
0.00 1.69550E+002
0.00 2.51146E+002
0.00 1.86257E+002
0.00 3.03177E+002
0.02 2.37010E+001
0.00 7.20808E+001

1.50947E-004
9.92176E-003
9.78354E-003
1.22648E-002
4.67811E-002
1.04292E-002
4.34996E+001
3.20342E+001
2.60441E+001
3.30803E+001
1.49807E+001
1.26728E+001
2.15963E+001
3.67622E+001
3.58031E+001
2.32300E+000
4.75119E+000

I N T E R F E R E N C E C 0 R R E C T E D R E P O R T

Nuclide Wt mean Wt mean
Nuclide Id Activity Activity
Name Confidence (uCi/kg ) Uncertainty

CS-137 0.997 5.074356E-004 1.509475E-004
NP-237 0.997 2.009881E-001 5.211737E-003
Pu-239 @ 0.991 2.868258E+002 8.925541E+000
AM-241 @ 0.995 1.907857E+002 8.572820E+000
PU-241 0.954 3.303498E+001 2.086914E+000

? = nuclide is part of an undetermined solution
X = nuclide rejected by the interference analysis
@= nuclide contains energy lines not used in Weighted Mean Activity

Errors quoted at 1.000 sigma
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Nuclide MDA Report 12/20/01 2:47:27 PM Page 4

**********************************+********************************+******

***** N U C L I D E M D A R E P O R T *****
**************************************************************************

Nuclide Energy Yield Line MDA Nuclide MDA Activity
Name (keV) (%-) (uCi/kg ) (uCi/kg ) (uCi/kg

CO-60 1173.22 100.00 1.8920E-004 1.54E-004 -1.0933E-004
1332.49 100.00 1.5374E-004 2.0502E-005

CS-134 475.35 1.46 1.7029E-002 2.23E-004 -6.2486E-004
563.23 8.38 2.7727E-003 -2.0786E-004
569.32 15.43 1.4792E-003 8.3235E-004
604.70 97.60 2.8485E-004 -3.1541E-004
795.84 85.40 2.2264E-004 1.1481E-004
801.93 8.73 2.2141E-003 -1.4361E-004

1038.57 1.00 1.8056E-002 3.2242E-003
1167.94 1.80 1.0242E-002 -8.9094E-003
1365.15 3.04 5.3851E-003 -6.7083E-003

+ CS-137 661.65* 85.12 1.3600E-004 1.36E-004 5.0744E-004
+ NP-237 300.17* 6.20 6.6027E-003 1.01E-003 1.9462E-001

312.00* 36.00 1.0097E-003 2.0311E-001
340.60* 4.20 7.1020E-003 2.0426E-001
375.45* 0.68 3.4534E-002 9.1720E-001
415.76* 1.75 1.0544E-002 2.0082E-001

+ Pu-239 129.28* 0.01 1.8290E+001 1.24E+001 2.5741E+002
375.00* 0.00 1.4841E+001 3.9416E+002
413.70* 0.00 1.2355E+001 3.1623E+002
451.50* 0.00 8.3990E+001 3.9356E+002

+ AM-241 59.54* 35.70 8.0669E-002 8.07E-002 1.7174E+002
125.28* 0.00 3.0361E+001 1.6955E+002
335.40* 0.00 6.2209E+001 2.5115E+002
662.42* 0.00 3.2028E+001 1.8626E+002
722.70* 0.00 9.1040E+001 3.0318E+002

+ PU-241 114.00* 0.02 6.3404E+000 6.34E+000 2.3701E+001
332.60* 0.00 1.0813E+001 7.2081E+001

CM-243 209.70 3.27 3.5107E-002 5.65E-003 1.6165E-001
228.18 10.56 8.0377E-003 -5.1104E-003
277.60 14.00 5.6460E-003 1.5074E-004

+= Nuclide identified during the nuclide identification
* = Energy line found in the spectrum
> = MDA value not calculated
@= Half-life too short to be able to perform the decay correction

N U C L I D E T 0 T A L S

Nuclide

Pu-239 5.71E-001 +/-

Mass (g)

1.78E-002
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Bldg 233s
NDA Item Description Sheet

Bottle Geometry

-I
33.5

C.,^wSS tz^k.co5

Put Dimensions on Bottle

f^`^c.r BIFa .3S

.;

Item ID: z3-6 s-of -oo2x-r-

Weight (kg): z -7t-1. zS

't'W'ciOC- Z..•i^a0s$

-7 z.3 ^

^5a6#
Material Description:

Packaging: 6,S

Detector Distance (in): 2•-I

Detector Filters:

Dose Rate: .G .S

Comments: 4/ ^n .. _t4 ! ^iQp 5,c^
it3(bTrcr . CO) f S
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109



233-S Item Analysis Spreadsheet Version 3.Ob

Sample Info: Item ID: 233s-01-0027

File Name: 915

Data Input:

Item Parameters:

Isotope
Activity

uCi/k )

Meas

Uncert

Pu-239 (129) 2.04E+02 3.48E+01
Pu-239 (414)

Am-241 1.66E+02 1.48E+01

Np-237 2.66E-01 1.28E-02
U-238

U-235
Cs-137 1.59E-03 1.04E-04
Co-60

Contamination: Internal Item Type: Barrel

Dimensions:

Length (in): 33.5 Width (in): 22.5

Weight (Ibs): 216.35 Depth for TMU (in): 4

Am-241 Cales:

Nuclide Activities:

Results:

Comments:

Analyst:

Measured 1.66E+02 +/- 5.02E+02

Calculated 2.82E+02 +/- 5.94E+02

1/14/02

Assay Date: 31-Oct-01

File Name:

Uncert

Use Meas

Isotope Activity

(nCi/ )

Total Unc

I sigma

Pu-238 8.27E+01 +/- 6.96E+01
Pu-239 2.04E+02 +/- 1.72E+02
Pu-240 1.06E+02 +/- 8.95E+01
Pu-241 3.97E+02 +/- 3.35E+02
Pu-242 1.07E-01 +/- 9.04E-02

Am-241 1.66E+02 +/- 5.02E+02
Np-237 2.66E-01 +/- 1.10E-01
U-238 0.00E+-00 +/- 0.00E+00
U-235 0.00E+00 +/- 0.00E+00
Cs-137 1.59E-03 +/- 6.64E-04
Co-60 0.00E+00 +/- 0.00E+00

Calcs: Use 1st

Depth ( in): 22.5

% Volume: 50

I

Net Wt. Used. Np ratio does not affect final values.Pu-129 Errors:High Np-237 ratio,
Kev value used due to high N ratio.

Martin Winterrose Date: 3/20/02
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#Date & Time: Thu Dec 20 14:26:56 2001
-g=SIMPLE CYLINDER
-description=233S-01-0027
-comment=DRUMWITH_SAMPLES
-Ccollimator=50MM-180D
-crpn=4
-Detector=7219
-Convergence in %=1 -MDRPN=4
-Lunit=IN -Tunit=C -Dunit=G/CU.C -Punit=MM.HG
-at=20 -ap=760 -rh=50
-Energies kev= 50.000, 100.000, 128.000, 130.000, 150.000, 200.000,#

300.000, 500.000, 700.000, 1000.000, 1400.000, 2000.000,#

4000.000,
-Error in 10.000, 10.000, 10.000, 10.000, 10.000, 8.000,#

8.000, 6.000, 6.000, 4.000, 4.000, 4.000,#
4.000,

-dl.1=0.0625 -dl.2=22.5 -dl.3=33.5 -imater=CSTEEL -lden=7.86
-d3.1=33 -3mater=SAMPLES -3den=0.45054 -3con=1
-sdl=24
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C A N B E R R A

teport Generated On

3ample Title
pectrum Description
ample Identification
3ample Size

I S O C S A N A L Y S I S

12/20/01 2:54:00 PM

233s-01-0027 @ 270

0915
98.3 kg

3ample Taken On : 10/31/01 10:01:00 AM
cquisition Started : 10/31/01 10:01:56 AM

,ive Time: 1800.0 seconds Real Time: 1834.2 seconds

ISOCS Calabration . 233S-01-0027
Energy Cal ibration Used Done On . 2/27/01
Efficiency Calibration Used Done On : 12/20/01

P E A K A N A L Y S I S R E P O R T

Peak Peak Energy Net Peak Net Area Continuum
No. centroid (keV) Area Uncert. Counts

1 239.26 59.90 6.99E+005 28119.5 1.33E+004
2 292.19 73.13 3.17E+003 148.64 8.28E+003
3 301.27 75.40 5.90E+003 177.37 8.41E+003
4 340.12 85.11 1.92E+003 481.32 8.64E+003
5 395.96 99.06 8.58E+003 323.34 8.64E+003
6 413.83 103.53 3.41E+003 162.35 8.56E+003
7 445.91 111.55 2.15E+003 130.29 8.95E+003
8 459.42 114.92 1.02E+003 97.34 8.83E+003
9 502.66 125.73 1.30E+003 88.26 8.37E+003

10 518.76 129.75 3.78E+003 101.42 8.11E+003
11 575.75 144.00 3.41E+002 77.00 7.38E+003
12 596.72 149.24 4.14E+002 84.13 7.06E+003
13 607.22 151.86 2.32E+002 77.74 6.89E+003
14 833.60 208.44 2.09E+003 71.23 3.84E+003
15 1088.22 272.07 2.34E+002 49.44 2.53E+003
16 1202.01 300.51 5.84E+003 89.46 1.46E+003
17 1249.07 312.27 3.54E+004 224.15 9.73E+002
18 1332.60 333.15 5.24E+002 33.77 6.45E+002
19 1343.70 335.92 2.65E+002 31.43 6.11E+002
20 1363.42 340.85 3.99E+003 113.78 5.63E+002
21 1378.21 344.54 1.12E+002 50.72 5.13E+002
22 1474.84 368.69 1.34E+002 21.19 3.34E+002
23 1502.32 375.56 1.71E+003 45.98 3.06E+002
24 1522.68 380.65 2.09E+002 36.33 2.80E+002
25 1533.47 383.35 1.98E+002 25.26 2.68E+002
26 1573.24 393.29 3.92E+002 25.45 2.34E+002
27 1595.45 398.84 1.16E+003 37.64 2.24E+002
28 1656.32 414.05 9.81E+002 37.35 1.75E+002
29 1664.58 416.11 1.67E+003 43.46 1.66E+002
30 1808.16 452.00 1.47E+002 16.19 1.16E+002
31 2044.92 511.17 1.60E+002 15.81 8.39E+001
32 2334.60 583.56 8.70E+001 12.59 7.22E+001
33 2438.43 609.51 1.19E+002 14.07 6.58E+001
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34 2649.34 662.23 3.81E+002 21.67 5.32E+001
35 2890.17 722.41 6.27E+001 11.24 5.04E+001
36 3647.80 911.76 6.13E+001 10.05 2.94E+001
37 5849.98 1462.12 5.67E+002 24.43 9.36E+000
38 7067.21 1766.33 3.86E+001 7.47 1.84E+000

1000-122001-0001
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N U C L I D E I D E N T I F I C A T I 0 N R E P O R T

Nuclide Id Energy Yield Activity Activity
Name Confidence (keV) (%) (uCi) Uncertainty

CS-137 0.987
NP-237 0.997

Pu-239 0.991

AM-241 0.995

PU-241 0.969

661.65*
300. 17*
312.00*
340. 60*
375.45*
415.76*
129.28*
375. 00*
413.70*
451.50* @
59.54*
125.28*
335.40*
662.42* @
722.70*
114.00*
332.60*

I N T E R F E R E N C E

85.12 1.59363E-003
6.20 2.51827E-001

36.00 2.66390E-001
4.20 2.64917E-001
0.68 7.30500E-001
1.75 2.88449E-001
0.01 2.04964E+002
0.00 3.13930E+002
0.00 1.95219E+002
0.00 2.42524E+002

35.70 1.65785E+002
0.00 1.14806E+002
0.00 1.48409E+002
0.00 3.76805E+002
0.00 1.76795E+002
0.02 1.82913E+001
0.00 5.01544E+001

C 0 R R E C T E D

1.03665E-004
1.27451E-002
1.28444E-002
1.44134E-002
3.76930E-002
1.40526E-002
3.48488E+001
2.56311E+001
1.69568E+001
2.82785E+001
1.47672E+001
9.55617E+000
1.89395E+001
2.44898E+001
3.21690E+001
2.00889E+000
3.99355E+000

R E P O R T

Nuclide
Nuclide Id
Name Confidence

CS-137 0.987
NP-237 0.997
Pu-239 @ 0.991
AM-241 @ 0.995
PU-241 0.969

Wt mean
Activity
(uCi/kg

1.023154E-003
2.670143E-001
1.999018E+002
1.348864E+002
2.472582E+001

Wt mean
Activity
Uncertainty

1.079590E-004
6.641888E-003
7.030912E+000
7.199967E+000
1.794622E+000

?= nuclide is part of an undetermined solution
X = nuclide rejected by the interference analysis
@= nuclide contains energy lines not used in Weighted Mean Activity

Errors quoted at 1.000 sigma
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quclide MDA Report 12/20/01 2:54:01 PM Page 4

k*************************************************************************

"**** N U C L I D E M D A R E P O R T *****
k*************************************************************************

Nuclide Energy Yield Line MDA Nuclide MDA Activity
Name (keV) M (uCi/kg ) (uCi/kg ) (uCi/kg

CO-60 1173.22 100.00 2.1624E-004 1.92E-004 -1.6194E-004
1332.49 100.00 1.9247E-004 1.1977E-004

CS-134 475.35 1.46 1.7993E-002 2.50E-004 -1.6499E-004
563.23 8.38 3.0200E-003 -2.2612E-003
569.32 15.43 1.5621E-003 -2.3027E-003
604.70 97.60 3.2514E-004 -1.2430E-004
795.84 85.40 2.4983E-004 -5.8396E-005
801.93 8.73 2.4057E-003 -1.3302E-003

1038.57 1.00 1.9193E-002 -3.2891E-003
1167.94 1.80 1.1717E-002 -6.27b3E-003
1365.15 3.04 5.7395E-003 4.0202E-003

+ CS-137 661.65* 85.12 1.5337E-004 1.53E-004 1.5936E-003
+ NP-237 300.17* 6.20 7.7798E-003 1.11E-003 2.5183E-001

312.00* 36.00 1.1110E-003 2.6639E-001
340.60* 4.20 7.5197E-003 2.6492E-001
375.45* 0.68 3.5894E-002 7.3050E-001
415.76* 1.75 1.0811E-002 2.8845E-001

+ Pu-239 129.28* 0.01 2.2844E+001 1.28E+001 2.0496E+002
375.00* 0.00 1.5425E+001 3.1393E+002
413.70* 0.00 1.2806E+001 1.9522E+002
451.50* 0.00 8.6877E+001 2.4252E+002

+ AM-241 59.54* 35.70 1.2813E-001 1.28E-001 1.6578E+002
125.28* 0.00 3.7737E+001 1.1481E+002
335.40* 0.00 6.6027E+001 1.4841E+002
662.42* 0.00 3.6263E+001 3.7681E+002
722.70* 0.00 1.0080E+002 1.7679E+002

+ PU-241 114.00* 0.02 7.8877E+000 7.89E+000 1.8291E+001
332.60* 0.00 1.1566E+001 5.0154E+001

CM-243 209.70 3.27 3.8717E-002 7.25E-003 8.1542E-002
228.18 10.56 1.0061E-002 5.3375E-003
277.60 14.00 7.2464E-003 4.0017E-003

+ = Nuclide identified during the nuclide identification
* = Energy line found in the spectrum
> = MDA value not calculated
@= Half-life too short to be able to perform the decay correction

N U C L I D E T 0 T A L S

Nuclide Mass (g)

Pu-239 3.17E-001 +/- 1.12E-002
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